Microwave Tomography for Industrial Process Imaging

DOI:
10.1109/MAP.2017.2731201

Document Version
Accepted author manuscript

Link to publication record in Manchester Research Explorer

Citation for published version (APA):

Published in:
IEEE Antennas and Propagation Magazine

Citing this paper
Please note that where the full-text provided on Manchester Research Explorer is the Author Accepted Manuscript or Proof version this may differ from the final Published version. If citing, it is advised that you check and use the publisher's definitive version.

General rights
Copyright and moral rights for the publications made accessible in the Research Explorer are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

Takedown policy
If you believe that this document breaches copyright please refer to the University of Manchester’s Takedown Procedures [http://man.ac.uk/04Y6B0] or contact uml.scholarlycommunications@manchester.ac.uk providing relevant details, so we can investigate your claim.
Microwave Tomography for Industrial Process Imaging

Zhipeng Wu, Senior Member, IEEE, and Haigang Wang, Member, IEEE

Abstract—This paper describes the implementation of microwave tomography for industrial process applications. Microwave tomography for industrial process imaging has different requirements from that for medical imaging. In addition to spatial resolution, high temporal resolution or real-time imaging is also important for high speed processes, flows or rapid reactions. Depending on the specific application, both quantitative imaging and qualitative imaging may be needed. Qualitative imaging would be sufficient to display distributions, patterns or shapes, which may be adequate for some applications. Quantitative imaging would however be more informative, giving images with quantitative dielectric contrast or permittivity values from which other physical parameters such as density, moisture content and phase fraction may be derived. With the microwave tomography approach described, several example applications in industrial processes are demonstrated, and a number of experimental imaging results are presented.

Keyword—microwave tomography, microwave imaging, instrumentation, image reconstruction

I. INTRODUCTION

Tomographic imaging is a technique that reconstructs the internal distribution of an object in terms of a physical parameter and presents it as an image with a grey or color scale for easy visualization. Instead of a single point measurement, it offers a unique imaging method to the oil, chemical, pharmaceutical and food industries to visualize industrial processes without invading the pipes and vessels and provide valuable information for control and optimization. Since the concept of tomographic imaging was put into practice in the 1970’s [1, 2], there has been a significant development in tomography instruments based on X-ray, γ-ray, magnetic resonance, optical, positron emission, ultrasound, electrical resistance, electrical capacitance, electromagnetic induction and microwaves [3, 4]. Among them, X-ray and magnetic resonance tomographic imaging instruments, which are often known as X-ray CT and MRI respectively, have been widely used in the medical sector. X-ray CT, MRI and optical tomography can all produce images of high spatial resolution. But X-ray CT is only applicable to the imaging of objects with large density contrast. MRI is only useful for imaging objects which contain water or hydrogen atoms. Optical tomography is applicable only to optically transparent substances or gases where optical attenuations are measureable. X-ray, MRI and optical instruments are all bulky and have therefore not found applications in industrial imaging. Positron emission and γ-ray imaging techniques can also produce high resolution images, but both involve the use of radiative tracer particles or ionizing radiation. They are therefore not welcome in the industrial environment.

On the other hand, electrical resistance and electrical capacitance tomographic techniques, which are often referred to as ERT and ECT respectively, have been applied to the imaging of industrial processes either in vessels or pipelines. ERT and ECT instruments are generally portable, but both have their application limitations. ERT is based on resistance measurements and is only applicable to the imaging of conducting substances. ECT is based on capacitance measurement and is only applicable to the imaging of non-conducting substances. Similarly, electromagnetic induction tomography (MIT) is applicable to the imaging of ferrous substances. Ultrasound tomography is applicable to the imaging of substances with good acoustic properties, which usually involves liquids or solid-liquid mixtures. The images produced by ultrasound tomography are also of low spatial resolution.

Comparing to the tomographic imaging techniques above, microwave tomography is based on the measurements of the scattered electromagnetic fields produced by an object, and generates images of dielectric properties. The development of microwave tomography systems could be dated back to the late 1970’s and early 1980’s [5, 6]. Since then, there have been a significant number of papers published in the literature on the subject. The achievements, difficulties and challenges in the development of microwave tomographic imaging techniques, algorithms and systems over three decades to 2010 have been reviewed in the article by Bolomey and Jofre [7]. A total of 84 key publications on the subject during the period have been cited in this article. These are not to be repeated here. The readers are therefore referred to [7] for further information.

Over the past three decades, most of the microwave tomography research has been focused on medical and biomedical applications [8-30]. Only a limited number of publications have been on microwave tomography for non-medical applications [31-41], but these are increasing.
Recent advances and new challenges in microwave tomographic imaging have been highlighted in [4], particularly in the aspect of real-time microwave tomography systems for industrial process monitoring applications.

Microwave tomography for industrial imaging has different requirements from that for medical imaging. In addition to spatial resolution, high temporal resolution or real-time imaging is also important for fast changing processes such as multiphase flows. Depending on the specific application, quantitative imaging and qualitative imaging are both needed. The former may be sufficient in many applications for displaying distributions, patterns or shapes. The latter would be more informative, giving images with quantitative dielectric contrast or permittivity values from which other physical parameters such as density, moisture content and phase fraction may be derived. In this paper, following the description of a microwave tomography system including the hardware and techniques for solving forward and inverse problems in Section II, example applications of the system in industrial process monitoring are demonstrated in Section III, together with the presentation of some experimental imaging results obtained. We aim to demonstrate the capability of a microwave tomography system for industrial applications mentioned above, but not to emphasize a new method or algorithm for image reconstruction.

II. THE MICROWAVE TOMOGRAPHY IMAGING SYSTEM

The basic principle of microwave tomography is to reconstruct the image of an object in terms of dielectric properties, such as dielectric constant \( \varepsilon_r \) or dielectric contrast \( s \), from the data of the scattered microwave field measured around the object with microwaves incident from different angles creating multi-views of the object. To realize the microwave tomographic imaging, it requires the hardware for multi-view data acquisition and image display, and the technique for image reconstruction [4]. The hardware for microwave tomography system may include the circuits for microwave signal generation and detection, antennas for microwave signal transmitting and receiving, and a PC. The antennas are usually placed in a background medium, which could be a matching medium or natural air. A microwave tomography system developed for industrial process imaging is presented below.

![Fig.1 Diagram of the microwave tomography system](image)

A. System Setup

The microwave tomography system setup used in this paper is shown in Fig.1. It uses 16 monopole antennas arranged in a circular configuration around the object being imaged in air. An example setup of the antennas around a circular acrylic pipe is shown in the photo inserted in Fig.1. A VCO is used for microwave generation, and a voltage is applied to set the operating frequency to be 1GHz with an output power of 10dBm. A different operating frequency may be obtained by varying the applied voltage. Amplitude and phase detectors are employed for measurements, serving similar functions to a vector network analyser [41]. A 2x16 multiplexer is implemented for the control of microwave transmission. The measurement scheme adopted in the system is to set each of the 16 monopole antennas as a transmitting antenna in turn and assign the remaining 15 monopole antennas as receiving antennas, with each measurement taking less than 0.2ms. This creates a set of 240 transmit-receive combinations with the measured scattered electric fields, \( E_{t,m}^{s,\text{meas}} = E_{t,m}^{\text{obj,meas}} - E_{t,m}^{\text{inc,meas}} \), where \( t=1, 2\ldots T \) and \( m=1, 2\ldots M \) with \( T=16 \) and \( M=15 \), \( E_{t,m}^{\text{obj,meas}} \) and \( E_{t,m}^{\text{inc,meas}} \) are the total electric fields in the presence and absence of the object respectively. The system is therefore first calibrated with 240 transmit-receive measurements in the absence of object. Due to the reciprocity, only one half of the 240 transmit-receive combinations are independent. These measured scattered electric fields are used as the experimental data for image reconstruction.

The techniques for image reconstruction which involve solving both forward and inverse microwave scattering problems are described below.
B. Technique for Solving the Forward Scattering Problem

The microwave scattering by the object is generally a 3D scattering problem \[42-44\]. However, for simplicity, a 2D approximation is adopted \[45, 46\]. In the 2D model, the object is assumed to have no variation in its relative dielectric permittivity \(\varepsilon_r\) along its axis, and the antennas are modeled as line antennas. When the \(t\)-th antenna radiates, all other antennas are considered to be absent. In addition, the object is considered to have a circular cross-section and its diameter is taken as a priori knowledge.

The 2D model is a compromise between the accuracy and temporal resolution in solving the inverse scattering problem or a compromise between the image quality and computation time in solving the forward scattering problem, which are both important for industrial process imaging.

In the 2D-model, the scattered electric field at any point \(r\) on the cross-section of the object, i.e. \(\Omega\), located on the same cross-sectional plane as the antenna due to the presence of the object can be expressed as \[42, 47\]:

\[
E'_t(r) = -k_0^2 \int_\Omega s(r')E_t(r')G_{2D}(r,r')dr',
\]

where the subscript \(t\) indicates the radiation from the \(t\)-th antenna, \(r'\) is a point on \(\Omega\), \(s(r') = \varepsilon_r(r') - 1\) is the dielectric contrast at \(r'\), \(G_{2D}(k_0\rho) = (j/4) H_0^{(2)}(k_0\rho)\) is the 2D Green’s function with \(\rho = |r - r'|\), and \(E_t(r')\) is the total electric field at \(r'\). The total electric field at any point \(r\), including \(r'\) and measurement points \(r_m\), is given by:

\[
E_t(r) = E_t^{inc}(r) + E'_t(r)
\]

(2)

where \(E_t^{inc}(r)\) is the incident electric field in the absence of the object. In the 2D-model, \(E_t^{inc}(r)\) takes the form:

\[
E_t^{inc}(r) = A_t H_0^{(2)}(k_0r)
\]

(3)

where \(A_t\) is a constant and related to the current on the \(t\)-th line antenna. In bridging the factorial difference between the theoretical model and experiment, \(A_t\) is chosen so that \(E_t^{inc}(r_m) = E_t^{inc, meas}\) with \(t = 1, 2, \ldots T\) and \(m = 1, 2, \ldots M\).

For a numerical solution, the cross-section of the object is divided into \(N = 4197\) cells. The \(n\)-th or \(n'\)-th cell, where \(n\) refers to the cell as a field point and \(n'\) as a source point, has an area of an equivalent radius of \(a_n\) \[45\] and dielectric contrast \(s_n\). In applying the Method of Moments to the discretised domain, Eqn. (1) above for the radiation from the \(t\)-th antenna is transformed to a matrix solution,

\[
[E_n] = -[Z_{nm}] [s_n] [E_m]
\]

(4)

where \([E_m]\) is a \(M \times 1\) vector formed of the scattered electric fields at receiving positions, \([E_n]\), is an \(N \times 1\) vector formed of the total electric fields at the discretised cells with \(n = 1, 2, \ldots N\), \([\text{diag}(s_n)]\) is a diagonal matrix of \(NN\) formed of the dielectric contrasts at \(n = 1, 2, \ldots N\), and \([Z_{nm}]\) is given by:

\[
Z_{nm} = \frac{jk_0 m_n}{2} J_1(k_0a_n)H_0^{(2)}(k_0r_{nm})
\]

(5)

With the consideration of \([E_n] = [E_{n'}]\), the discretisation of Eqn.(2) leads to

\[
[E_{n'}] = [E_n] + [Z_{nm}] [\text{diag}(s_n)] [E_{n'}],
\]

(6)

where \([E_{n'}]\) is an \(N \times 1\) vector formed of the incident electric fields at discretised cells, i.e. \(E_{n'}(r_m)\), with \(n = 1, 2, \ldots N\), \([I]\) is an \(N \times N\) unit matrix, the elements of \([Z_{nm}]\) are given by \[45\],

\[
Z_{nm} = \begin{cases} 
\frac{jk_0 m_n}{2} J_1(k_0a_n)H_0^{(2)}(k_0r_{nm}) & \text{if } n \neq n' \\
\frac{jk_0 m_n}{2} H_0^{(2)}(k_0r_{nm}) & \text{if } n = n'
\end{cases}
\]

Hence,

\[
[E_{n'}] = ([I] + [Z_{nm}] [\text{diag}(s_n)])^{-1} [E_{n'}],
\]

(8)

and

\[
[E_{n'}] = -[Z_{nm}] [\text{diag}(s_n)] ([I] + [Z_{nm}] [\text{diag}(s_n)])^{-1} [E_{n'}],
\]

(9)

Assuming the distribution of dielectric contrast \(s_n\) is known, the calculated scattered electric field at the position of the \(m\)-th receiving antenna for the \(t\)-th transmitting antenna would be \(E_{m,t}\) which corresponds to the measured data \(E_{m,t}\) with \(t = 1, 2, \ldots T\) and \(m = 1, 2, \ldots M\).

A study of a dielectric object with a uniform \(\varepsilon_r\) changing from 2 to 90 shows that the numerical solution would be accurate only if the diameter of the discretised cells, i.e. \(2a_n\), is less than one tenth of the wavelength in the dielectric object \(\lambda_c\) \[48\], indicating that the number of cells should be at least 100 per \(\lambda_c \times \lambda_c\) area. It should be noted that an accurate forward solution is very important in an iterative method for solving inverse problems, particularly in high contrast cases.

C. Technique for Solving the Inverse Scattering Problem

To-date there have been a good number of algorithms developed for tomographic image reconstruction including both Born-based methods and iterative methods \[8, 42, 49-61\]. Iterative image reconstruction algorithms based on Gauss-Newton method \[52\], Newton-Kantorovich method \[50, 51\], quasi-Newton method \[53\], Conjugate gradient method \[60, 61\] and sequential quadratic programming method \[55\] have all been applied in microwave tomography. These methods would have different complexity, give different rates of convenience in the iterative process, produce images of different qualities, and have different levels of sensitivity to the quality of data. Some comparisons between the methods have been made in \[54, 55\]. For practical applications, a compromise between the factors may need to be made. In the following, an improved Newton-Kantorovich is described.
The method is chosen for simplicity and effectiveness. Other methods mentioned above may also be used.

C.1 Conventional Newton-Kantorovich Method

With the consideration of a small increment in the dielectric contrast distribution $[\delta\varepsilon_n]$ in the conventional Newton-Kantorovich approach [50, 51], the differentiations of Eqn.(4) and Eqn.(6) lead to two incremental equations respectively,

$$[\Delta E_n^t] \approx [Z_m^t][\Delta(s_n^t,E_n^t)],$$  \hspace{1cm} (10) and

$$[\Delta E_n^t] \approx [Z_m^t][\Delta(s_n^t,E_n^t)].$$  \hspace{1cm} (11)

Eliminating $[\Delta(s_n^t,E_n^t)]$, gives,

$$[\Delta E_n^t] = [Z_m^t][Z_m^t]^{-1}[\Delta E_n^t].$$  \hspace{1cm} (12)

As $[Z_m^t]$ and $[Z_m^t]$ depend on the geometrical structure of the system setup, Eqn.(12) indicates that any difference in the calculated scattered electric field from its measured value is directly linked to the error in the calculated electric field inside the object. Eqn.(12) could be rearranged to,

$$[\Delta E_n^t] = [Z_m^t][Z_m^t]^{-1}[\Delta E_n^t].$$  \hspace{1cm} (13)

Equation (13) shows that amount of correction required in the internal electric field in order to meet the difference between the calculated and measured electric fields. With the approximation of

$$[\Delta(s_n^t,E_n^t)] \approx [\text{diag}(E_n^t)][\Delta s_n^t] + [\text{diag}(s_n^t)][\Delta E_n^t],$$  \hspace{1cm} (14)

in the conventional Newton-Kantorovich method [50, 51], it can be shown that

$$[\Delta E_n^t] = [D][\Delta s_n^t]$$  \hspace{1cm} (15)

where

$$[D] = -[Z_m^t][(I) + [\text{diag}(s_n^t)][Z_m^t]^{-1}[\text{diag}(E_n^t)]],$$  \hspace{1cm} (16)

with $[I]$ being the unit matrix. Eqn.(15) shows the relation between the variation of the dielectric contrast and that of the scattered electric field, or the resulted difference in the scattered electric field from the error in the dielectric contrast for each transmitting antenna $t=1,2,...T$.

Assuming $[s_n^0] = [s_n^0]_k$ is the approximate solution of $s$ at the iterative step $k$, where $k=0,1,2,...K$, an increment $[\delta s_n] = [\delta s_n]_k$ would need to be added to form a new approximate solution of $s$ at step $k+1$, i.e.

$$[s_{n+1}] = [s_n] + [\delta s_n]$$  \hspace{1cm} (17)

The increment $[\delta s_n]$ at the $k$-th iteration can be found from

$$[D(s_k)][\delta s_n] = [\Delta E_n^t]_k,$$  \hspace{1cm} (18)

where

$$[\Delta E_n^t]_k = \begin{bmatrix}
[\Delta E_n^t_{1}]
[\Delta E_n^t_{2}]
\vdots
[\Delta E_n^t_{T}]
\end{bmatrix},$$

and

$$[D(s_k)]_k = \begin{bmatrix}
[D(s_k)]_{k-1}
[D(s_k)]_{k-2}
\vdots
[D(s_k)]_{k-T}
\end{bmatrix}. $$  \hspace{1cm} (20)

with $[D(s_k)]$, given in Eqn.(16), i.e.

$$[D(s_k)] = -[Z_m^t][(I) + [\text{diag}(s_n^t)][Z_m^t]^{-1}[\text{diag}(E_n^t)(s_k)]],$$  \hspace{1cm} (21)

and $[E_{c,m}^t(s_k)]$ given in Eqn.(9), i.e.

$$[E_{c,m}^t(s_k)] = -[Z_m^t][\text{diag}(s_n^t)](I) + [Z_m^t][\text{diag}(s_n^t)][E_{c,m}^t],$$  \hspace{1cm} (22)

Equation (18) is generally ill-posed. It may be solved using various methods including singular value decomposition and Lavenberg-Marquardt (LM) method [62]. The application of LM method [62, 51, 52] with Tikhonov regularization [63] leads to the solution,

$$[\delta s_n] = [G(s_n, \alpha)][\Delta E_n^t],$$  \hspace{1cm} (23)

with

$$[G(s_n, \alpha)] = ([D^*(s_n)]([D(s_n)] + \alpha[I])^{-1}[D^*(s_n)])$$  \hspace{1cm} (24)

where $[D^*(s_n)]$ is the conjugate transpose of $[D(s_n)]$ and $\alpha$ is the regularization parameter. A typical value of $\alpha=10^{-4}$ is adopted.

C.2 Improved Newton-Kantorovich Method

In the Newton-Kantorovich method above, $[D(s_k)]$, in Eqn.(21) involves the computation of $[E_{c,m}(s_k)]$ using Eqn.(8) which is then re-arranged to form $[\text{diag}(E_{c,m}(s_k))]$. However, the difference between the calculated and measured scattered electric fields in Eqn.(13) indicates that a better approximation to the calculated scattered electric field would be,

$$[E_{c,n}(s_k)] = [E_{c,m}(s_k)] + [\Delta E_n(s_k)],$$

$$= [E_{c,m}(s_k)] + [Z_m^t][Z_m^t]^{-1}[\Delta E_n^t(s_k)].$$  \hspace{1cm} (25)

Hence, the accuracy of $[D(s_k)]$, and the speed of reconstruction could be improved by replacing it with
One application of the microwave tomography system is the imaging of solid or granule flows in a pipeline. Pneumatically conveyed solid or granule flows often occur in food, chemical, pharmaceutical industries and also in coal-fired power plants. Figure 3 shows the imaging of granules in three typical flow patterns. The granule substance is statically placed in a circular plastic pipe of 15cm in diameter. It is made of dry corn granules of sizes between 500μm and 2000μm and water by means of weighing and mixing to obtain required moisture of m_w=15% in weight. The dielectric constant of dry corn granules has a typical value of 1.8 [64], while the dielectric constant of the wet corn granule substance depends on its moisture which may be estimated using mixing formulas with ε_r,water=80 [65, 66]. Dielectric properties of grains and agricultural products may also be found in the work by Nelson et al. [67-69].

The first flow pattern has a flat boundary between the granule substance and air as shown in Fig.3(a). The granule substance in red occupies one half of the pipe cross-section with a 35° tilt angle, and air occupies the remaining area. The reconstructed image of the corresponding flow pattern in terms of the normalized dielectric contrast s/s(m_w=15%) is shown in Fig.3(b) where s(m_w=15%) is the dielectric contrast of the formulated granule substance with a moisture content of m_w=15%. By choosing the normalized dielectric contrast function to plot, the variation of the dielectric property is mapped to the range between zero and unity. In Fig.3(b), the reconstructed area of granule substance is represented and shown in red with a normalized dielectric contrast of unity, and the area of air in blue with a normalized dielectric contrast of zero. The tilt angle can be clearly seen from the reconstructed image. The second flow pattern has the granule substance (red) distributed at the centre of the pipe and surrounded by air (blue), as shown in Fig.3(c). Its corresponding reconstructed image in terms of s/s(m_w=15%) is shown in Fig.3(d). The concentration of the granule substance towards the centre of the pipe can be seen from the image, but the centre of the granule concentration is slightly off the centre of the pipe. This deviation from the model reflects the actual position of the granules in the experiment. The third flow pattern has a large air bubble column (blue) embedded in the granule substance which occupies a majority of the pipe cross-section, as shown in Fig.3(e). The reconstructed image of the flow pattern in terms of s/s(m_w=15%) is shown in Fig.3(f). The position and size of the air bubble can be seen from the reconstructed image. These examples show that qualitative imaging of flow patterns may be made using the microwave tomography system.

III. EXAMPLES OF INDUSTRIAL PROCESS IMAGING

In this section, some potential applications of microwave tomography for industrial process imaging are illustrated. This is demonstrated experimentally using several practical imaging examples. As the substances involved have low conductivity or dielectric losses, the dielectric contrast and relative permittivity are dominated by real parts. Hence, only real value images are presented. As a result of 2D approximation, the images obtained represent the average dielectric properties in the axial direction in the case that there is an axial variation.

A. Imaging of Granule Substance in Different Flow Patterns

[Image of Err parameter of the reconstruction of a 10cm diameter object with ε_r=2 against the iteration number]

Fig.2 Err parameter of the reconstruction of a 10cm diameter object with ε_r=2 against the iteration number
<table>
<thead>
<tr>
<th>Flow Pattern Description</th>
<th>Static Model</th>
<th>Reconstructed Image</th>
</tr>
</thead>
<tbody>
<tr>
<td>Granule substance of $m_w=15%$ (red) with a flat boundary interfaced with air (blue)</td>
<td><img src="a" alt="Image" /></td>
<td><img src="b" alt="Image" /></td>
</tr>
<tr>
<td>Granule substance of $m_w=15%$ (red) at the centre of the pipe surrounded by air (blue)</td>
<td><img src="c" alt="Image" /></td>
<td><img src="d" alt="Image" /></td>
</tr>
<tr>
<td>An air bubble (blue) surrounded by granule substance of $m_w=15%$ (red)</td>
<td><img src="e" alt="Image" /></td>
<td><img src="f" alt="Image" /></td>
</tr>
</tbody>
</table>

Fig.3 Image reconstruction of three typical flow patterns: (a) Granule substance with a flat boundary interfaced with air, (b) Granule substance at the centre of the pipe surrounded by air (blue), and (c) an air bubble surrounded by granule substance. The granule substance has $m_w=15\%$.

### B. Imaging of Granule Substances with Different Moisture Contents

A further investigation from above is to include different granule substances. Figure 4 shows the imaging of corn granule substances of different moisture contents with the flat granule-air boundary model as shown in Fig.4(a). The pipe remains the same as above. The formulated granule substances are have a moisture content of $m_w=10\%$, $20\%$ and $30\%$ respectively. The granule substance in red occupies approximately one half of the pipe cross-section with a $35^\circ$ tilt angle in the model, and air occupies the remaining area. The reconstructed images for these three cases in terms of the normalized dielectric contrast $s/(s(m_w=10\%))$, $s/(s(m_w=20\%))$ and $s/(s(m_w=30\%))$ are shown in Figs.4(b)-(d) respectively, all with values in the range between 0 and 1, where $s(m_w=10\%)$, $s(m_w=20\%)$, and $s(m_w=30\%)$ are the dielectric contrasts of the formulated granule substances with moisture contents of $m_w=10\%$, $m_w=20\%$ and $m_w=30\%$ respectively. In each image, the reconstructed area of its corresponding granule substance is shown in red with a normalized dielectric contrast of unity, and the area of air in blue with a normalized dielectric contrast of zero. The tilt angle can be seen from all three reconstructed images. However, the reconstructed image for $m_w=30\%$ has a slightly larger tilt angle. This difference from the model reflects the actual position of the granule substance at the experiment. It also shows the effectiveness of the microwave tomography system in differentiating the angular variation of the object being imaged as well as the dielectric contrast.

Figure 5 shows the imaging of corn granule substances with moisture contents of $m_w=10\%$, $20\%$ and $30\%$ with a distribution model shown in Fig.5(a). The pipe is the same as above. The reconstructed images are presented in the form of $f(\varepsilon_i)=(\varepsilon_i-1)/\varepsilon_i(m_w=10\%)$, taking the relative permittivity $\varepsilon_i(m_w=10\%)$ as the denominator for normalization, so that $f(\varepsilon_i=1)=0$ in the case of air represented in blue. The reconstructed images for the granule substances with $m_w=10\%$, $20\%$ and $30\%$ are shown in Figs.5(b), (c) and (d) respectively. The use of the color scheme not only shows the locations of the granule substances, but also gives the level of the relative permittivity. A comparison between Figs.5(b), (c) and (d) shows that as the moisture content increases, the relative permittivity increases. This can be clearly seen from the images. The capability of the microwave tomography system as a tool for qualitative imaging is again illustrated.

<table>
<thead>
<tr>
<th>Model</th>
<th>Reconstructed Image</th>
</tr>
</thead>
<tbody>
<tr>
<td>$m_w=10%, 20%, 30%$</td>
<td><img src="a" alt="Image" /></td>
</tr>
<tr>
<td>$m_w=10%, s/(s(m_w=10%)$</td>
<td><img src="b" alt="Image" /></td>
</tr>
<tr>
<td>$m_w=20%, s/(s(m_w=20%)$</td>
<td><img src="c" alt="Image" /></td>
</tr>
<tr>
<td>$m_w=30%, s/(s(m_w=30%)$</td>
<td><img src="d" alt="Image" /></td>
</tr>
</tbody>
</table>

Fig.4 Image reconstruction of granule substances with a flat boundary interfaced with air and three different moisture contents: (a) the distribution model, (b) $m_w=10\%$, (c) $m_w=20\%$ and (d) $m_w=30\%$. 

6
Should the effective relative constant values of the granule substances are obtained from the images in Figs.5(b), (c) and (d) to provide quantitative imaging, the value for m_0=10% is approximately 2.22, and those for m_0=20% and 30% are approximately 2.44 and 2.67 respectively. Their corresponding values from the corn-water two-substance mixing formula are 2.4, 3.4 and 4.7 respectively [65, 66]. The differences come from at least three sources: (i) the system’ error in providing accurate relative dielectric constant values, (ii) an error resulted from the approximation of the mixing formula, (iii) the fact that the object is not a corn-water two-substance mixture, but a corn-water-air three-substance mixture where the air voids can contribute to make the effective dielectric constant lower. While the exact sources of error are uncertain, from the engineering point view, the imaging in Figs.5(b), (c) and (d) can be taken as calibrations or system’s learning to establish an experimental relation between the appearing dielectric constant and moisture content for this specific application, as shown in Fig.6. This curve would be sufficient to monitor the moisture content of corn granules in a drying process from the images obtained and estimate its moisture content in the range between 30% and 0%.

### imaging of a Substance with State Change

Some of the industrial processes may involve a substance that changes its physical state during the process. The physical state may change from solid to liquid, liquid to gas or vice versa as temperature or pressure varies. To demonstrate the observation of state change of a substance, a cylindrical ice column of 3cm in diameter shown in Fig.8(a) is used in imaging. The ice column with \( \varepsilon_{\text{ice}}=4 \) is placed into a horizontal plastic pipe of the same inner diameter at normal atmospheric pressure and room temperature. The pipe thickness is 1mm. The ice naturally melts into water with \( \varepsilon_{\text{water}}=80 \) as time elapses. Figures 8.(b)-(l) shows a selection of the images captured in the process during a period of 12 hours. The images are plotted in terms of \( (\varepsilon_{\text{water}}-\varepsilon_{\text{ice}})/\varepsilon_{\text{water}} \) so that zero value or blue indicates ice state, red the water state, and any color

![Fig. 6 Experimental relation between the appearing dielectric constant and moisture content](image)

![Fig. 5 Reconstruction images of granule substances with moisture contents presented in the form of \( f(\varepsilon_c)=(\varepsilon_r-1)/\varepsilon_r(m_0=10\%) \): (a) the distribution model, (b) m_0=10%, (c) m_0=20% and (d) m_0=30%](image)

### Imaging of Powder Flow in a Pipe

Figure 7 illustrates the imaging of powder flow in a horizontal plastic pipe of 3cm in diameter. The powder is made of dry wheat flour. It has a dielectric constant \( \varepsilon_r=1.6 \) approximately [64], and flows from right to left. The imaging position, where the microwave tomography system is placed, is at the right-end of Fig.7(a). Images are produced continuously one after the other [70]. As time progresses, a total of 200 images including Figs.7(b)-(g) are obtained, and they are stacked up to form a 3D image with the 1st image on the most left and the 200th image on the most right which maps the direction of flow. A physical mapping between the image number and the actual position from the right-end of the pipe could be made if the flow speed is known. The stacked 3D image could give a direct view of flow variation in time. For instance, by taking a vertical cut along the centre axis of the stacked 3D image, a density distribution on the corresponding vertical plane of the pipe along the centre axis can be observed, as shown in Fig.7(a) where a color scale is adopted so that red indicates the 100% occupation of the powder and blue 0% occupation. The imaging results indicate that the powder flows initially with a varying but low density across the whole pipe cross-section (Figs. 7(b) and (c)). It then stops (Fig. 7(d)). This is followed by an increased amount of powder flow with powder concentrating at the bottom part of the horizontal pipe and dispersing upwards (Fig. 7(e)). The powder flow stops again before a larger amount of powder flows which occupies almost 50% of the pipe cross-section on the bottom part of the pipe (Figs. 7(f) and (g)). For qualitative imaging, the characteristics of flow can be observed from these images. For quantitative imaging, the density of the powder flowing in the pipe could be estimated from the dielectric contrast shown on the image. It is noted that both flow pattern and quantity are important for industrial process control and optimization.

#### Table 1: Reconstructed image of the granule substance under test, \( f(\varepsilon_c)=(\varepsilon_r-1)/\varepsilon_r(m_0=10\%) \)

<table>
<thead>
<tr>
<th>Model</th>
<th>Reconstructed image of the granule substance under test, ( f(\varepsilon_c)=(\varepsilon_r-1)/\varepsilon_r(m_0=10%) )</th>
</tr>
</thead>
<tbody>
<tr>
<td>m_0=10%, 20%, 30%</td>
<td></td>
</tr>
<tr>
<td>(a)</td>
<td><img src="image" alt="Image" /></td>
</tr>
<tr>
<td>(b)</td>
<td><img src="image" alt="Image" /></td>
</tr>
<tr>
<td>(c)</td>
<td><img src="image" alt="Image" /></td>
</tr>
<tr>
<td>(d)</td>
<td><img src="image" alt="Image" /></td>
</tr>
</tbody>
</table>
in-between the intermediate state or the mixture of water and ice.

Figure 8(b) is the image of the initial state of ice. Figure 8(c) shows that the ice starts to melt from the bottom left of the ice cross-section. It then progresses along the left side and bottom part of the ice cross-section and also towards the right side (Figs. 8(d)). The amount of ice melting progressively increases, and so is the amount of water (Figs. 8(e)-(h)) which naturally flows towards the bottom of the pipe. The amount of ice floating on the top part of the pipe cross-section progressively reduces (Figs. 8(i)-(k)). Figure 8(i) shows that only a small piece of ice remains at the stage of imaging, which floats on the top of the pipe cross-section. In Fig. 8(k) it shows that the ice has melted almost completely, and water occupies a major area of the pipe cross-section above the bottom with ice-water mixture on the remaining area. Figure 8(l) shows that the ice melts completely after 12 hours.

Fig. 7 Imaging of powder flow in a horizontal pipe

Fig. 8 Imaging of state change of ice (a) into water and selected images in sequence from (b) to (l)

IV. DISCUSSION AND CONCLUSIONS

Over the past three decades, there has been a significant development in microwave tomographic imaging techniques, algorithms and systems for medical scanning and industrial process monitoring applications. In this paper, we focus ourselves on the investigation of the latter.

For medical imaging, to achieve high image quality or spatial resolution is the ultimate aim. The reconstruction time is of secondary importance. However, for industrial process imaging, high image quality and high temporal resolution are equally important, particularly for applications involving high speed processes, flows or rapid reactions, even though a compromise between them
may sometimes need to be made. Although the reconstructed images may be presented in colors with their corresponding quantitative dielectric contrast or permittivity values, qualitative images showing the distributions, patterns or shapes may be sufficient in many applications. Quantitative images would of course be more informative, from which other physical parameters such as density, moisture content and phase fraction may be further derived.

As a result of the development in microwave electronics in recent years, a microwave tomography system could be designed to be portable and produce high quality images in real time for process monitoring applications in oil, chemical, pharmaceutical and food industries. Example applications of the microwave tomography system for the imaging of granule substances, powder flow and state change of ice to water have demonstrated the potential of technology for these applications. As with other imaging modalities, it is envisaged that microwave tomography as a technique or a system will increasingly find its way into processing, manufacturing, packaging and other industrial sectors in the years to come to improve product quality, efficiency and productivity, coupled with the new developments in the Internet of Things, Industry 4.0 in Europe, and Made-in-China 2025 Initiative in China.

ACKNOWLEDGEMENT

Respectively the authors would like to thank all former colleagues, research associates and postgraduate students who had contributed to the study of microwave tomography at UMIST and the University of Manchester, the National Natural Science Foundation of China (No. 61320106004) and CAS Interdisciplinary Innovation Team for their supports. The authors would also like to thank Dr A. T. Nuroho for producing the results shown in Fig.2.

REFERENCES