Cement interface and bone stress in total hip arthroplasty: relationship to head size

DOI: 10.1002/jor.24052

Document Version
Accepted author manuscript

Link to publication record in Manchester Research Explorer

Citation for published version (APA):

Published in:
Journal of Orthopaedic Research

Citing this paper
Please note that where the full-text provided on Manchester Research Explorer is the Author Accepted Manuscript or Proof version this may differ from the final Published version. If citing, it is advised that you check and use the publisher's definitive version.

General rights
Copyright and moral rights for the publications made accessible in the Research Explorer are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

Takedown policy
If you believe that this document breaches copyright please refer to the University of Manchester’s Takedown Procedures [http://man.ac.uk/04Y6B0] or contact uml.scholarlycommunications@manchester.ac.uk providing relevant details, so we can investigate your claim.
Cement interface and bone stress in total hip arthroplasty: relationship to head size

M.T. Alonso-Rasgado¹, J.F. Del-Valle-Mojica¹, D. Jimenez-Cruz¹ C.G. Bailey², T.N. Board³

¹Bioengineering Research Group, School of Materials, The University of Manchester, Manchester, United Kingdom.
²Queen Mary University of London, London, United Kingdom
³Wrightington Hospital, Wigan and Leigh NHS Foundation Trust, Lancashire, United Kingdom.

Author contribution:
All the authors contribute equally to this paper.

Corresponding Author:
Professor M.T. Alonso-Rasgado¹
Professor of Biomaterials
School of Materials
University of Manchester
Pariser Building
Manchester
M13 9PL
UK
Tel: 0161 306 3857
email: teresa.rasgado@manchester.ac.uk
Abstract

The use of larger prosthetic femoral heads in total hip arthroplasty (THA) has increased considerably in recent years in response to the need to improve joint stability and reduce risk of dislocation. However, data suggests larger femoral heads are associated with higher joint failure rates. For cemented implants, ensuring the continued integrity of the cement mantle is key to long term fixation. This paper describes an investigation into the effect of variation in femoral head size on stresses in the acetabular cement mantle and pelvic bone. Three commonly used femoral head sizes: 28 mm, 32 mm and 36 mm diameter were investigated. The study was undertaken using a finite element model validated using surface strains obtained from Digital Image Correlation (DIC) during experimentation on a composite hemipelvis implanted with a cemented all-polyethylene acetabular cup.

Following validation, the models were used to investigate stresses in the pelvic bone and acetabular cement mantle resulting from two loading scenarios; an average weight subject (700 N) and an overweight subject (1000 N) undertaking a single leg stand.

We found that the highest peak stresses occurred in the anterosuperior and posterosuperior regions of the bone-cement interface, in the line of action of the load, where debonding usually initiates. Stress on the cortical bone-cement interface increased with femoral head diameter by up to 9% whilst stresses in the trabecular bone remained relatively invariant. Our findings may help to explain higher joint failure rates associated with larger femoral heads.

**Number of words: 242**

**Key Words:** finite element, total hip arthroplasty, femoral head, cement mantle
Introduction

Total hip arthroplasty (THA) is a highly effective method for the treatment of a variety of hip pathologies such as osteoarthritis and avascular necrosis of the femoral head [1]. In the UK alone, The National Joint Registry for England, Wales and Northern Ireland (NJR), reported that a total of 890,681 THA were performed between 2003 and 2016, making THA the second most common joint surgery during that period [2].

Between 2003 and 2016 the use of larger femoral head sizes with cemented and cementless acetabular cups gained popularity in the UK [1, 2, 3]. Larger femoral heads are used by surgeons in order to increase joint stability and reduce the risk of dislocation [1, 4, 5]. In 2003, the standard head size of 28 mm was used in 73% of hip replacement procedures in the UK; this number fell to 29% in 2016. Femoral head sizes of 32 or 36 mm were used in a combined total of 5.5% of all hip replacement procedures in 2003; by 2016 this figure had risen to 70% [2, 3]. Despite improvements in joint stability and reduced risk of dislocation, it has recently been reported that, for cemented acetabular cups, 36 mm femoral heads appear to be associated with higher joint failure rates than smaller heads [2].

Reasons for revision following primary hip surgery include femoral or acetabular component loosening, dislocation, periprosthetic fracture and infection. The integrity of the acetabular component, for cemented implants, depends on the integrity of the cement mantle [6]. Failure of the mantle may lead to aseptic loosening of the acetabular component, one of the main causes of implant failure [6,7]. Failure generally initiates as demarcation and fibrous tissue formation at the cement-bone interface, most commonly observed as radiolucent lines on radiographs in the superior portion of the acetabular rim where the largest stresses in the bone and cement occur [8,9], zone 1 of the DeLee and Charnley system [8]. The demarcation
region at the bone-cement interface is associated with subsequent bone resorption that leads to cup migration and final gross-loosening [7, 10]. Higher stresses within the cement mantle will decrease its life under cyclic loading with failure occurring at the region of greater stress [7,11].

The mechanical behaviour within the cement mantle and at the bone-cement interface, where debonding usually initiates [6], is affected by multiple factors including cement thickness [7,12], acetabular cup outer diameter [12, 13], cup penetration [7, 13, 14] and inclination angle [13, 14], bone quality [12], body mass index [12] and femoral head size [12,15].

To date, investigations into the use of different femoral head sizes in THA have focussed primarily on joint stability aspects [16] with limited research undertaken into the effect of head diameter on stress distribution in the cement mantle and pelvic bone. Hoeltzel et al [16] determined the effect of femoral head size on the deformation of ultrahigh molecular weight polyethylene acetabular cups. They found that peak strain values on the surface of the acetabular cup increased with increasing femoral head size above 26 mm. Based on this, the authors predicted a maximum tensile stress level of 7.75 MPa in the cement mantle.

Lamvohee et al [12] used finite element reconstructed hemi-pelvis to investigate the effect of prosthetic femoral head implant sizes of 22 and 28 mm on the stresses developed in the acetabular cup and in uniform thickness cement mantles for different bone qualities. They found that the tensile stress in the cement mantle increased by 17 – 23% when the larger femoral head (28 mm) was employed, compared to the smaller head (22 mm), whereas stresses in the acetabular components decreased.

In order to address the current gap in knowledge regarding larger femoral head sizes and
acetabular component integrity in cemented THA, this paper investigates the effect on stresses in the acetabular cement mantle and pelvic bone of using three femoral head sizes, 28 mm, 32 mm and 36 mm diameter, in THA. Two loading scenarios were considered, a person of average weight (700 N) and an overweight person (1000 N) undertaking a single leg stand.

Materials and methods

Three Finite Element (FE) models simulating femoral head sizes of 28 mm, 32 mm and 36 mm diameter were developed from Computed Tomography (CT) scan data of an artificial hemipelvis implanted with a cemented acetabular cup. The models were validated with experimental work which consisted of comparing predicted surface strains from the 36 mm femoral head FE model with corresponding strains obtained experimentally on a fourth generation Sawbones® composite hemipelvis, loaded to simulate the one leg stand activity of an average patient with a body weight of 700N. Following validation, the models were used to investigate stresses in the pelvic bone and (non uniform thickness) acetabular cement mantle for the three femoral head sizes under two loading scenarios; an average weight subject (700 N) and an overweight subject (1000 N) undertaking a single leg stand. Figure 1 summarises the methodology used for this study.

Three main regions, A1 and A2 at the pelvic bone and A3, the cement mantle interfaces, were considered in the stress analysis (Figure 2). Regions A1, A2 correspond to the superior and anterior periacetabular areas respectively. The periacetabular bone region is located within the predominant area of the reaction force transfer at the hip joint [14]. Region A3 constitutes the acetabular cement mantle interfaces (bone-cement-cup), which fix the implant to the pelvic bone; this region is where bone-implant load transfer occurs [17, 18]. Failure at
the bone-cement interface in this region can lead to aseptic loosening of the acetabular component and ultimately implant failure [14].

**Finite Element Model**

Three FE models were constructed from CT scan data of an artificial composite fourth generation Sawbones® (AG, Sweden) hemipelvis implanted with a cemented all-polyethylene acetabular cup with an outer diameter of 50 mm and inner diameter of 36.5 mm to accommodate a 36 mm femoral head (Figure 3(a)).

Firstly, segmentation masks for the pelvic bone and cement mantle were created from the CT scan data (vol files) using 3D visualisation and analysis software (Avizo (FEI Visualization Sciences Group, Berlin, Germany). The mask for the hemipelvis included both the cortical and trabecular bone sections and was exported as a set of 485 CT slices with a thickness of 0.5 mm, transverse resolution of 400 x 400, and pixel size of 0.5 x 0.5 mm. The non uniform thickness cement mantle mask was exported as a separate set of 181 CT slices of the same thickness, and resolution as the hemipelvis mask. Each set of CT slices was imported into 3D image segmentation and processing software in order to generate the 3-D surface of the cortical and trabecular bone regions and the cement mantle (Figure 3(b)).

The cortical and trabecular bone and cement mantle 3-D geometries were then exported in IGES file format and imported into Abaqus 6.13 (Dassault Systemes, RI, USA). The acetabular cup and femoral head geometries were created in Abaqus 6.13 (Figure 3(c,d)) and the full model then assembled and meshed (Figure 3(e)). The cement mantle, cortical and trabecular bone were meshed with quadratic tetrahedral elements (C3D10) as this type of element produces meshes that better represent complex geometries such as bony structures.
The acetabular cup and femoral head were meshed with quadratic hexahedral elements (C3D20R) as both components are of regular geometric shape and so can be accurately represented using hexahedral elements. Hexahedral elements are recommended whenever possible to avoid distorted meshes.

**Boundary conditions**

The hemipelvis was fully fixed with displacements/rotations defined as zero in all directions (Figure 4) at the sacro-iliac joint and pubis symphysis [7,14,19,20]. The cement-bone and cement-cup interfaces were considered as fully bonded [21]. The contact between femoral head and acetabular cup was defined as a surface-to-surface contact interaction with frictionless tangential behaviour [14,20]. A load of 1800 N was applied as a concentrated force at the central node of the femoral head to simulate the peak reaction force (RF) at the hip joint during a one leg stand activity for the average subject [22].

**Materials**

The FE model considered composite synthetic fourth generation Sawbones® cortical and trabecular bone; the mechanical properties of the synthetic bone were provided by the manufacturer. Cross linked ultra high molecular weight polyethylene (UHMWPE), steel and acrylic bone cement were also considered in the model for the acetabular cup, femoral head and cement mantle, respectively. Linear and elastic isotropic behaviour was assumed for all the materials. The properties of the acrylic bone cement, UHMWPE, and steel were assigned in accordance with those reported in the literature [17,18] (Table S-1, see Supplementary Material) shows all the material properties used in the models.

**Mesh sensitivity**

To ensure accuracy of the results, a mesh sensitivity analysis was first undertaken. The
analysis consisted of altering the density of the tetrahedral element mesh (C3D10) in the bone and (non uniform thickness) cement mantle and the density of the hexahedral elements (C3D20R) in the implant head and acetabular cup for the three head sizes (28 mm, 32 mm and 36 mm) for the loading condition of an average subject undertaking a one leg stand.

The stress predicted in the bone and cement mantle was compared for three different mesh densities: coarse, medium and fine (Table S-2, see Supplementary Material). The medium mesh density was chosen for all components as the predicted stresses in the bone and cement mantle varied by less than 1% compared with the fine mesh.

Validation of the finite element model: experimental work

To validate the FE model, experimentation was undertaken on a fourth generation Sawbones® composite hemipelvis. A cemented all-polyethylene acetabular cup with a 50 mm inner and 36.5 mm outer diameter was implanted in the composite hemipelvis by an orthopaedic surgeon. Application of a reaction force of 1800 N at the hip joint corresponding to a one leg stand activity of an average subject with a body weight of 700 N was then simulated using a stainless-steel ball bearing of 36 mm diameter and Digital Image Correlation (DIC) was used to record vertical surface strains. For validation purposes and to ensure accurate Digital Image Correlation (DIC) vertical surface strain measurements, two sub-regions A1-1 (300 mm²) and A1-2 (250 mm²) were defined within region A1 (1330 mm²), the superior periacetabular area of the hemipelvis (Figure 2).

Experimental setup

Loading was applied using a single column universal materials testing system (Instron 3342,
Instron, MA, USA). The loads at the inner surface of the acetabular cup were applied using a 2 kN load-cell using a 36 mm stainless-steel ball bearing attached by employing a custom-made steel taper (Figure 5(a)). A holding device consisting of a clamp for the fixation of the sacro-iliac joint (Figure 5(a)), and a support for fixation of the pubis symphysis (Figure 5(b)) was used to position and secure the synthetic hemipelvis. The position of the hemipelvis was set in order to apply the load at an angle of 6.5º as shown in Figure 4(b). A system consists of an array of two 5 megapixels cameras with a 12 mm focal length, computer interface for data acquisition and data processing software (Figure 5(a)) was used to obtain the vertical surface strains of the pelvic bone.

**Experimental procedure:**

A speckle pattern was created over the surface of the synthetic hemipelvis by applying black paint sprayed sparsely over a previously painted base layer of white paint. Once the speckle pattern was created, the synthetic hemipelvis was secured in the universal machine using the holding device and its position was adjusted so that the compressive axial load applied at the inner surface of the acetabular cup by the stainless-steel ball bearing was at an angle of 6.5º [22] with the vertical axis as shown in Figure 4(b).

Before measurements were taken, the DIC system was calibrated following the guidelines provided by manufacturer [23]. The cameras were then positioned to capture the image data at regions A1-1 and A1-2 at a distance of 280 mm from the test hemipelvis. Loading from 1200 N to 1800 N was applied in increments of 200 N; the loading cycle was repeated a total of 10 times.

Prior to each load application, an image of the initial state (unloaded/non-deformed); was captured. The load was then applied with a displacement control of 1 mm/min. Once the set
load was reached, a 3 minutes waiting period was observed for the system to stabilise, after which an image of the final state (loaded/deformed) was recorded. When all the measurements for regions A1-1 and A1-2 were completed, the cameras were positioned to take measurements at region A2. The cameras were set at the same distance from the subject as for the measurements of region A1-1 and A1-2 and the same procedure of loading and image data recording was followed.

Data Processing

Once the image data of the initial and final states for regions A1-2, A1-2 and A2 was recorded for each load application, computation of the image data of was carried out in Aramis V6.1 (GOM Ltd, Athlone, Ireland), the software used for data capture and processing for the Digital Image Correlation (DIC) system. To compute the vertical surface strains, a strain computation mask with quadrangular facets of 20 pixels x 20 pixels and a step between facets of 10 pixels was created over the surface of the composite hemipelvis. A linear strain computation algorithm in Aramis V6.1 was used to calculate the vertical surface strains.

An average noise filter was applied to the post-processed data to eliminate any possible measurement noise. The average vertical surface strain within regions A1-1, A1-2 and A2 was calculated using the statistic tool within Aramis V6.1; the value was recorded for each of the 10 measurements taken for each load (1200 N, 1400 N, 1600 N, 1800 N), and the average of the 10 measurements was calculated and used to compare against the FE model predictions.

The repeatability of the experimental measurements was evaluated by calculating the coefficient of variation (CV) for the measurements for regions A1-1, A1-2 and A2. A
maximum CV of 5% was calculated for regions A1-1, A1-2 and A2. The mean and standard deviation (Std. Dev.) was calculated for the ten vertical surface strain measurements taken at each load. The CV for each load case for all regions was then determined by calculating the ratio of the respective Std. Dev. to the mean.

*Contact area validation between stainless-steel ball bearing and inner surface of acetabular cup*

In order to investigate the contact pattern between the stainless-steel ball bearing and the inner surface of the acetabular cup, a thin layer of pigmented paste, commonly used to detect high spots on mating surfaces, was applied over the surface of the stainless-steel ball bearing. A load of 1800 N was applied at the inner surface of the cup as previously described. After the loading, a well-defined contact pattern was visible on the inner surface of the acetabular cup Figure 6.

Once the FE model with the 36 mm femoral head was validated, the 32 mm and 28 mm femoral head models were created by modifying the inner diameter of the acetabular cup from the 36 mm femoral head model to accommodate the smaller head sizes (Table S-3, see Supplementary Material). An investigation into the pelvic bone and cement mantle interfaces stresses (A1, A2, and A3) was then undertaken for the three femoral head sizes for loading conditions corresponding to average and overweight subjects undertaking a single leg stand. For the overweight subject, a load of 3600 N was applied to simulate the peak reaction force during the activity [22].
Results

To aid analysis of the results from the bone-cement-cup interface each interface was divided into four quadrants, anterosuperior (1), posterosuperior (2), anteroinferior (3) and posteroinferior (4), of equal area of 1,120 mm².

FE Model Validation: Vertical surface strains in regions A1 (A1-1, A1-2) and A2:

Table 1 and Table 2 show a comparison of the average vertical surface strains obtained from the FE model and experimental data at the superior A1 (A1-1, A1-2) and anterior A2 periacetabular regions, respectively. Good agreement was obtained between FE model predictions and experimental data, model predictions were within 5% of experimentally determined values in all cases. Figure 7 shows the femoral head force-displacement curve for the numerical and experimental models where upon inspection it can be seen that model predictions match experimental values closely, with the largest difference being around 4%.

In addition, a comparison was undertaken between the femoral head-acetabular cup contact area predicted by the FE model and that determined from the experimentation. Good agreement was obtained between the two: the FE model predicted a contact area of 393 mm² compared to 373 mm² ascertained from the experimentation, a difference of 5.3%.

Bone stress.

Pelvic bone: Regions A1 and A2
Figures 8 and 10 show a comparison between predicted average von Mises stresses in the pelvic bone regions for the three femoral head sizes (28 mm, 32 mm, and 36 mm) for an average weight and overweight subject respectively. From these figures it can be seen that the highest average von Mises stresses occurred in the cortical bone of region A1, for the three femoral head sizes in both scenarios considered. For the 28mm and 32mm femoral heads, average von Mises stresses was 2.8 and 5.7 MPa in the cortical bone of region A1 for average and overweight subject respectively, for the 36 mm femoral head it was 2.9 and 5.8 MPa. The next highest stresses occurred in the cortical bone of region A2, 2.0 MPa (average subject) and 4.0 MPa (overweight subject) for all three femoral head sizes. Average von Mises stress was lower in the trabecular bone, 0.4 and 0.2 MPa (average subject) and 0.7 and 0.5 MPa (overweight subject) in regions A1 and A2 respectively, for all three femoral head sizes investigated. In general, the stress in regions A1 and A2 increased by approximately 100% in the overweight patient model.

**Cement interfaces: bone-cement and cup-cement**

A comparison of the predicted von Mises stresses on the two cement interfaces (bone-cement and cement-cup) for the three femoral head sizes considered are shown in Figures 9 and 11 for average and overweight subjects respectively. The highest stresses occurred in the cortical bone-cement interface in the superior quadrants (anterosuperior and posterosuperior) for both scenarios (average and overweight subject) and for all three femoral head sizes considered. For the average weight subject stresses on the cortical bone-cement interface range between 2.8-3.0 MPa for the anterosuperior quadrant and 2.6-2.8 MPa in the posterosuperior quadrant. In the case of the overweight subject stresses on the cortical bone-cement interface range between 5.8-6.3 MPa for the anterosuperior quadrant and 5.4-5.6 MPa in the posterosuperior quadrant.
quadrant. Lower stresses were founded in the inferior quadrants (anteroinferior and posteroinferior) for all cases, with the lowest stress occurring in the trabecular bone-cement interface. In general, stresses increased with increasing femoral head diameter. Stresses in the cement-cup interface were generally higher than the stress in the trabecular bone-cement interface (by 17.6%, 17.6% and 11% for the 28mm, 32mm and 36mm head sizes respectively for the average weight patient and by 14.7%, 11.4% and 14.3% for the 28mm, 32mm and 36mm head sizes respectively for the overweight patient) but lower than those in cortical bone-cement interface (by 23%, 24% and 28.6% for the 28mm, 32mm and 36mm head sizes respectively for the average weight patient and by 27.8%, 29.5% and 28.6% for the 28mm, 32mm and 36mm head sizes respectively for the overweight patient).

Figure 12 shows how bone-cement-cup interface stress in the superior quadrants varies with loading condition and femoral head diameter. In general, stress increased slightly on both interfaces with femoral head diameter. Stress increased by approximately 100% between average weight and overweight subjects (when body weight increased from 700 N to 1000 N).

Discussion

The use of larger prosthetic femoral heads in THA has increased considerably in recent years [2,3] in response to the need to improve joint stability and reduce risk of dislocation. However, data suggests larger femoral heads are associated with higher joint failure rates [2]. This finding is further supported by an analysis of data from the Dutch Arthroplasty Register between 2007 and 2015, which found that whilst the risk of dislocation was significantly lower for 36mm femoral heads, the overall risk of revision within 6 years was higher (3.2%)
than that for both 32 mm (2.7%) and 22-28 mm (3.1%) heads [27]. Interestingly, femoral component related failure seemed to be the cause of the greatest revision burden for larger heads, however, the data was not broken down by fixation type although overall, uncemented fixation accounted for twice as many cases as cemented, being used in approximately 60% of primary cases compared to about 28% for cemented. Previous clinical studies have shown however, that the failure rate of the acetabular component is between two and four times higher than that of the femoral component after 10 years in vivo in cemented THA [7].

This paper has investigated the effect on stresses in the acetabular cement mantle and pelvic bone of using three femoral head sizes, 28 mm, 32 mm and 36 mm diameter, in THA.

Previous studies have determined that the majority of load transfer across the pelvic joint occurs through the cortical shell, predominantly in a thin strip in the anterosuperior edge of the acetabulum [24]. Predictions from our model are in accord with these findings. We found that the highest average von Mises stresses occurred in the cortical bone of the superior and anterior periacetabular area of the pelvis. In addition, predictions from our model indicated that pelvic bone stresses are not significantly affected by femoral head implant size, a similar finding to that of Lamvohee et al [12].

Our model predicts that average von Mises stresses on both the bone-cement and cement-cup interfaces increased, by up to 10%, with an increase in femoral head diameter (and subsequently a decrease acetabular cup thickness). In addition, when the body weight of the subject considered increased from 700N to 1000N, stresses on the cement mantle interfaces increased by approximately 100%.
The highest stresses in the cement mantle were found to occur in the superior quadrants (anterosuperior and posterosuperior) of the joint, in the line of action of the load, which is in accord with previous related studies [7,11,14]. In particular, the greatest stresses produced were on the cortical bone-cement interface. Previous investigations undertaken by Hua et al [14] and Coultrup et al [7] using computational prosthetic hip models had determined that maximum stresses within the cement mantle occur at the cup-cement interface. However, both of these prior studies represented the cement mantle using an idealised, constant thickness, hemispherical geometry. A constant thickness representation generates a gap on the bone-cement interface at the acetabular rim. In the actual surgical procedure, this gap is filled with bone cement by the surgeon. As our model was created from CT scan data of an artificial composite hemipelvis implanted with a cemented all-polyethylene acetabular cup by a surgeon, the cement mantle was irregular in thickness (average 4.7 mm, range 3.0 - 7.8mm) and the gap on the bone-cement interface at the acetabular rim was filled with bone cement, therefore better representing the real surgical case, enabling load to be transferred to the acetabular rim, unlike in the constant cement mantle thickness representation.

A uniform cement mantle layer is important for proper and long term fixation of the acetabular component in THA and a number of techniques have been proposed to aid in this respect; despite this, consistent thickness cement mantles remain difficult to reproduce [25, 26]. In surgical practice therefore, some variability in cement mantle thickness is inevitable; as such this is a strength of our model compared to those which assume a constant, uniform cement mantle thickness. It has been reported that stress variation across the thickness of the cement mantle is around 10% for a uniform 3.5 mm cement layer [11]. The results from our model compare well to this, with through thickness cement mantle stress variation predicted to be 8%.
Our finding, that the highest stresses in the cement mantle develop on the bone-cement interface, is significant as it has been determined that debonding at the bone-cement interface as a result of fatigue is the main failure mechanism responsible for acetabular replacement loosening [11]. In our model, average von Mises stresses on the bone-cement increased by up to 10% with femoral head diameter; this would cause a corresponding reduction in the fatigue life of the cement mantle [12], which may explain the higher joint failure rates associated with larger femoral head diameters [2]. Further, clinical studies have reported that radiolucent lines, associated with increased incidence of aseptic loosening, are most frequently observed at the rim of the superior acetabular quadrants [9,10], zone 1, which corresponds to the location where our model predicted higher cement mantle stresses.

In this study we considered a 50mm cemented acetabular cup. We recognise that not all brands will provide a 36mm option within a 50mm cup, many start at 54mm. If a 54mm cup would have been used for all measurements this would mean that cup thickness would effectively increase compared to the 50mm cup for all femoral head sizes tested in our investigation. In this case we would expect that the increase in cup thickness would help to better distribute the stress in the acetabular component thus resulting in lower stresses in the cement mantle, a finding which has been reported in the literature previously [12, 13].

In summary, our study has investigated the effect of using large femoral head sizes on stresses in the acetabular cement mantle and pelvic bone following THA. Whilst pelvic bone stress remained relatively invariant to femoral head implant size, stress on the cortical bone-cement interface increased with femoral head diameter by up to 9%. The largest stresses occurred in the anterosuperior and posterosuperior regions of the bone-cement interface,
where debonding usually initiates. We also found that stresses on the cement mantle interfaces increased by 100% when body weight went from 700N to 1000N. This suggests that the use of cemented acetabular cups for higher weight patients should be carefully examined and that where they are used it may be beneficial to use femoral head sizes of less than 36mm in these cases. Our findings may help to explain higher joint failure rates associated with larger femoral heads.

Acknowledgements
The authors would like to thank the Consejo Nacional de Ciencia y Tecnologia (Mexico) for supporting the postgraduate student involved in this work.

References


Tables

Table 1 Comparison of FE model predictions and experimental results: average vertical surface strain (absolute) at the superior periacetabular region A1 (A1-1, A1-2). The reported experimental strain data is the average of 10 measurement repetitions.

<table>
<thead>
<tr>
<th>Load (N)</th>
<th>Average Vertical Strain (Micro-Strain)</th>
<th>Micro Strain</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Superior periacetabular region (A1-1)</td>
<td></td>
</tr>
<tr>
<td></td>
<td>FE Model</td>
<td>Experiment</td>
</tr>
<tr>
<td>1200</td>
<td>117</td>
<td>112</td>
</tr>
<tr>
<td>1400</td>
<td>132</td>
<td>126</td>
</tr>
<tr>
<td>1600</td>
<td>155</td>
<td>156</td>
</tr>
<tr>
<td>1800</td>
<td>175</td>
<td>168</td>
</tr>
</tbody>
</table>

Surface Strain Pattern at 1800 N

![Finite Element Model Prediction](image1)

![Experimental Result](image2)
Table 2: Comparison of FE model predictions and experimental results: average vertical surface strain (absolute) at region A-2. The reported experimental strain data is the average of 10 measurement repetitions.

<table>
<thead>
<tr>
<th>Load (N)</th>
<th>Average Vertical Strain (Micro-Strain)</th>
<th>Micro Strain</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>FE Model</td>
<td>Experiment</td>
</tr>
<tr>
<td>1200</td>
<td>100</td>
<td>104</td>
</tr>
<tr>
<td>1400</td>
<td>117</td>
<td>118</td>
</tr>
<tr>
<td>1600</td>
<td>134</td>
<td>133</td>
</tr>
<tr>
<td>1800</td>
<td>151</td>
<td>158</td>
</tr>
</tbody>
</table>

Surface Strain Pattern at 1800 N

**Finite Element Model Prediction**

**Experimental Result**
Table S-1 Mechanical properties.

<table>
<thead>
<tr>
<th>Material</th>
<th>Young’s Modulus (MPa)</th>
<th>Poisson’s Ratio (ν)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Cortical bone</td>
<td>16,000</td>
<td>0.3</td>
</tr>
<tr>
<td>Trabecular bone</td>
<td>155</td>
<td>0.3</td>
</tr>
<tr>
<td>Acrylic bone cement</td>
<td>2,000</td>
<td>0.3</td>
</tr>
<tr>
<td>UHMWPE (Acetabular cup)</td>
<td>800</td>
<td>0.4</td>
</tr>
<tr>
<td>Steel (Femoral head)</td>
<td>207,000</td>
<td>0.3</td>
</tr>
</tbody>
</table>

Table S-2 Number of tetrahedral and hexahedral elements for mesh sensitivity analysis.

<table>
<thead>
<tr>
<th>Number of Tetrahedral Elements (C3D10)</th>
<th>Hexahedral Elements (C3D20R)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Part</td>
</tr>
<tr>
<td></td>
<td>Pelvic bone</td>
</tr>
<tr>
<td>Coarse</td>
<td>105,091</td>
</tr>
<tr>
<td>Medium</td>
<td>162,389</td>
</tr>
<tr>
<td>Fine</td>
<td>207,162</td>
</tr>
</tbody>
</table>

Table S-3 Dimensions of the acetabular cup and femoral head for each of the three FE models.

<table>
<thead>
<tr>
<th>Model</th>
<th>Acetabular cup</th>
<th>Femoral head</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Outer diameter (mm)</td>
<td>Inner diameter (mm)</td>
</tr>
<tr>
<td>1</td>
<td>50</td>
<td>36.5</td>
</tr>
<tr>
<td>2</td>
<td>50</td>
<td>32.5</td>
</tr>
<tr>
<td>3</td>
<td>50</td>
<td>28.5</td>
</tr>
</tbody>
</table>
Figures

Figure 1 Methodology flowchart

- Impact of femoral head size on the pelvic bone and acetabular cement mantle stresses in total hip arthroplasty
- 3 Finite Element Models
  - Activity: One Leg Stand
  - Subjects
    - Average Weight 700 N
    - Overweight 1000 N
      - Femoral Head Sizes
        - 28 mm
        - 32 mm
        - 36 mm
      - Femoral Head Sizes
        - 28 mm
        - 32 mm
        - 36 mm

Results for average and overweight subject:
- Periacetabular bone stresses:
  - Superior region (A1)
  - Anterior region (A2)
- Cement mantle stresses (A3)
  - Bona-cement interface
  - Cement-cup interface
- Periacetabular bone surface strains:
  - Superior region (A1)
  - Anterior region (A2)
Figure 2 Regions of interest. (a) Anterior, lateral and medial view of the hip joint, (b) lateral view of the hemipelvis showing regions A1(A1-1, A1-2) and A3, (c) medial view of the hemipelvis showing region A2.

Figure 3 Development of FE model. (a) CT slide of implanted hemipelvis showing a non-uniform cement mantle, (b) 3-D geometries (Scan IP) reconstructed from CT slices, (c) assembly of all model components (Abaqus 6.13), (d) transverse cut view of model assembly, (e) meshed assembly for FE analysis (Abaqus 6.13).
Figure 4 Boundary conditions. (a) Anterior view of the hemipelvis showing the boundary conditions of the FE model, (b) transverse cut of anterior view of the hemipelvis showing all FE model parts.
Figure 5 Experimental setup for the application of the reaction force at the hip joint during one leg stance for the average subject. (a) Speckle pattern painted over the surface of the hemipelvis and the DIC cameras used to capture the data. (b) Fixation of the sacro-iliac joint and pubis symphysis.
Figure 6 Contact pattern between acetabular cup and stainless-steel ball bearing.

Figure 7 Femoral head force-displacement curve for the numerical and experimental models.
Figure 8 FE model predictions of the average von Mises stress at the periacetabular bone regions A1 and A2 due to a reaction force (RF) of 1800 N at the hip joint during one leg stand activity for the average weight subject (700 N) for the 28 mm, 32 mm and 36 mm femoral heads.

Figure 9 FE model predictions of the average von Mises stress at the bone-cement and cement-cup interfaces due to a reaction force (RF) of 1800 N at the hip joint during one leg stand activity for the average weight subject (700N) for the 28 mm, 32 mm and 36 mm femoral heads.
**Figure 10** FE model predictions of the average von Mises stress at the periacetabular bone regions A1 and A2 due to a reaction force (RF) of 3600 N at the hip joint during one leg stand activity for the overweight subject (1000 N) for the 28 mm, 32 mm and 36 mm femoral heads.

**Figure 11** FE model predictions of the average von Mises stress at the bone-cement and cement-cup interfaces due to a reaction force (RF) of 3600 N at the hip joint during one leg stand activity for the overweight subject (1000 N) for the 28 mm, 32 mm and 36 mm femoral heads.
Figure 12 Comparison of the average von Mises stress at the bone-cement and cement-cup superior interfaces during one leg stand activity for the average and overweight subjects for the 28 mm, 32 mm and 36 mm femoral heads.