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Figure 8: Positive ion mode GC-MS metabolite fingerprint analysis: PCA scores plots (A) 

accounting for 76.9 % and 79.2 %of the total variance from the data set and PLS-DA plots 

(B) accounting for 75.6% and 72.0% of the total variance from the data set on day 1 and 

day 3 of inducer exposure, respectively. VIP scores from Component 1 (C) show the 15 

most statistically significant variables (metabolite IDs) in the PLS-DA model. PCA and 

PLS-DA plots illustrate the variance between control fingerprint samples (CTRL, red) and 

cell-induced footprint samples (IND, green). Highlighted areas show 95% confidence 

regions of given samples. 192 

Figure 9: Positive ion mode MALDI-MS metabolite footprint analysis: PCA scores plots 

(A) accounting for 53.2 % and 57.6 % of the total variance from the data set and PLS-DA 

plots (B) accounting for 35.5 % and 43.9 % of the total variance from the data set on day 1 

and day 3 of inducer exposure, respectively. VIP scores from Component 1 (C) show the 

15 most statistically significant variables (m/z) in the PLS-DA model. PCA and PLS-DA 

plots illustrate the variance between control footprint samples (CTRL, red) and cell-

induced footprint samples (IND, green). Highlighted areas show 95% confidence regions 

of given samples. 193 

Figure 10: Negative ion mode MALDI-MS metabolite footprint analysis: PCA scores 

plots (A) accounting for 74.6 % and 76.3 % of the total variance from the data set and 
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show the 15 most statistically significant variables (m/z) in the PLS-DA model. PCA and 
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Figure 12: Negative ion mode MALDI-MS metabolite fingerprint analysis: PCA scores 

plots (A) accounting for 81.5 % and 73.4 % of the total variance from the data set and 
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PLS-DA plots illustrate the variance between control fingerprint samples (CTRL, red) and 
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Figure 13: Reconstructed biochemical map summarising correlations between metabolic 

pathways influenced by the protein production in CHO cells. The summary includes 
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by the protein production process are highlighted with visualised abundance: high () and 
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Figure 1: Basic workflow of cell-based MSI experiment. Cells are deposited onto a sample 
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confidence. 234 
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m/z 30-900 (A). 2D PCA scores plots accounting for 61.2% and 85.2% of total variance 

(first two components) for the top and lower layers (B). PCA plots illustrate the variance 

between control (CTRL, red) and induced cell areas (IND, green) with highlighted 95% 

regions of confidence. 3D PLS-DA scores plots accounting for 65.6% and 90.4% of total 
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3
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(2.10×10
3
); INDUCED: m/z 428.0368 (9.02×10

3
), m/z 798.5407 (9.02×10

3
). Scale bar 50 
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Figure 8: SIMS+ spectra from the 1
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 (top layer) and 2-10
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Figure 10: MALDI -MS images of control and induced cells in positive ionisation mode. 

Overlay (colour-coded) of three species: m/z 798.54077 (green), m/z 782.56689 (blue) and 
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Figure 12: Representative MALDI+ single ion images of the most significant metabolites 

from single cell-based analysis of control and induced cells. A single cell highlighted from 
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3
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3
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3
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2
). Scale bar 50 µm 

(zoom out image), pixel size 5 µm. 260 

Figure 13: Total ion count (TIC) SIMS+ spectra and TIC images from control CHO cells 

from three different areas (A, B, C) within the same sample. Attached table shows 

instrument settings and mass range of each area. Scale bar 10 µm (green, left top corner of 

each image), pixel size 0.5 µm; 25 keV Au3
+
 beam. 262 

Figure 14: SIMS images of PC head group m/z 184 and its fragments of CHO cells. PC 

head group at m/z 184.1, fragments at m/z 86.1 and m/z 104.1 are shown. Maximum count 

per pixel for each mass is displayed (in green). Scale bar 10 µm, pixel size 0.5 µm; 25 keV 

Au3
+
 beam. 264 

Figure 15: SIMS images of lipid fragments within transfected CHO cells. Fragments at 

m/z 165.1, m/z 166.1, m/z 189.1 and m/z 369.4 are shown. Maximum count per pixel for 

each mass is displayed (in green). Scale bar 10 µm, spatial resolution <1 µm, pixel size 0.5 

µm; 25 keV Au3
+
 beam. 265 

Figure 16: SIMS images of amino acid fragments within CHO cells. Fragments at m/z 

120, m/z 130, m/z 70 and m/z 81 are shown. Maximum count per pixel for each mass is 

displayed (in green). Scale bar 10 µm, pixel size 0.5 µm; 25 keV Au3
+
 beam. 265 

Figure 17: SIMS images of nitrogenous basesô fragments within CHO cells. Fragments at 

m/z 119, m/z 127 and m/z 135 are shown. Maximum count per pixel for each mass is 

displayed (in green). Scale bar 10 µm, pixel size 0.5 µm; 25 keV Au3
+
 beam. 266 

Figure 18: A comparison of MALDI and SIMS images of sub-cellular compartments of 

CHO cells in positive ion mode. MALDI species of PE (m/z 798.54077, m/z 782.56689) 

and DG (m/z 760.5849) and SIMS fragments of PC (m/z 104.1), MAG (m/z 313.3) and DG 

(m/z 576) are shown. Max. count per pixel, MALDI+: m/z 798.54077 (1.54×10
4
), m/z 

782.56689 (1.01×10
4
) and m/z 760.5849 (8.27×10

3
); SIMS+: m/z 104.1 (9701), m/z 313.3 

(256) and m/z 576 (247). Scale bar 50 µm (zoom out image MALDI) and 10 µm (SIMS), 

pixel size 5 µm (MALDI) and 0.5 µm (SIMS). 267 

Figure 19: Analysis of heterogeneity of CHO cell population for MALDI+. Image shows 

overlay of three lipid species: PE(22:5/18:1) at m/z 798.54077, 

PE(16:1/22:6)/PE(18:1/20:5) at m/z 782.56689, DG(22:2/0:0/20:4) at m/z 760.5849 within 

control cell population. Enlarged single cells with different metabolite profiles are shown 

(colour-coded): type A (red), type B (green) and type C (blue) and were selected for 

multivariate analysis (n=5 for each type). Max. count per pixel: m/z 798.54077 (1.54×10
4
), 

m/z 782.56689 (1.01×10
4
) and m/z 760.5849 (8.27×10

3
). Scale bar 50 µm (for zoom out 

image), pixel size 5 µm. 269 

Figure 20: A comparison of the averaged MALDI-MSI spectra from three different 

metabolite profiles: type A (red), type B (green) and type C (blue) (A); m/z 250-1000, *-

matrix peaks. (Inset) 2D and 3D PCA scores accounting for 81.8% of total variance (first 

three components) (B). PCA plots illustrate the variance between analysed types of 

metabolic profiles with highlighted 95% regions of confidence. Heatmap shows 

heterogeneity and diversity of compounds within each type of metabolite profiles across 

whole analysed mass range (m/z 250-1000) (C). 270 



14 

Figure 21: A location of cells with different type of metabolite profile within cell 

population in MALDI+. Single ion images correspond to metabolite profiles with the 

highest abundance of each ion (colour-coded): type A (red) m/z 605.5504, type B (green) 
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3
). Scale bar 50 µm, pixel 

size 5 µm. 274 

Figure 22: Principal Component Analysis of cell-to-cell heterogeneity within transfected 

CHO cell population for SIMS+. Multivariate analysis resulted with PC2 and PC3 scores 

images and correlating PC2 and PC3 loadings plots. PC2 and PC3 scores images show the 

abundance of ions displayed in PC2 and PC3 loadings plots within cell population. The 

most abundant ions within PC2 and PC3 loadings plots are highlighted and representative 

images of these ions are shown. Maximum count per pixel (mc) is displayed. Scale bar 10 

µm, pixel size 0.5 µm, m/z 70-1000. 276 

SUPPLEMENTARY INFORMATION  

Figure 1: A comparison of total intensity of the calibration mixture in DHB (A) for 

MALDI positive ion mode and PEG600 sulfate in 9AA (B a, b) for negative ion mode 

according to the laser power used. The error bars represent the standard deviation 

calculated from the data obtained from two experiments (n=2). 293 

Figure 2: A comparison of S/N ratio of Arg and His ions in based on matrix solvents: 

ACN/water 1:1 (v/v) with 0.1% TFA (A), 70% MeOH (B), 70% EtOH (C). The error bars 

represent the standard deviation calculated from the data obtained from triplicate 

experiments (n=3); MALDI+; * - one repeat only. 294 

Figure 3: A comparison of mass resolution of Arg and His ions based on matrix solvents: 

ACN/water 1:1 (v/v) with 0.1% TFA (A), 70% MeOH (B), 70% EtOH (C). The error bars 

represent the standard deviation calculated from the data obtained from triplicate 

experiments (n=3); MALDI+; * - one repeat only. 295 

Figure 4: A comparison of the intensity of Arg and His ions based on matrix solvents: 

ACN/water 1:1 (v/v) with 0.1% TFA (A), 70% MeOH (B), 70% EtOH (C). The error bars 

represent the standard deviation calculated from the data obtained from triplicate 

experiments (n=3); MALDI+; * - one repeat only. 296 

Figure 5: A comparison of S/N ratio of Arg and His ions based on matrix concentration: 5 

mg/mL (A), 10 mg/mL (B), 20 mg/mL (C). The error bars represent the standard deviation 

calculated from the data obtained from triplicate experiments (n=3); MALDI+; * - one 

repeat only. 297 

Figure 6: A comparison of mass resolution of Arg and His ions based on matrix 

concentration: 5 mg/mL (A), 10 mg/mL (B), 20 mg/mL (C). The error bars represent the 

standard deviation calculated from the data obtained from triplicate experiments (n=3); 

MALDI+; * - one repeat only. 298 

Figure 7: A comparison of the intensity of Arg and His ions based on matrix 

concentration: 5 mg/mL (A), 10 mg/mL (B), 20 mg/mL (C). The error bars represent the 

standard deviation calculated from the data obtained from triplicate experiments (n=3); 

MALDI+; * - one repeat only. 299 

Figure 8: A comparison of S/N ratio of Trp and ATP ions based on matrix solvents: ACN 

(A), MeOH (B), 70% EtOH (C). The error bars represent the standard deviation calculated 

from the data obtained from triplicate experiments (n=3); MALDI-; * - one repeat only.

 300 



15 

Figure 9: A comparison of mass resolution of Trp and ATP ions based on matrix solvents: 

ACN (A), MeOH (B), 70% EtOH (C). The error bars represent the standard deviation 

calculated from the data obtained from triplicate experiments (n=3); MALDI-; * - one 

repeat only. 301 

Figure 10: A comparison of the intensity of Trp and ATP ions based on matrix solvents: 

ACN (A), MeOH (B), 70% EtOH (C). The error bars represent the standard deviation 

calculated from the data obtained from triplicate experiments (n=3); MALDI-; * - one 

repeat only. 302 

Figure 11: A comparison of S/N ratio of Trp and ATP ions based on matrix concentration: 

5 mg/mL (A), 10 mg/mL (B), 20 mg/mL (C). The error bars represent the standard 

deviation calculated from the data obtained from triplicate experiments (n=3); MALDI-;  

* - one repeat only. 303 

Figure 12: A comparison of mass resolution of Trp and ATP ions based on matrix 

concentration: 5 mg/mL (A), 10 mg/mL (B), 20 mg/mL (C). The error bars represent the 

standard deviation calculated from the data obtained from triplicate experiments (n=3); 

MALDI -; * - one repeat only. 304 

Figure 13: A comparison of the intensity of Trp and ATP ions based on matrix 

concentration: 5 mg/mL (A), 10 mg/mL (B), 20 mg/mL (C). The error bars represent the 

standard deviation calculated from the data obtained from triplicate experiments (n=3); 

MALDI -; * - one repeat only. 305 

Figure 14: MALDI negative ion mode MS/MS spectrum of PC (18:0/0:0) with the parent 

ion at m/z 523 and the fragment ion at m/z 464; close-up of fragment ion [M-N(CH3)3-H]
-
 

(B). 306 

Figure 15: A comparison of mass resolution of ions at m/z 104 and m/z 456 for fresh 

medium and medium samples removed from cell culture across 6 and 20 dilution factors. 

Data obtained from two experiments (n = 2); MALDI positive ion mode. 311 

Figure 16: MALDI positive ion mode averaged spectra for fresh medium and medium 

samples removed from cell culture in three dilutions: 2x (blue), 6x (red) and 20x(pink); 

mass range 20-1000 Da. 312 

Figure 17: A comparison of cell growth at different cell densities during 72 hours of 

incubation time. Densities at 0.02×10
6
 cells/mL, 0.04×10

6
 cells/mL and 0.14×10

6
 cells/mL 

were not suitable due to a cell loss, changes in cell morphology, too low or too high cell 

density. Density at 0.07×10
6
 cells/mL was therefore selected as the best. 314 

Figure 18: PCA scores of a comparison of metabolite leakage from CHO cells during 

different fixation processes. Samples from different stages of fixation processes were 

compared to pure (non-used) fixation solutions and analysed in MALDI positive ionisation 

mode. Three analytical replicates of each sample are shown. 317 

Figure 19: PCA scores of a comparison of metabolite leakage from CHO cells during 

different fixation processes. Samples from different stages of fixation processes were 

compared to pure (non-used) fixation solutions and analysed in MALDI negative 

ionisation mode. Three analytical replicates of each sample are shown. 318 

Figure 20: A comparison of morphology of CHO cells after snap-freezing in liquid 

nitrogen and drying in desiccator. Swollen cells with different morphology to normal 

growing cells (image in a middle, óCHO cellsô) were seen after liquid nitrogen treatment.

 319 



16 

Figure 21: The analysis of the ratio of m/z 184 ion (organic origin) and m/z 168 (silicon) 

across all layers detected by SIMS. Content of m/z 184 differs for the 1
st
 layer and is 

similar within layers 2-10.  Different colours were used to differentiate samples. 319 

Figure 22: PCA scores plots generated for the full SIMS data set for the top (1
st
) and lower 

(2-10
th
) layers and for both control (CTRL) and induced cell (IND) data sets, illustrating no 

separation between these two groups. 320 

  



17 

List of tables 

CHAPTER 1: Introduction  

Table 1: Metabolomics applications in different branches of studies. 45 

Table 2: Mass spectrometry techniques applied in metabolomics studies for profiling and 

imaging of small molecules at the single-cell level. 52 

CHAPTER 2: Experimental 

Table 1: Complete growth cell medium for CHO cell line. 82 

CHAPTER 3: Instrumentation  

Table 1: SIMS experiments performed using J105-3D chemical imager, settings for each 

experiment are included. 103 

CHAPTER 4: Expression of EPO-Fc fusion protein in transfected CHO cell line 

Table 1: Formulation used for preparation of SDS-PAGE gels. 109 

CHAPTER 5: MALDI -MS sample preparation optimisation for metabolite profiling 

Table 1: Chemical structures of DHB, THAP and CHCA with their most common 

applications for MALDI-MS analysis. Adopted from (http://www.sigmaaldrich.com/).

 128 

Table 2: 27 different combinations of MALDI positive ion sample preparation with 

presence (+) or absence (-) of ions of interest. Thus, table summarises matrix, its 

concentration and solvent used in the study. Detection when S/N>6. 132 

Table 3: Comparison of S/N ratio of Arg and His ions according to the matrix used, its 

concentration and solvent in MALDI positive ion mode. The highest values of S/N ratio 

(orange) and top scores* (green) are highlighted; empty box ï no ion detected. 134 

Table 4: Comparison of the intensity [a.u.] of Arg and His ions according to the matrix 

used, its concentration and solvent in MALDI positive ion mode. The highest values of the 

intensity (orange) and top scores* (green) are highlighted; empty box ï no ion detected.

 135 

Table 5: Comparison of mass resolution of Arg and His ions according to the matrix used, 

its concentration and solvent in MALDI positive ion mode. The highest values of mass 

resolution (orange) and top scores* (green) are highlighted; empty box ï no ion detected.

 136 

Table 6: Summary of the eight top methods of MALDI positive ion matrix preparation, 

including matrix, its concentration and solvent. Methods were selected based on the 

analytes detection, their S/N ratio, intensity and mass resolution. Methods listed by matrix, 

its concentration (from low to high) and type of solvent. 137 

Table 7: Chemical structures of 9AA and DMAN with their most common applications for 

MALDI -MS analysis. Adopted from (http://www.sigmaaldrich.com/). 139 

Table 8: 30 different combinations of MALDI negative ion sample preparation with 

presence (+) or absence (-) of ions of interest. Thus, table also summarises matrix, its 

concentration and solvent used in the study. Detection when S/N>6. 141 

Table 9: Comparison of S/N ratio of Trp and ATP ions according to the matrix used, its 

concentration and solvent in MALDI negative ion mode. The highest values of S/N ratio 

(orange) and top scores* (green) are highlighted; empty box ï no ion detected. 142 



18 

Table 10: A comparison of the intensity [a.u.] of Trp and ATP ions according to the matrix 

used, its concentration and solvent in MALDI negative ion mode. The highest values of 

intensity (orange) and top scores* (green) are highlighted; empty box ï no ion detected.

 143 

Table 11: A comparison of mass resolution of Trp and ATP ions according to the matrix 

used, its concentration and solvent in MALDI negative ion mode. The highest values of 

mass resolution (orange) and top scores* (green) are highlighted; empty box ï no ion 

detected. 144 

Table 12: A summary of 8 top methods of MALDI negative ion matrix preparation, 

including matrix, its concentration and solvent. Methods were selected based on the 

analytes detection, their S/N ratio, intensity and mass resolution. Methods listed by matrix 

concentration (from low to high) and type of solvent. 145 

Table 13: A list of standards examined in MALDI positive and negative ionisation modes. 

Compounds are sorted in increasing molecular weight order. S/N ratio: very good 

S/N>2000 (++++), good S/N 500-2000 (+++), medium S/N 200-500 (++), low S/N<200 

(+), x ï no detection (S/N <6), highlighted are compounds with the strongest signal within 

each ionisation mode. Table also summarises compound solvent, its stock concentration 

and molecular weight. 149 

Table 14: Different combinations of analytes included in the calibration mixture for 

MALDI positive ionisation mode analysis. Table summarises compound, its molecular 

weight and volumes used to create each mixture. 154 

Table 15: PEG600 sulfate ions and their m/z values used for MALDI calibration in 

negative ionisation mode. 157 

Table 16: Ions taken into consideration during optimisation of sample deposition method 

in MALDI positive ion mode. 158 

CHAPTER 6: Metabolic profiling approach to investigate transfected CHO cell line 

response upon EPO-Fc fusion protein production 

Table 1: A number of statistically significant metabolites in CHO cells footprint and 

fingerprint samples according to the inducer exposure time and the technique used. 

 188 

Table 2: Metabolite features of external metabolome of transfected CHO cells under 

inducer exposure analysed with GC-MS technique. The table summarises the metabolite 

IDs, hit and match with GC-MS library and MSI level*, HMDB ID, type of sample, 

inducer exposure time and abundance: high ( ) or low ( ) in control (CTRL) and cell-

induced (IND) extracts. Sorted by inducer exposure time. 201 

Table 3: Metabolite features of external metabolome of transfected CHO cells under 

inducer exposure analysed with MALDI-MS technique. The table summarises 

experimental m/z, metabolite hit with HMDB database, mass error, type of sample, inducer 

exposure time, MALDI-MS ionisation mode and abundance high ( ) or low ( ) in control 

(CTRL) and cell-induced (IND) samples. Sorted by inducer exposure time and ion mode.

 202 

Table 4: Metabolite features of internal metabolome of transfected CHO cells under 

inducer exposure analysed with GC-MS technique. The table summarises the metabolite 

IDs, hit and match with GC-MS library and MSI level*, HMDB ID, type of sample, 

inducer exposure time and abundance: high ( ) or low ( ) in control (CTRL) and cell-

induced (IND) extracts. Sorted by inducer exposure time. 203 



19 

Table 5: Metabolite features of internal metabolome of transfected CHO cells under 

inducer exposure analysed with MALDI-MS technique. The table summarises 

experimental m/z, metabolite hit with HMDB database, mass error, type of sample, inducer 

exposure time, MALDI-MS ionisation mode and abundance high ( ) or low ( ) in control 

(CTRL) and cell-induced (IND) samples. Sorted by inducer exposure time and ion mode.

 204 

Table 6: A summary of metabolic pathways and influenced metabolites in cells under the 

inducer exposure. Data based on PLS-DA footprint and fingerprint profile analysis for both 

time points; data sorted by impact value*. 207 

CHAPTER 7: Metabolic imaging of transfected CHO cells 

Table 1: Ions selected to localise cell areas within control and cell-induced imaged 

samples. The table summarises measured mass, mass error (ppm) and metabolite according 

to Human Metabolome Data Base. 238 

Table 2: A total of 23 significant endogenous compounds identified within control and 

tetracycline-induced cells based on the analysis of cell populations selected from images in 

MALDI positive ion mode. The table summarises measured mass, p value, mass error 

(ppm), HMDB ID, metabolite hit and abundance in induced cells (with comparison to 

control): high () and low (). Metabolites sorted by p value. 243 

Table 3: A total of 16 significant metabolite fragments detected in control and 

tetracycline-induced CHO cells based on the PLS-DA of cell populations selected from 

SIMS images in positive ion mode. The table summarises measured and theoretical mass, 

VIP scores, mass error (ppm), proposed fragment and possible origin of fragments, layer: 

1
st
 ótopô, 2-10 ólowerô, abundance in induced cells (when compare to control): high () and 

low (). Metabolites sorted by VIP scores. Fragments were compared against current 

literature and ***Surface Spectra Static SIMS Library software. 248 

Table 4: The most significant metabolites identified within control and tetracycline-

induced cells based on the analysis of single cells selected from images in MALDI positive 

ion mode. The table summarises measured mass, p value, mass error (ppm), HMDB ID, 

metabolite hit and abundance in induced cells (with comparison to control): high () and 

low (). Metabolites sorted by p value. 258 

Table 5: Fragment ions detected in control CHO cells using SIMS+. The table summarises 

type of compound, measured and theoretical m/z values, mass error (ppm), proposed 

fragment and possible origin of fragments. Fragments were compared against current 

literature. 263 

Table 6: A representation of 5 significant metabolites for different types of metabolite 

profiles identified within control CHO cell population in MALDI+. The table summarises 

measured mass, p value, mass error (ppm), HMDB ID, metabolite hit and abundance in 

each type of metabolite profiles shown as Box and Whisker plots; type A-red, type B-

green, type C-blue. Metabolites sorted by p value. 273 

SUPPLEMENTARY INFORMATION  

Table 1: Combinations of the analytes contained within the calibration mixture in MALDI 

positive ion mode. S/N of each compound in each mixture is given; x ï no detection (S/N 

<6). 306 

Table 2: A list of the standards examined in MALDI positive and negative ionisation 

modes. Compounds are sorted in increasing molecular weight order. S/N ratio values for 

each compound and each repeat (n = 2) are included; x ï no detection (S/N <6). 307 



20 

Table 3: Scheme of medium samples dilution for MALDI-MS analysis. Table presents 

each dilution with volumes used for sample preparation. 310 

Table 4: The most common fixation protocols used for preservation of mammalian cells 

for MS imaging. Each protocol is specified with all solutions used during the fixation 

experiment. Sampling points for investigation of metabolite leakage are also shown 

(óSampleô). 316 

  



21 

List of equations 

CHAPTER 1: Introduction  

Equation 1: The SIMS equation 38 

 

  



22 

Abbreviations 

9AA 9-aminoacridine 

ACN Acetonitrile 

ADP Adenosine diphosphate 

AMDIS Automated mass spectral deconvolution and identification system 

AMP Adenosine monophosphate 

ANOVA One-way Analysis of Variance 

AP Atmospheric pressure 

APS Ammonium persulfate 

Arg Arginine 

ATP Adenosine 5ô-triphosphate/adenosine triphosphate 

CDC-DG Cytidine diphosphate diacylglycerol 

CE Cholesterol ester 

CHCA Ŭ-cyano-4-hydroxycinnamic acid 

CHO Chinese hamster ovary 

CID Collision induced dissociation 

CL Cardiolipin 

CTRL Control 

DAN 1,5-diaminonaphthalene 

DESI Desorption electrospray ionisation 

DFA Discriminant function analysis 

DG Diglyceride 

dGDP Deoxyguanosine diphosphate 

DGP Diacylglycerophosphate 

DHB 2,5-dihydroxybenzoic acid 

DIMS Direct-infusion MS 

DIOS Desorption/ionisation from porous silicon 

DMAN 1,8-bis(dimethylamino)naphthalene 

DMSO Dimethyl sulfoxide 

DNA Deoxyribonucleic acid 

EI Electron ionisation 

EPO-Fc Erythropoietin-Fc fragment 

ESI Electrospray ionisation 

EtOH Ethanol 

FBS Foetal Bovine Serum 

FT Fourier transform 

FWHM Full width of the peak at half of its maximum height 

GC-MS Gas chromatography mass spectrometry 

GPI Glycosylphosphatidylinositol 

GSH Glutathione 

GSSG L-glutathione oxidized 

HCA Hierarchical clustering analysis 

HCD Higher-energy collision dissociation 

His Histidine 

HMDB The Human Metabolome Database 

HUSERMET The Human Serum Metabolome project 

IND Induced 

IUPAC International union of pure and applied chemistry 

kNN Means of nearest neighbours 

LC Liquid chromatography 

M:A Matrix-to-analyte 



23 

MAG Monoacylglycerol 

MALD I-MS Matrix-assisted laser/desorption ionisation mass spectrometry 

MeOH Methanol 

MS Mass spectrometry 

MSDS Material safety data sheet 

MSI Mass spectrometry imaging 

MSI Metabolomics standards initiative 

MSTFA NȤacetylȤNȤ[trimethylsilyl]Ȥtrifluoroacetamide 

MVA  Multivariate data analysis 

NADH Reduced nicotinamide adenine dinucleotide 

Nd:YAG 35 Neodymium-doped yttrium aluminium garnet 

NEDN N-(1-naphthyl) ethylenediamine dinitrate 

OPLS-DA Orthogonal projections to latent structures discriminant analysis 

PA Phosphatidic acid 

PBS Phosphate-buffered saline 

PC Phosphatidylcholine 

PC Principal component 

PCA Principal component analysis 

PE Phosphatidylethanoalamine 

PEG600 Polyethylene glycol 

PG Phosphatidylglycerol 

PGP Phosphatidylglycerolphosphate 

PhCCAA 4-phenyl-alpha-cyanocinnamic acid amide 

Pi Phosphate group 

PLMS Post lift metastable suppressor 

PLS-DA Partial least squares regression discriminant analysis 

PNA para-nitroaniline 

PS Phosphatidylserine 

Q Quadrupole 

QC Quality control 

RMSE Root mean square error 

RNA Ribonucleic acid 

S/N Signal-to-noise 

SD Standard deviation 

SDS-PAGE Sodium dodecyl sulphate polyacrylamide gel electrophoresis 

SIMS Secondary ion mass spectrometry 

TCA cycle Citrate cycle/tricarboxylic acid cycle 

TEMED N, N, Nô, Nô-tetramethylethylenediamine 

TET Tetracycline 

TFA Trifluoroacetic acid 

TG Trigliceryde 

THAP 2,4,6-trihydroxyacetophenone 

TIC Total ion count 

TOF Time-of-flight 

Trp Tryptophan 

UPLC-MS Ultra- performance liquid chromatography mass spectrometry 

UVA Univariate data analysis 

VIP Variable importance in projection 

  



24 

Abstract 

The University of Manchester 

Candidateôs name: Ewa Szula 

Degree title: Doctor of Philosophy 

Thesis title: Metabolic profiling and imaging of CHO cells for fusion protein production 

June 2017 

Fc-fusion proteins (e.g. EPO-Fc) are the most often created fusion proteins due to their 

beneficial biological and pharmacological properties. The economic success of Fc-fusion 

proteins and other biopharmaceuticals production however, greatly depends on a robust, 

low-cost and highly effective protein mammalian cell extraction system . Understanding of 

how cells respond to a protein production environment based on metabolic profiles 

provides new goals for bioengineering of cell lines for best performance in 

biomanufacturing. Furthermore, insights on how individual cell metabolism and therefore 

phenotype, respond to cell microenvironment allows the underlying biological mechanisms 

to be explored in greater detail. 

This study focused on the application of mass spectrometry (MS) technologies, combining 

the analysis of metabolic profiles of cells extracts by GC-MS and MALDI-MS and spatial 

visualisation and distribution of metabolites within cells producing the fusion protein by 

MALDI-MSI and SIMS imaging. 

The analysis of external and internal metabolome profiles of cells producing the protein 

showed an extended effect of EPO-Fc fusion protein production on cell metabolism. The 

findings indicate that changes observed in EPO-Fc producing cells are related to enhanced 

protein and lipid synthesis highlighting that these cells are in a state of increased metabolic 

activity with the protein exocytosis into growth medium. Moreover, the composition of 

lipid bilayer of induced cells seemed to be different to non-induced cells. 

These findings were confirmed with the analysis of EPO-Fc induced cells using MS 

metabolic imaging. Multivariate analysis highlighted a number of metabolites that were 

significantly influenced by the protein expression when compared to control cells. The 

major metabolic changes in induced cells were those related to lipid metabolism. The 

information about metabolic changes in tetracycline-induced cells obtained from the 

analysis of cell populations was further supported with the analysis based on single-cell 

studies. Single-cell based studies also proved that investigations of individual cells provide 

additional insights about changes in metabolism of induced cells that can be referred to a 

unique, single cell and its phenotype. The analysis of CHO cells revealed a high level of 

heterogeneity within a cell population. Different cell phenotype and hence, metabolite 

content allowed for correlation between cell locations and their metabolite characteristics, 

specific for each type of cells. 

This project has successfully shown combination of bio-analytical techniques to investigate 

external and internal metabolome changes related to a fusion protein production in 

mammalian cells. Additionally, the significance of single cell approaches in metabolomics 

has also been highlighted, providing insights into the sub-cellular distribution of 

metabolites in cells producing EPO-Fc and information on the level of heterogeneity 

within a cell population. 

A multidimensional approach for metabolic profiling and future technological 

improvements of single-cell platforms are required to provide improved data acquisition 

and data analysis in order to better understand unknown processes involved in cell 

metabolism. 
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CHAPTER 1: Introduction  

1.1. Significance and aims of the study 

The goal of the work described within this thesis is to combine the use of various bio-

analytical mass spectrometry (MS) platforms in metabolomic studies related to fusion 

protein expression research. In addition, the application of mass spectrometry techniques in 

the analysis of metabolites from small populations of mammalian cells and, ultimately 

single cells, is another objective of the study. 

The significance of such an approach is that novel insights on how single cell metabolism 

and therefore phenotypes, respond to the cellôs microenvironment will be achievable, 

allowing the underlying biological mechanisms to be explored in greater detail. This 

knowledge is crucial in designing new types of cell platforms with specific functions such 

as production of fusion proteins. 

The project will hence have a biotechnology focus. Cell platforms for fusion protein 

expression and the metabolic response of the cells to this condition will be investigated 

with a view to providing goals for bioengineering of cell lines for best performance in 

biomanufacturing. 

The analysis of cell extracts was performed using gas chromatography MS (GC-MS) and 

matrix-assisted laser/desorption ionisation MS (MALDI-MS). Spatial visualisation and 

distribution of metabolites within cells producing the fusion protein was assessed by 

MALDI mass spectrometry imaging (MSI) and secondary ion mass spectrometry (SIMS) 

imaging. As discussed further below, MSI of individual cells is an area that with further 

development and research could be significantly beneficial for metabolomics experiments 

and consequently could bring new insights into characterisation of cellular variability 

giving a better understanding about unknown processes involved in cell metabolism. 
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1.2. Metabolomics 

The central dogma of molecular biology declares a general information flow from genes to 

mRNA transcripts to protein products. The protein products, for example enzymes, affect 

metabolic pathways and therefore generate changes in the function or characteristics of the 

organism such as morphology, development or biochemical properties (so called 

phenotype) (Figure 1) (Nicholson et al. 1999, Roberts et al. 2013). Such cellular 

communication however is not unidirectional but is represented as a dynamic network with 

many feedback-loop interactions between DNA, RNA and metabolites within different 

óomics of molecular biology. Nonetheless, the understanding of these interactions, their 

relationships and the way they are controlled presents a huge challenge for understanding 

cellular function (Fell 1996, Hollywood et al. 2006). 

 

Figure 1: Central dogma of molecular biology, where information flow goes from 

genes to mRNA transcripts to protein products and when these protein have 

enzymatic properties that affect metabolic pathways, which generate changes in the 

function or phenotype of the organism. Interactions between óomics organisation with 

many feedback-loops within them are also visualised. 

Metabolomics was introduced in the 1990s to report methods aimed at assessing the 

metabolites present within cells and tissues (Nicholson, Lindon and Holmes, 1999). 

However, the idea that individuals might have ómetabolic profilesô that would reflect the 



29 

composition of their biological fluids was proposed in the late 1940s, where characteristic 

patterns in urine and saliva were linked to diseases such as schizophrenia (Gates & 

Sweeley 1978, Preti 2005). 

The metabolome is considered as the final downstream product of the genome and refers to 

the set of low molecular weight (<1500 Da) molecules (metabolites) (Dunn et al., 2011) 

present in living organisms, needed for their growth, development and normal function 

(Goodacre et al., 2004). Metabolites are therefore described as a group of small molecules 

with a high level of chemical diversity, having a number of functions including structural, 

cell signalling, energy source, defence effects and stimulatory or inhibition impact on 

enzymes (Klyszejko-Stefanowicz, 2002). This diversity covers molecules such as 

carbohydrates, amino acids, lipids and nucleotides (Zenobi, 2013). Apart from chemical 

diversity, metabolites also have different physical properties due to the variations in atomic 

arrangements (e.g. sugars and amino acids) as well as different polarities (e.g. polar 

ethanol, non-polar lipids) (Lahner et al., 2003). Additionally, depending on the cell and 

type of metabolites, the spectrum of metabolite concentrations can differ within a range 

from picomolar (10
-12

 mol/m
3
) to millimolar (10

-3
 mol/m

3
) (Dunn, Bailey and Johnson, 

2005). The total amount of existing metabolites is estimated to be from a few molecules in 

one cell up to 10
10

 molecules for main metabolites in bigger cells. The size of the 

metabolome is often a subject for a discussion as emerging data show also the importance 

of metabolic products of the microbiome, regardless of the metabolic makeup of an 

individual (Roberts et al., 2013). The potential size of the metabolome is extensive and it 

varies within species: S. cerevisiae ~600 metabolites (Forster et al., 2003), plant kingdom 

up to 200,000 metabolites (Fiehn, 2001), human metabolome ~42,000 

(http://www.hmdb.ca/). 

Consideration of the large variety of physical and chemical properties that create the 

metabolome and the dynamic scale of metabolite concentrations across considerable orders 

of magnitude, makes it evident that a broad employment of analytical technologies in 

metabolomics research is required. 
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1.3. Mass spectrometry as a platform for metabolomic studies 

The goal of metabolomics investigations is to analyse a large fraction or all of the 

metabolites present in a given sample and correlate their activity with metabolic pathways 

and specific physiological state (Dunn, Bailey and Johnson, 2005). However, due to 

physico-chemical heterogeneity of the metabolome as well as complexity of the living 

organisms, no single analytical technology is able to supply information on all the 

metabolites occurring in biological samples. 

Since no single technology can compensate the coverage of the entire spectrum of the 

metabolome, a multiplatform analytical approach is required to broaden the detection and 

identification of metabolites in a biological system. A number of analytical methods have 

been commonly applied in metabolic studies (Bujak et al. 2015, Lindon & Nicholson 2008, 

Boughton et al. 2016, Zenobi 2013). Additionally, a classification of different 

metabolomics strategies i.e. targeted and non-targeted analysis, (Gonzalez-Riano et al. 

2016, Hollywood et al. 2006), metabolic imaging approach (Lanni et al. 2012, Vickerman 

2011) as well as strengths and limitations of different methods and the aims of the study 

define the technology being selected for metabolomics research (Villas-Bôas et al., 2005). 

MS is a highly sensitive platform for detection, quantification and structure investigations 

of hundreds of metabolites in a single acquisition. At the same time, the accuracy and 

sensitivity of detection using MS depend on the experimental approach and the instrument 

set-up e.g. sample separation, ionisation and detection (Figure 2) (Gowda and Djukovic, 

2014). 

1.3.1. Sample introduction methods 

Due to the complex nature of biological matrices, it is often essential to separate 

metabolites of interest prior to MS analysis (Lindon and Nicholson, 2008). However, the 

application of direct-infusion MS (DIMS) of crude mixtures without prior separation has 

been used, providing high-throughput coverage of samples, along with reduced time for the 

analysis that is beneficial for huge analyte numbers e.g. screening research or clinical trials 

(Gonzalez-Dominguez, R Sayago and Fernandez-Recamales, 2017). For example, direct-

infusion MS allowed for successful metabolic profiling of transgenic mice models of 

Alzheimerôs disease from urine samples (González-Domínguez et al., 2014). The 

applicability of direct-infusion methodology is enlarged by coupling with advanced 

instrumentation e.g. orbitrap MS in order to improve mass accuracy measurements (Lei, 

Huhman and Sumner, 2011) however, despite the improvements, this technique is less 
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common than chromatographic separation of the samples, especially for complex 

biological analytes (Agin et al., 2016). 

A number of analytical separation techniques such as liquid chromatography (LC) or gas 

chromatography (GC) became extremely effective tools for metabolite investigations and, 

along with the development of new software, allow for quantitative analysis of hundreds of 

metabolites in automation mode (Lindon and Nicholson, 2008). In this work, the GC 

separation method was applied and therefore this technique will be described further. 

GC is one of the most widely used separation techniques in metabolomic studies, which 

after coupling to an MS device, becomes extremely effective in metabolite profiling and 

targeted metabolic investigations, allowing for quantitative analysis of hundreds of 

metabolites in automation mode (Lindon and Nicholson, 2008). GC-MS has been applied 

in various metabolomic investigations including metabolic profiling of mammalian cells 

with different growth characteristics (Dietmair et al., 2012) or different feeding regimes 

(Christopher A. Sellick et al., 2011) and drug metabolism (Hande et al., 1988) and up to 

date is used as a ógold standardô within MS techniques in metabolomics (Yinan Chen et al. 

2016, Xu et al. 2014, Dunn et al. 2011). 

The GC-MS technique carries good metabolite separation and generally avoids ion 

suppression, because of the use of gas phase and the nature of analyte ionisation in this 

method (i.e. typically electron ionisation). GC-MS is only useful for volatile and thermally 

stable samples therefore, it requires chemical derivatization of non-volatile metabolites 

prior to their analysis. The derivatization procedure is crucial for GC-MS analysis; it is a 

complex and time-consuming process and can result in undesirable losses of metabolites 

(Dunn et al., 2011). GC-MS spectra are highly reproducible and contain putative 

identification that can be confirmed with structural and mass spectral databases (Kind et 

al., 2009). Development of the GC technique by multidimensional approaches defined as 

GC×GC-MS has enhanced sensitivity, resolution and robustness of the metabolic analyses, 

when compare to the traditional GCïMS method. This multidimensional approach 

employs two columns: the first column, where analytes are separated according their 

volatility and the second column, where compounds are separated based on their polarity 

(Lenz and Wilson, 2007). 
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Figure 2: Schematic of example techniques applied in metabolomics based on instrument set-up, instrument possibilities and experimental 

approach. Adopted from http://www.rsc.org/images/MS2new_tcm18-102519.pdf. 
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1.3.2. Ionisation sources 

Mass spectrometry by definition is ñthe study of systems by the formation of gaseous ions, 

with or without fragmentation, which are then characterized by their massȤtoȤcharge ratios 

(m/z) and relative abundancesò (Todd, 1991). The molecules analysed have to be charged 

because the mass separation relies on the movement of these charged compounds under the 

influence of magnetic and/or electric fields. The term óMSô covers a large range of 

methods that differ in principles and performances (Lei et al. 2011, Baldwin 2005). 

Ionisation is one of the most important stages in MS-based metabolite analysis. The 

efficiency of analyte ionisation dictates the ability to detect and quantify a metabolite (Tian 

et al., 2013). 

For the GC-MS platform, the most common ionisation method available in metabolomics 

is electron ionisation (EI) (Hoffmann and Stroobant, 2007). This ionisation technique is a 

preferable method of choice when screening samples and is used to ionise volatile and 

thermally stable molecules that can be analysed by GC-MS. The main advantages of EI are 

good sensitivity and reproducibility that allow for straightforward comparison between 

spectra, identification of the specific profiles of the analytes or establishment of spectral 

databases for untargeted metabolomics. However, EI being a 'hard' ionisation method 

causes extensive fragmentation of metabolites, making the identification of the molecules 

more problematic. It is possible to decrease the energy of ionising electrons in order to 

lower the degree of fragmentation, nonetheless, the sensitivity of the method declines 

considerably (Dass 2006, Halket et al. 2005, Begley et al. 2009). 

In this study, the main attention was given to another two types of ionisation modes i.e. 

MALDI -MS and SIMS and therefore, these will be described in a greater detail. 

1.3.2.1. MALDI-MS 

Matrix-Assisted Laser/Desorption Ionisation (MALDI) was introduced in 1988 (Karas, 

Bachmann and Hillenkamp, 1985) and it has since become a commonly used method in 

studies of broad range of molecules, including large, non-volatile proteins, 

oligonucleotides and metabolites (Lewis et al. 2000, Korte & Lee 2014, Edwards & 

Kennedy 2005). 

1.3.2.1.1. Principles of MALDI 

The first step of the MALDI technique involves  sample preparation, where the analyte is 

mixed with a so-called ómatrixô (Dreisewerd, 2003). The matrix is a chromophoric, low 



34 

molecular weight compound that absorb the laser energy, protecting the analyte from 

fragmentation (Hoffmann and Stroobant, 2007). The mixture of analyte and matrix is then 

spotted on a target plate and the plate is introduced to the instrument. 

The second step occurs in the instrument, inside the mass spectrometer and includes 

desorption and ionisation of bulk portions of the analyte-matrix mixture by intense laser 

pulses over a short duration time (Dreisewerd, 2003). 

Laser irradiation causes rapid heating of the sample crystals due to energy accumulation in 

the condensed phase through excitation of matrix molecules. This rapid heating leads to 

sublimation of the matrix crystals, desorption of a crystal portion and expansion of the 

matrix into the gas phase, ionising intact matrix molecules in the expanding matrix plume. 

The expanding matrix plume contains many species: ionised matrix molecules, protonated 

and deprotonated matrix molecules, matrix clusters and neutral matrix molecules that are 

then thought to ionise the molecules of analyte (Dreisewerd 2003, Franz Hillenkamp & 

Karas 2007). 

The MALDI mechanism that leads to the creation of charged analyte and matrix ions is not 

fully understood (Zenobi & Knochenmuss 1998, Dreisewerd 2003). Two most widely 

accepted models for ion formation during MALDI process have been proposed. The first 

model involves proton transfer to the analyte in the solid phase before desorption, whereas 

the second model assumes gas phase proton transfer to the analyte from photo-ionised 

matrix molecules in the expanding plume (Franz Hillenkamp and Karas, 2007). As a result 

of MALDI ionisation process, a number of ions are observed. Typically, single charged 

ions occur: protonated ions [M+H]
+
, deprotonated ions [M-H]

-
 or salt adducts e.g. sodium 

[M+Na]
+
, where óMô is a matrix or an analyte molecule. Rarely, multiply charged ions 

[M+nH]
n+

 and radicals of e.g. matrix molecules can also appear (Hoffmann and Stroobant, 

2007) (Figure 3). 
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Figure 3: Schematic of the desorption-ionisation in MALDI process. Laser pulses 

irradiate the sample causing desorption and ionisation of multiple species. 

1.3.2.1.2. Applications of MALDI-MS 

MALDI -MS is a powerful analytical method that enables a parallel analysis of a large 

number of samples. MALDI-MS is fast and sensitive (up to 10
-15

 mol) and it can be 

applied for the analysis of analytes with a wide molecular weight range i.e. from very low 

(< 1000 Da) up to very high (300 000 Da) (Hoffmann and Stroobant, 2007,  Duncan, 

Roder and Hunsucker, 2008). 

In metabolomics, MALDI-MS is one of the most common ionisation techniques applied in 

the detection of known (targeted metabolomics) and unknown (non-targeted 

metabolomics) small molecules (Kiss and Hopfgartner, 2016). This technique has been 

used to obtain metabolite profiles from bacteria (Calvano et al. 2011, AlMasoud et al. 

2016), tissue sections (Bhandari et al., 2015) and cells (Povey et al., 2014), providing with 

good quality spectra with broad mass range of analytes detected. Additionally, MALDI-

MS can also be applied in the analysis of metabolic profiles of serum, urine or tissue 

samples and used to determine physiological changes of the organism caused by a toxic 

agent. Subsequently, these changes could be linked to specific metabolic pathways 

(Lagarrigue, Caprioli and Pineau, 2016). MALDI -MS has also been applied in a number of 

targeted toxicity investigations e.g. from water samples (Cao et al. 2011). 

One of the widest applications of MALDI-MS in metabolomics are drug discovery studies 

that can provide activity information about potential drug candidate, suggesting  targets for 

further drug development and indicating binding acceptors of the tested compound 

(Cuperlovic-Culf and Culf, 2016). There are a number of studies, where the suitability of 
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MALDI -MS technique in drug metabolism analysis have been described (Muddiman et al. 

1994, Jirasko et al. 2014)  

The potential of MALDI-MS has also been shown in biomarker investigations (Nielsen et 

al. 2016, Bag et al. 2016). One of the approaches of metabolomics is to discover, validate 

and quantify biological markers for e.g. disease (Khamis, Adamko and El-Aneed, 2017). 

Changes at the metabolite level originate from the disease-associated metabolome 

adaptation and often occur in biological fluids before the appearance of clinical symptoms. 

Accordingly, the detection of new biomarkers can improve the understanding and 

diagnostics of human diseases such as cancer, diabetes or cardiovascular disorders and 

eventually enhance the quality of life of patients (Gowda et al. 2008, Cisek et al. 2016). 

Another advantage of the MALDI method is its application for quantitative studies that has 

been shown previously several times, for example in the study of glucose flux in mice 

(Sugiura et al. 2014), cyclosporin A concentrations in human blood (Muddiman et al. 

1994) and investigations of potentially hazardous substances in water samples (Cao et al. 

2011). 

Due to a number of advantages of this technique e.g.: fast data acquisition, small analyte 

volumes, tolerance to salts and buffers, ease of use and potential for high-throughput 

analyses (Hoffmann and Stroobant, 2007, Muddiman et al. 1994), MALDI has started to 

be considered as a powerful tool in metabolomics studies. 

1.3.2.2. SIMS 

Developed in the 1960s (Rouberol et al., 1969), the secondary ion mass spectrometry 

(SIMS) technique has shown the potential to become a powerful tool in metabolomic 

studies in e.g. lipid profiling in embryos (Tian et al., 2014) and cancer cells (Denbigh and 

Lockyer, 2015) or studies of biomarkers for hypoxia (Armitage et al., 2013). The great 

advantage of this technique is, along with chemical information, its ability to image the 

distribution of metabolites within cell or tissue with higher spatial resolution than the 

MALDI -MS technique and quantitative information (Lechene et al. 2007, Chandra et al. 

2008). 

1.3.2.2.1. Principles of SIMS 

SIMS is a surface-sensitive method applied in the analysis of secondary ions desorbed 

from the sample surface after primary ion bombardment (Vickerman and Briggs, 2001). 

Primary ion bombardment is initiated by primary ion guns that can be monoatomic e.g. 

Au
+
, clusters e.g. Au3

+
 or polyatomic e.g. C60

+
. The secondary particles that are produced 
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are desorbed and ionised and allow for chemical analysis of the sample surface (Figure 4) 

(Shard & Gilmore 2013, Adriaensen et al. 2004, Vickerman 1997). Detectable ions are 

usually restricted to a limited mass range of approximately a few hundred Da. 

Additionally, due to a high level of fragmentation of molecules, spectra analysis and data 

interpretation is challenging (Vickerman 2011, Henderson 2013). 

 

 

Figure 4: Schematic of the desorption-ionisation process in SIMS. The primary ion 

beam bombards the sample surface, causing in desorption of multiple species. The 

majority of species emitted are neutral (purple) atoms or molecules; a small part of 

emitted species is charged: cations (green), anions (orange), electrons (yellow). 

The secondary ion formation depends on the primary ion beam, the nature of a sample and 

its electronic state and involves two processes: sputtering and ionisation of particles. 

Firstly, when primary ions bombard a sample, particles i.e. molecules and atoms from a 

sample surface are desorbed (sputtered). The emission (sputtering) of molecules and atoms 

occurs, when the energy of the beam bombarding this surface is high enough (e.g. 25 keV) 

to overcome the surface binding energies (eV). Secondly, the sputtered particles are then 

ionised, resulting in the creation of neutral and charged atoms and molecules as well as 

fragments derived from a sample surface (Sigmund, 1981). 

Only a small fraction of sputtered particles is ionised (typically<1 %) and the ionisation 

process can occur through: gaining or losing charged species (typically proton, also 
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sodium, potassium and chlorine ions), gaining or loosing electrons and through 

dissociation of the parent ions to produce fragment ions (Cooks and Busch, 1983). 

 

As the SIMS technique is based on the analysis of secondary ions, the relationship between 

factors influencing the secondary ion generation is described by the SIMS equation 

(Equation 1) (Vickerman and Swift, 1997). 

 

Equation 1 The SIMS equation 

Ὅ Ὅ—ʂ  

 

Where: Ὅ is a positive secondary ion current from the sample species ά; 

Ὅ ï the primary ion flux; 

  ï sputter yield of species ά; 

  - ionisation probability of the species ά to positive ions; 

—  ïfractional concentration of species ά in the sample layer 

ʂ ï transmission of the analysis system including detector efficiency 

 

The sputter yield and ionisation probability are two crucial parameters, which determine a 

sample behaviour under SIMS. The sputter yield is the total yield desorbed from a sample 

surface (including ions and neutrals) per primary ion impact. The sputter yield is dependent 

on the energy, charge and mass of the primary ion beam and the nature of the sample 

analysed (Vickerman and Swift, 1997). 

1.3.2.2.2. Static and dynamic SIMS 

With regard to the primary ion flux used for the analysis, there are two SIMS operational 

modes that can be used: static and dynamic mode (Figure 5). 

In static SIMS, the flux of primary ions is restricted to Ò10
13

 ions per cm
2
 (i.e. static limit), 

resulting in a bombardment of <1% of the atoms from the topmost layer of the sample 

(Figure 5 A). Such conditions decrease the damage to the molecular structure of the 

sample and limits the area of desorption to a maximum of 10 nm
2
 per primary ion impact. 

For surface investigations, this guarantees that sputtered particles are emitted from the 

areas, where no previous bombardment occurred (Oran 2005, Shard & Gilmore 2013, 

Vickerman 1997, Lockyer 2014). 
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Unlike the static SIMS mode, in the dynamic SIMS mode the sub-surface of a sample is 

investigated. This mode involves the analysis of the material under ion irradiation as a 

function of depth, as shown in Figure 5 B. 

 

Figure 5: Two operational modes of SIMS: static mode gives information about the 

topmost atomic layer of the sample (A), whereas dynamic mode operates with high 

primary ion doses to remove material to collect 3D information resulting in the 

creation of an etched crater (B). 

The dynamic mode allows for the characterisation of 3D chemical distribution and 

structural changes under high primary ion beam exposure (McPail & Dowsett 2009, Oran 

2005). 

The choice of a primary ion beam for SIMS analysis is important as it determines the type 

and amount of material detected. Only polyatomic primary ion beams e.g. C60
+
 allow for 

the dynamic analysis of molecular species due to the reduced chemical damage under these 

beams. The interaction of the C60
+
 ion with the sample is described as a formation of a 

crater at the surface of this sample with little perturbation of the sub-surface. On the other 

hand, the Au3
+
 ion separates into single Au

+
 ions that continue their movement through the 

sample, leading to considerable mixing and chemical damage (tens of nanometres) (Figure 

6) (Fletcher and Szakal, 2013). 
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Figure 6: Snapshots of the C60
+
 and Au3

+
 impacting the sample surface (here: water 

ice). The C60
+
 ion beam creates a crater with minimal sub-surface perturbations (A); 

the Au3
+
 ion beam has a much longer energy track and hence, extensive damage is 

caused (B). Adopted and reproduced from (Ryan, Wojciechowski and Garrison, 

2007). 

1.3.2.2.3. Applications of SIMS  

Several applications of the SIMS technique have been described (Lanni et al. 2012, 

Vickerman 2011). Due to their enhanced secondary ion yield the application of cluster ion 

sources enables the investigations of lipid content in biological systems involved in e.g. 

non-alcoholic fatty liver disease (Debois et al., 2009), Alzheimerôs disease (Solé-

Domènech et al., 2013), Fabryôs disease (Touboul et al., 2007) or Duchene muscular 

dystrophy (Touboul et al., 2005). SIMS can also be applied in the analysis of organic and 

mineral compounds associated to pigments in e.g. paint samples, allowing for the 

determination of the pigmentsô content (Richardin et al., 2011). Additionally, other 

applications of SIMS such as cosmo-chemistry (Stephan et al., 2003) and analysis of 

human remains in cultural heritage studies (Cersoy et al., 2012) have also been described. 
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Nevertheless, most applications of the SIMS platform is related to imaging studies due to 

the possibility of tightly focusing the primary ion beam, which makes this technique well 

suited for the creation of high spatial resolution ion images (Vanbellingen et al., 2015). 

1.3.3. Mass analysers 

Metabolite detection with high mass resolution (> 10 000), mass accuracy (< 5 ppm) and 

sensitivity is desired. Nevertheless, achieving these aims in a single MS analysis is 

challenging because higher resolution generally leads to lower sensitivity and vice versa 

(Gowda and Djukovic, 2014). There is a variety of mass analysers e.g. quadrupole (Q), 

time-of-flight (TOF) or Orbitrap and analyses alternatives such as single (MS) or tandem 

(MS/MS), each of which has different resolution and sensitivity performance (Hoffmann 

and Stroobant, 2007). 

Quadrupole analysers offer good sensitivity for selected ions but limited mass resolution, 

whereas TOF and Orbitrap offer high mass resolution. Generally, commonly used 

quadrupole instruments can reach a resolving power up to 4000, i.e. about 3-4 times less 

mass resolving power than instruments with TOF, while e.g. Orbitrap can reach a resolving 

power up to 150 000 and excellent mass accuracy (< 2 ppm) (Balogh 2004, Perry et al. 

2008, Drexler et al. 2011). Moreover, quadrupole instruments are only useful for analysis 

ions with masses up to 3,000 Da (Mishur and Rea, 2012). 

A higher mass resolution simplifies a differentiation between closely localised mass-to-

charge signals. Hence, the development of MS instruments to improve their performance 

has been implemented (Moco et al., 2007). For the analysis of small molecules, a resolving 

power of TOF instruments has been enhanced by introducing a reflectron component to 

TOF tubes (Hoffmann and Stroobant, 2007). Additionally, the confidence in assignments 

of m/z  signals to specific metabolites can be improved by tandem MS (Moco et al., 2007). 

Mass analysers organised in a tandem configuration e.g. Q-TOF or Fourier transform (FT) 

Orbitrap (FT-Orbitrap) are widely used in metabolomics (Scheltema et al. 2014, Hao et al. 

2012, Ghaste et al. 2016) thanks to their high mass resolving power (10 000 and more) and 

high mass accuracy (< 10 ppm). Fourier transform instruments i.e. FT-Orbitrap-MS have 

the highest mass resolving power (~ 500 000) and mass accuracy within 1 ppm (Brown, 

Kruppa and Dasseux, 2005). The appearance of high mass accuracy instruments with a 

broad dynamic range (i.e. a range over which ion signal is linear with the analyte 

concentration) can enhance identification effectiveness of molecules in complex mixtures 

(Hu et al. 2005, Moco et al. 2007). 
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Mass analysers commonly used with GC are single quadrupoles or TOFs, but some current 

platforms are supplied with Q-TOF MS. Q-TOF and FT-Orbitrap analysers are more 

typical for metabolite profiling and metabolite identification, because of their enhanced 

mass resolving power (Moco et al. 2007, Gowda & Djukovic 2014). TOF-TOF, Q-TOF or 

FT-Orbitrap can be coupled with MALDI devices 

(http://maldi.ch.pw.edu.pl/pomiary/Artykuly/ultraflex_III_User_Manual.pdf, Römpp & 

Spengler 2013), whereas TOF mass analysers are typically used for SIMS instruments 

(Sheraz et al., 2013). Additionally, recent development of SIMS instrument coupled to 

Orbitrap mass analyser (http://www.npl.co.uk/news/3d-nanosims-label-free-molecular-

imaging), gives new possibilities for metabolomic approaches. 

1.3.4. MS-based metabolic imaging 

Understanding the multiple biochemical processes that occur within living organisms 

requires not only the investigation of the molecular entities associated with these processes 

but also their spatial visualisation and distribution within the individuals. The analysis of 

morphological and molecular cell or tissue features is the foundation of creating 

knowledge about e.g. biomarkers for disease or changed metabolism of cells, diagnostics, 

prediction and prognosis (Norris and Caprioli, 2013).  

In metabolomics, mass spectrometry imaging (MSI) enables one to investigate spatial 

distribution of biological compounds present in cells and tissues by their direct ionisation 

and detection. MSI has also opened new insights for cell and tissue characterisation in two 

and three dimensions (Römpp et al. 2010, Hill et al. 2011) and promises extensive utility 

for e.g. clinical applications (Denbigh and Lockyer, 2015, Bunch, Clench and Richards, 

2004) and drug discovery (Lou et al., 2016, Swales et al., 2016). Modern MS imaging 

platforms have seen major technical advances that have enhanced the applicability and 

adoption of the technology in other research areas e.g. single-cell and sub-cellular imaging 

(Schober et al., 2012). New instrumentation provides high spatial resolution (< 1 µm) 

(Rabbani et al., 2011), high mass resolution (~100 000), high mass accuracy capabilities (< 

3 ppm) as well as the ability to measure a wide range of analytes (Bhandari et al., 2015). 

Three of the most commonly used ionisation platforms for MS imaging studies are 

MALDI, SIMS and desorption electrospray ionisation (DESI) (Römpp et al. 2010, Cobice 

et al. 2015, Clench, 2016). 
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SIMS platforms currently give the highest spatial resolution (< 1 µm) (Rabbani et al. 2011) 

and can provide quantitative chemical information (Chandra et al., 2008). However, the 

ionisation of the analytes requires high vacuum (10
-8

 mbar) and due to the high energy of 

the primary ion beams, the analyte fragmentation is intense (Rabbani et al. 2011, 

Vickerman 2011, Hoffmann & Stroobant 2007). 

The approach of SIMS imaging is frequently dedicated towards cellular and sub-cellular 

analyses, including 3D imaging (Graham et al., 2016, Hill et al., 2011, Winograd, 2015) 

and analyses of tissue sections (Fletcher et al., 2013, Touboul and Brunelle, 2015). 

The use of static SIMS for cellular MS imaging has been applied to a range of detectable 

endogenous compounds such as lipids and other membrane-localised small species e.g. 

cholesterol (Jerigova et al., 2011). The effectiveness of SIMS in imaging the localisation of 

membrane contents, lipids in particular, is highly beneficial in bio-analytical 

investigations, especially since only a few techniques can do this, without the use of other 

labelling agents (Lanni, Rubakhin and Sweedler, 2012). Lipid profiles have been obtained 

from a frog egg during early stages of development, opening the possibility for 

developmental studies using high resolution imaging MS and biochemistry of the sample 

(Tian et al. 2014). Other studies demonstrated for visualisation of membrane cholesterol 

within cultured macrophages and their relative quantification by correlation with 

fluorescence imaging, allowing for separation between cholesterol-enriched and control 

cellular populations (Ostrowski et al., 2007). 

On the other hand, MALDI technique is a soft ionisation method and offers a wide mass 

range of analytes, high sensitivity and recently, high spatial resolution i.e. 1.4 µm 

(Kompauer, Heiles and Spengler, 2017). Additionally, the development of new MALDI 

technology allows for desorption and ion formation process to take place in atmospheric 

pressure (AP). The limitation of MALDI with low mass resolution instruments is however, 

the interference of matrix-derived signals with signals coming from metabolites. This 

disadvantage can be overcome by application of high-resolution and high mass accuracy 

mass analysers e.g. Orbitrap (Bhandari et al., 2015). Consequently, a number of studies 

aimed at imaging of metabolites in different types of cells and tissues using the MALDI-

MSI platform have been described (Takahashi et al. 2015, Shanta et al. 2012, Fülöp et al. 

2016, Swales et al., 2015). 

For example, various small molecules have been detected and localised within Arabidopsis 

thaliana dried plant tissues with the application of different MALDI matrices (Takahashi et 

al., 2015). This technique has also been applied in metabolic imaging of drugs, drug 

metabolites (Shanta et al., 2012, Swales et al., 2015) and liposomes in mammalian tissues, 
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providing information about transport of drug molecules from blood into brain area (Fülöp 

et al., 2016). Additionally, with constant development of MALDI-MSI devices, this 

technique can be used for metabolite characterisation in tissue samples with efficient ion 

yield and high spatial resolution (1.4 µm), allowing for mapping cellular and sub-cellular 

distribution of lipids (Kompauer, Heiles and Spengler, 2017). 

DESI is a soft ionisation method that uses charged solvent droplets (i.e. electrospray) in 

order to release the molecules from a sample surface (Takáts et al., 2004). This technique 

operates under atmospheric pressure, giving a possibility to access the sample during 

acquisition and it does not require the application of a matrix hence, does not experience 

analyte-matrix co-crystallisation issues (Cooks et al., 2006). Additionally, DESI can also 

be an alternative for compounds that are difficult to ionise using the MALDI technique 

(e.g. inks) (Ifa et al., 2007). 

The major limitation of the DESI technique is its spatial resolution because ófocusingô the 

charged solvent droplets is challenging (Wiseman et al., 2008). The spatial resolution can 

vary from approximately 150 µm (Girod et al., 2011) to recently improved 35 µm that has 

been applied in the imaging of biomarker for disease within mouse brain tissue (Campbell 

et al., 2012) and drug distribution studies (Ferreira et al., 2014). 

Along with further improvements of techniques, MSI is becoming an emerging platform 

for a diverse range of research fields, providing high quality spatial distribution and 

chemical information of visualised compounds (Lanni et al. 2012, Aichler & Walch 2015). 

Additionally, the development of validation and calibration protocols as well as 

information about a spatial resolution will progress fully quantitative metabolomics 

approaches and a realisation of the full potential of MSI will be achieved (Trim and Snel, 

2016). 

The most expected goal of all science studies however, is the integration of entire óomicsô 

data sets of the living organisms, where the complete control of their function is based on 

mutual interactions between genomic, transcriptomic, proteomic and metabolomic activity 

(Weckwerth 2003, Dunn et al. 2005). As more and more researchers become aware of the 

applicability and benefits of the metabolomics studies, the application area will enlarge 

further.  
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1.4. Metabolomics in practice 

Metabolomics approaches have grown rapidly and become widely employed in many 

different branches of analyses. The application of metabolomic investigations has been 

shown on a number of different studies and is broadly described in the literature (Table 1). 

 

Table 1: Metabolomics applications in different branches of studies. 

Application Examples References 

Functional genomics - data 

sets produced by genomics, 

transcriptomics and 

proteomics are combined 

with the attempt of 

understanding how the DNA 

sequence is translated into 

information in a cell 

Phenotype changes as a result 

of a genetic manipulation e.g. 

deletion of a gene; e.g. 

Arabidopsis phenotype 

discrimination based on 

metabolic data between two 

related lines of this plant and 

their offspring 

(Oliver et al. 1998, 

Pevsner 2009, Taylor et 

al. 2002) 

Nutrigenomics - study of the 

relationships between genes 

and nutrients found in food 

and their influence on 

different phenotypes and 

personal health 

Positive effect of 

polyunsaturated fatty acid 

supplementation on lipoprotein 

metabolism in Caucasian 

population 

(Müller & Kersten 2003, 

Rudkowska et al. 2013). 

Pharmaceutical industry i.e. 

toxicological profiling, 

biomarker studies for disease, 

drug metabolism, 

environmental stress 

Fatty acid metabolism affected 

by toxicities found e.g. in 

drinking water; biological 

activity of a potential drug 

candidate 

(Shi et al. 2014, van 

Ravenzwaay et al. 2014, 

Cisek et al. 2016, du 

Preez et al. 2017, Dinis-

Oliveira 2016, Hasler-

Sheetal et al. 2016, 

Cuperlovic-Culf & Culf 

2016). 

Metabolic engineering ï 

optimisation of metabolic 

interactions within cells to 

enhance production of a 

substance of interest on an 

industrial scale and in a cost 

effective manner 

Production of pharmaceuticals 

and other biotechnology 

products e.g. biofuels 

(Kulkarni 2016, Divol & 

Bauer 2010, Trosset & 

Carbonell 2015, Wilkens 

& Gerdtzen 2015, 

George et al. 2015) 
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Metabolomics strategies are divided into two different approaches i.e. targeted analysis and 

untargeted analysis, sometimes referred to ómetabolic profilingô (Brown et al., 2009). 

Targeted metabolomics is the analysis of defined groups of chemically characterised 

metabolites. This strategy can be beneficial with extensive understanding of these groups, 

e.g. metabolic enzymes, their products and biochemical routs, which they contribute. 

Additionally, since all investigated molecules in targeted approach are defined, sample 

preparation can be more easily optimised, decreasing highly abundant species in the 

analysis as well as detecting any analytical artefacts that can be further withdrawn. 

Moreover, with the application of internal standards, i.e. chemical substances used for 

comparison, the targeted metabolomics approach can be undertaken in a semi- quantitative 

and quantitative manner (Roberts et al., 2013). When employing targeted analysis, novel 

relationships between metabolites can be identified in the context of specific physiological 

states e.g. disease (Zhao et al., 2010). 

By contrast, untargeted metabolomics is a broad study of all the measurable species present 

in a sample, including the unknowns. Due to its broad nature, untargeted analysis pipeline 

normally employs a number of analytical methods and advanced data analysis techniques 

in order to reduce the large data set into a smaller collection of manageable signals. These 

signals then need annotation using metabolite libraries and databases (Khakimov, Bak and 

Engelsen, 2014). Untargeted metabolomics allows for novel target detection, as 

metabolome coverage is only limited by the sample preparation procedures and attributes 

of analytical techniques used, e.g. sensitivity and specificity (Roberts et al. 2013). 

1.4.1. Fusion proteins 

One of the recent area in where metabolomics has been applied is the production of 

pharmaceuticals such as Fc-fusion proteins that create the most rapidly expanding group of 

bio-products and currently dominate the biopharmaceutical market due to their suitability 

in applications in diverse clinical settings (Johari et al., 2015). 

Fusion proteins are proteins constructed through assembling two or more genes that 

originally code individual proteins. Some fusion proteins consist of complete polypeptides 

and hence, have all functional sites of the original proteins. Nevertheless, other fusion 

proteins consist of only parts of coding sequences (especially those naturally existing) and 

consequently, do not preserve the functionality of the original genes that formed them. 

Fusion proteins combined from partial gene sequences are called mutant fusion proteins 

and are often found in cancer cells (e.g. bcr-abl fusion protein) (http://chippi.md.biu.ac.il/). 
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Both types of fusion proteins i.e. combined from complete or partial gene sequences can 

experience interactions between the two joined peptides that can alter their original 

functions. Additionally, for partial gene combinations a variety of interactions between 

different active sites and binding domains has potential to give novel proteins with new 

functions (http://chippi.md.biu.ac.il/, Czajkowsky et al. 2012). Individual cell analysis is 

also crucial due to the fact that cell populations are, in most cases, not homogeneous, 

where cells behave non-synchronously. Therefore, cells must be studied independently in 

order to obtain relevant and accurate metabolic information. Heterogeneity occurring 

within cell populations would be lost when analysing averaged cell populations data 

(Emara et al., 2017) and therefore, single-cell investigations are essential to create 

unbiased metabolic models. 

1.4.1.1. Fc-based fusion proteins 

Fc-based fusion proteins are recombinant proteins consisting of an antibody Fc domain 

directly joined to another peptide. Recombinant fusion proteins are constructed artificially 

through genetic modifications. 

Fc-based fusion proteins are the most often created fusion proteins due to their beneficial 

biological and pharmacological properties (Czajkowsky et al., 2012). The presence of Fc 

domain considerable increases plasma half-life of the protein, which extends therapeutic 

activity (Roopenian and Akilesh, 2007). The Fc domain in Fc-based fusion proteins also 

allows for interactions of these proteins with Fc receptors present on immune cells. The 

ability to interact with receptors on immune cells is crucial for Fc-based fusion proteinsô 

use in oncological therapy and vaccines (Nimmerjahn and Ravetch, 2008). In addition, Fc 

domain is believed to fold independently and can enhance the solubility and stability of the 

whole fusion protein both in vitro and in vivo. Moreover, from a technological point of 

view, the Fc domain enables for easy and low-cost purification of Fc-based fusion protein 

that is highly beneficial for manufacturers (Carter, 2011). 

There are a number of Fc-fusion proteins that have been introduced and are applied in 

different health disorders, for example: Enbrel (Amgen/Pfizer) for rheumatoid arthritis, 

Amevive (Astellas Pharma) for psoriasis and transplant rejection or Nulojix (Bristol-

Meyers Squibb) for organ rejection (Czajkowsky et al., 2012). 
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1.4.1.2. EPO-Fc fusion protein 

One of the Fc-based fusion proteins that has recently gained attention is erythropoietin-Fc 

fusion protein (EPO-Fc) (Taschwer et al., 2012). 

Human erythropoietin (EPO) is a glycoprotein hormone that controls red blood cells 

production. This protein is produced naturally in kidneys and is up-regulated in hypoxia 

environment, resulting in increased generation of red blood cells (Nagels et al., 2012). 

EPO protein has a molecular mass of 30.4 kDa (Davis et al., 1987) with four glycosylation 

sites that accounts for approximately 40% of the molecular mass of this protein (Sasaki et 

al., 1987). Recombinant human EPO has been produced and become extensively applied 

as a therapeutic protein for the treatment of anaemia, AIDS or chemotherapy (Jelkmann, 

2007). However, EPO administration techniques other than injections are limited, mainly 

due to the inefficient penetration EPO through epithelial barriers. 

Consequently, unique approaches have been undertaken to overcome this and other 

limitations and EPO-Fc fusion protein have been introduced. EPO-Fc allows for a 

recognition by neonatal Fc receptor (FcRn) on the epithelial cells of the lungs and this 

interaction is then used to transfer EPO-Fc across the epithelium barrier to the blood 

stream (Bitonti et al., 2004). Additionally, a number of attempts have been made to modify 

structure of native EPO protein in order to improve its therapeutic properties e.g. by 

increasing its molecular weight to slow down its in vivo metabolism or prolong half-life 

(Wang et al., 2010). 

1.4.1.3. Mammalian cell lines as a platform for protein production 

Recombinant Fc-based fusion proteins are now a well-established class of therapeutics 

(Czajkowsky et al., 2012). However, economic success greatly depends on a robust, low-

cost and high effective protein production systems (Birch and Racher, 2006). Dominant 

platforms used for production of biopharmaceuticals are based on mammalian cell culture 

due to their good effectiveness and post-translational modifications i.e. glycosylation that 

is crucial in a protein mechanism of action (Wurm, 2004). 

Chinese hamster ovary (CHO) cells represent a common expression platform for the 

production of biopharmaceutical products hence, much effort is given into further 

development of the CHO-based production system (Trummer et al., 2008). CHO cells are 

epithelial (from tissue) cells derived from Chinese hamster, first isolated in 1957. Since the 

original CHO cell line was characterised (Tjio & Puck, 1958), a number of variants of this 
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cell line have been evolved for various purposes (Taschwer et al. 2012, He et al. 2012, 

OôCallaghan et al. 2010, Kyriakopoulos et al. 2013). 

CHO cells are a dominant platform used for the development of therapeutic proteins and 

have a proven history of regulatory approval for expression of recombinant proteins. They 

are considered safe, mainly due to their óresistanceô for most human pathogenic viruses 

also, they grow relatively fast and robust (Wurm and Hacker, 2011). Additionally, CHO 

cell line can be cultured either as adherent cells or in suspension and can be genetically 

manipulated to improve production of proteins (Xu et al., 2012). 

The fundamental issues affecting the choice of a cell host for protein production, apart 

from the ability to produce high protein concentrations and the low cost of manufacturing, 

are the capability to produce high quality product with desired characteristics and the time 

in which these high product concentrations can be accessed (Birch and Racher, 2006). 

Consequently, the improvement of chemically defined cell media and development of 

feeding strategies have contributed to increased cell populations, resulting in higher 

product titres. 

Nevertheless, a major limiting factor for further improvements in process performance of 

mammalian cell culture and protein expression is inefficient cell metabolism (Taschwer et 

al., 2012). Therefore, better understanding of cellular metabolism pathways and cellular 

physiology under protein production can offer improved longevity of cells and large-scale 

manufacturing of desired proteins. 

1.4.2. Single cell based metabolomics 

In life sciences, the single cell is believed to be the smallest functional unit and its analysis 

is certainly crucial. Single-cell based metabolic investigations represent the analysis of a 

wide range of molecular information carried on a variety of bio-molecules at the individual 

cell level. Such information can give understanding about unknown processes involved in 

e.g. cellular evolution, communication or adaptation (Emara et al., 2017). Additionally, 

novel metabolomic investigations at the single-cell level can bring new insights to 

phenotypic differences within one cell population and in a very sensitive manner 

(Heinemann and Zenobi, 2011). 

Individual cell analysis is also crucial due to the fact that cells are not necessarily 

synchronised (e.g. different growth stage) and hence, the cell population is not 

homogeneous. Therefore, cells must be studied independently in order to obtain relevant 

and accurate metabolic information. Heterogeneity occurring within cell populations would 
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be lost when analysing averaged cell populations data and therefore, single-cell 

investigations are essential to create unbiased metabolic models (Emara et al., 2017). 

There are a number of reasons for cellular heterogeneity: cells might be genetically 

different, can live in a different microenvironment or happen to be a different age or in a 

different cell-cycle stage (Heinemann and Zenobi, 2011). For instance, metabolomic 

investigations on yeast cell cycle and on cell population level revealed significant changes 

in gene regulation and metabolite levels during different stages of cell cycle (Murray et al. 

2007). With regard to CHO cells, it has been shown that CHO cell populations often show 

diversity in spreading and adhesion during the cell growth, resulting in variations in cell 

morphology. It is believed that adhesion and hence morphological changes, link to 

phenotypic variation that can be of potential biological significance. The importance of 

adhesion variability has been investigated by Dao et al. revealing the adhesion is non-

genetic and cell cycle-independent but is scaled with the membrane receptors responsible 

for adhesion (Dao et al., 2012). 

Another source for cellular heterogeneity is phenotypic heterogeneity that is believed to be 

stochastically (i.e. randomly) induced. Due to a low copy numbers of specific molecules 

within cells, some processes at the gene and protein production level are stochastic and can 

result in random variations in the abundance of bio-molecules. These variations can be 

then introduced to biological pathways e.g. regulatory processes, causing the generation of 

multiple cell phenotypes even within the same environment (Raj & van Oudenaarden 

2008, Veening et al. 2008). 

Single cell metabolomics has a number of challenges. Firstly, individual cell approach has 

to consider very low quantities of analytes. For example, glycolytic intermediates are 

present at the low millimolar concentration range in E. coli bacterium (in 1fL of volume), 

attomolar concentrations occur in yeast (in 65 fL of volume), whereas in mammalian cells, 

metabolites are present within a concentration range of femtomoles (in 500 fL of volume). 

Such concentrations are approximately 10
9
 times lower, when compared to the amount of 

metabolites that are usually used (i.e. nanomoles) in metabolomic studies at the population 

level (Schmid et al. 2010). Moreover, unlike e.g. genomic or proteomics, amplification of 

analyte is not possible, making metabolomics even more challenging (Heinemann & 

Zenobi 2011). Another challenge in metabolomic investigations is a sample preparation 

process, where a cell metabolism has to be stopped rapidly and ideally without a loss or 

degradation of metabolites (so-called quenching). Hence, the appropriate extraction 

procedure should be based on the greatest number of metabolites recovered and also, on 

the reproducibility of the method (Sellick et al. 2011). Lastly, because individual cell 
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metabolomics platforms are expected to reveal differences between single cells, these 

platforms also needs to generate high quality measurements to enable for the meaningful 

statistical data analyses and interpretation (Heinemann and Zenobi, 2011). 

Due to a limited number of techniques (Table 2) allowing for metabolic studies at the 

single-cell level, only a few experiments have been performed (Heinemann and Zenobi, 

2011). However, single-cell analytical platforms have recently undergone rapid 

development and reached an important level, where they have grown into powerful tools 

used for characterisation of cellular variability (Emara et al., 2017). 
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Table 2: Mass spectrometry techniques applied in metabolomics studies for profiling 

and imaging of small molecules at the single-cell level. 

Technique Description References 

SIMS e.g. ToF-

SIMS, NanoSIMS 

Matrix-free; semi-quantitative; MS imaging 

(pixel size < 1 µm), sub-cellular level; mass 

range ~1-1000 Da; hard ionisation; low 

throughput operation 

Passarelli and 

Ewing, 2013 

DESI-MS  

Soft ionisation; matrix-free; MS imaging 

(pixel size ~35 µm); alternative for MALDI-

MS; semi-quantitative; mass range ~50-70,000 

Da; medium throughput operation 

Cooks et al., 

2006, Campbell et 

al., 2012 

MALDI -MS 

Broad mass range ~100-200,000 Da; soft 

ionisation; quantitative; MS imaging (pixel 

size < 10 µm), sub-cellular level; matrix 

application; possible application of plates (so 

called sample arraying) with óanchorsô for 

single-cell deposition; low/medium throughput 

operation 

Heinemann and 

Zenobi, 2011 

DIOS-MS 

Matrix-free; semi-quantitative; soft ionisation; 

suitable for small molecules; alternative for 

MALDI -MS; MS imaging (pixel size ~25 µm); 

medium throughput operation 

Thomas et al., 

2001, Liu, Guo 

and He, 2007 

NanoESI-MS 

Electrospray needle placed into a cell under 

video microscopic observation and electro-

spraying the cell contents via this needle; 

allows for sub-cellular studies; low throughput 

operation; direct analysis of cells; suitable for 

larger cells; better sensitivity (than ESI) and 

reduced droplet size can be obtained 

H Mizuno et al., 

2008, El-

Faramawy, Siu 

and Thomson, 

2005 

Live single-cell MS 

Curved fiber tip to point the focused UV laser 

beam onto a cell that ionises cell content; 

analysis by LC/ESI-MS; low throughput 

operation; potential for detailed qualitative and 

quantitative studies 

Izumi et al., 2009, 

Svatos, 2011 

DIOS ï desorption/ionisation from porous silicon; LC ï liquid chromatography 
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1.5. Metabolomics and data analysis 

Metabolite data generated by MS are in general rich in information and therefore, 

chemometric statistical tools are often required to reduce the data dimensionality from such 

complex datasets. The main approaches in analysing metabolite datasets are to obtain 

detailed insight into the molecular mechanisms of cellular metabolic routes and to identify 

molecules that are involved in these pathways (Gonzalez-Riano, Garcia and Barbas, 2016). 

Complete metabolomics investigations involve a number of steps that are performed before 

the pre-defined hypothesis can be answered and include: i) pre-processing-selecting 

features from raw data to a suitable form; ii) pre-treatment-for example scaling to put all 

samples and variables on a comparable scale; iii) processing-statistical modelling and data 

visualization; iv) interpretation (Figure 7) (Sumner et al. 2007, Gromski et al. 2015, 

Sussulini 2017). 

 

Figure 7: Data analysis workflow in metabolomics. Metabolomics investigations 

involve a number of steps performed before the pre-defined hypothesis is answered 

and include data pre-processing, pre-treatment, processing and interpretation. 

1.5.1. Pre-processing 

The goal of pre-processing of metabolomic data is to create 2D datasets of features, where 

often the rows correspond to the samples analysed and the columns to m/z values, retention 

time or peak area, depending on the technique used. There is a number of pre-processing 

steps applied such as baseline correction, alignment, deconvolution and normalisation 

(Sussulini 2017, Khakimov et al. 2014). 

Baseline correction compromises randomly and uniformly generated variations caused by 

artefacts, which can appear during the measurement. Similarly, the aim of data alignment 

is to remove any shifts present and to group detected peaks across all samples according to 

their m/z value and/or retention time window. Consequently, the grouped peaks are then 
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integrated as peak intensity or peak area and are assigned to a specific feature in the data 

table (Sussulini, 2017). 

The sources of artefacts and shifts between m/z values and/or peak retention times 

occurring during the experiment are variations in e.g. pH, temperature, pressure or effects 

coming from the sample matrix. However, the majority of chromatographic and mass 

spectrometry data visualisation and processing software such as DataAnalysis from Bruker 

or MassLynx from Waters provide built-in baseline correction and alignment functions 

(Khakimov et al. 2014). Additionally, other software e.g. MATLAB also enables fast 

baseline correction, alignment and further processing across many samples simultaneously 

(Johnsen et al., 2013). 

Deconvolution is related to the separation of the true profiles of closely eluted and/or 

overlapping metabolite peaks. This process is a powerful tool for enhancing selectivity of 

offered technologies and is important for quantitative investigations. Deconvolution is 

often performed in automated software packages provided with most GC-MS and LC-MS 

instruments (e.g. Pegasus, Leco, St. Jospehs, USA) but can also be achieved with the 

application of other tools, for example Automated Mass Spectral Deconvolution and 

Identification System (AMDIS) (for GC-MS) (Hansen, 2006). 

Normalisation is applied to the dataset to account for any non-sample related variations 

caused e.g. during sample preparation or data acquisition and is particularly important for 

quantitative investigations. Normalisation corrects variations by identifying some factor 

that is alike in all samples and fixing the scale of each variable using the factor 

characteristics (e.g. internal standard) (van den Berg et al., 2006). In addition, 

normalisation is applied to each spectrum separately rather than across a group of spectra. 

The most commonly applied method of normalisation is sum normalisation, where each 

mass channel (for example) is divided by a sum of the intensities from all mass channels in 

the spectrum (Henderson, 2013). 

1.5.2. Pre-treatment 

Within all steps in the data analysis, data pre-treatment is believed to be a key step due to 

its ability to make the data clearer and suited for the further analysis (Goodacre et al., 

2007). During the pre-treatment step, the data are converted to minimise variable 

redundancy, resulting in all variables being more comparable with regard to size (Bro and 

Smilde, 2003). 

There are a number of pre-treatment methods that have been applied in metabolomic data 

analysis, for example scaling (e.g. auto-scaling, Pareto scaling), data filtering (e.g. by 
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standard deviation (SD), median) and estimation of missing values resulting in the 

imputation of e.g. zero values or values using k nearest neighbours (kNN) (Povey et al. 

2014, Gromski et al. 2015, Khakimov et al. 2014). All pre-treatment methods have their 

advantages and limitations, so careful consideration has to be given while selecting which 

method to use (van den Berg et al., 2006). 

Scaling allows for an equal importance to all variables, removes any scale differences and 

is usually performed after normalisation step (Sussulini, 2017). During scaling process, for 

each variable (column) its mean from the whole dataset is taken (also known as centering) 

followed by dividing by a scaling factor. Depending on the type of scaling e.g. auto-

scaling, Pareto scaling etc. the scaling factor is different. For example, during auto-scaling 

the standard deviation of a given variable (column) is used, whereas Pareto scaling instead 

of standard deviation uses the square root of the standard deviation (van den Berg et al., 

2006). 

Other common steps in data pre-treatment are data filtering and estimation of missing 

values. Data filtering is a process where the signal-to-noise ratio for the spectra can be 

improved by taking out information that is confusing e.g. outliers. The majority of the 

existing data filtering techniques are based on pre-defined window filters, based on e.g. 

standard deviation values, where standard deviation for each variable from all dataset is 

calculated and checked against given window filter (Hansen, 2006). 

Additionally, it is advised to apply the process of replacing missing data with substituted 

values (also known as imputation methods) in order to improve data analysis. Quite 

commonly, about 10%-20% data from e.g. GC-MS experiments are missing (Gromski et 

al. 2014, Hrydziuszko & Viant 2012). There is a variety of sources for missing values such 

as measurement error, failure in the identification of signals from the background or 

deconvolution, resulting in false negative during segregation of overlapping signals 

(Hrydziuszko & Viant 2012, Steuer et al. 2007). Likewise, a number of imputation 

methods to estimate missing values can be applied, for example replacing missing value by 

means of nearest neighbours (kNN) or replacing missing values with zeros (Weckwerth, 

2007). Regarding  recent studies (Gromski et al. 2015, Hrydziuszko 2012), Pareto scaling 

and kNN imputation method have been found as optimal for the dataset generated using 

mass spectrometry techniques. 

All above pre-treatment methods have their advantages and disadvantages and can greatly 

influence the outcome from the data analysis. Therefore, a consideration has to be given, 

which pre-treatment approach is best to select for the dataset, according to the study and 

type of sample (Gromski et al., 2014). 
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1.5.3. Univariate and multivariate approaches in data analysis for metabolomics 

Two main approaches of data analysis are typically applied in metabolomics 

investigations: univariate data analysis (UVA) and multivariate data analysis (MVA) 

(Figure 8). 

 

Figure 8: Examples of univariate (UVA) and multivariate (MVA) approaches in data 

analysis for metabolomics. Commonly used methods for UVA are t-test and ANOVA. 

MVA can be divided into unsupervised and supervised methods that include e.g. 

PCA, HCA (unsupervised) and e.g. DFA, PLS-DA, OPLS-DA (supervised) analyses 

(Gonzalez-Riano, Garcia and Barbas, 2016, Gromski et al., 2014). 

In this study, two multivariate analytical tools i.e. PCA and PLS-DA were applied and 

therefore, these will be described in a greater detail. 

The UVA approach enables analysis to determine whether or not, the values measured for 

a specific variable (e.g. peak) differ significantly across collection of samples. There are 

two commonly used methods of UVA, both with an assumption that the datasets follows a 

normal distribution: t-test, applied to determine a comparison between two groups of 

sample and, one-way Analysis of Variance (ANOVA) test, when more than two groups of 

samples are given (Gonzalez-Riano, Garcia and Barbas, 2016). Both methods provide a p-

value that corresponds to the probability of getting by chance a result as that observed 

(Bartel, Krumsiek and Theis, 2013). 



57 

UVA is typically used along with MVA that takes into account more than one variable at 

the same time. MVA includes principal component analysis (PCA) that is usually applied 

for a preliminary assessment of original clustering (grouping) of the samples. PCA, an 

unsupervised method, determines clustering of samples without a priori  information of a 

sample class and is based on the differences between signals in the metabolite profiles. 

PCA is often applied as a starting point in the data analysis (Khakimov, Bak and Engelsen, 

2014). 

Another method, partial least squares regression discriminant analysis (PLS-DA) is applied 

for classification between groups but also to evaluate which variables cause the variation 

and is employed to expose this variation among a collection of samples (Gonzalez-Riano, 

Garcia and Barbas, 2016). 

PLS-DA, a supervised method, proposes the construction of predictive models based on 

the estimated relationships among variables (i.e. regression) of the data within the dataset 

against the class information within this dataset (e.g. control, treated). PLS-DA allows for 

a selection of the statistically significant metabolites that contribute most to the arranged 

model (Gromski, Muhamadali, et al., 2015). 

One way to present statistically significant metabolites is e.g. Variable Importance in 

Projection (VIP), where the most meaningful metabolites are assumed to be the ones with a 

VIP score Ó 1 (Godzien et al., 2013). 

The data analysis work-flow will result with a set of statistically significant metabolites, 

allowing for the identification of the metabolic pathways influenced by the investigated 

factor or certain environmental conditions. 

A number of metabolomic studies use the application of univariate and multivariate data 

analysis work-flows. For instance, PCA was used in discriminating phospholipids from 

different types of bacteria with the employment of the MALDI-MS technique (Figure 9 A) 

(Ishida et al., 2002). Another example incorporates the application of PCA and PLS-DA 

multivariate analyses followed by the analysis of metabolites IDs and their metabolic 

pathways in the study of urine samples from hepatitis C virus (HCV) patients by ultra-

performance liquid chromatography MS (UPLCīMS) for biomarker discovery (Figure 9 

B) (Zhang et al., 2013). 
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Figure 9 A: Application of multivariate analysis in metabolomics studies. Example A: 

discriminating phospholipids from different types of bacteria using MALDI-MS; 

adopted and reproduced from (Ishida et al., 2002). 
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Figure 9 B: Application of multivariate analysis in metabolomics studies. Example B: investigation of biomarkers for hepatitis C virus from 

urine samples of hepatitis C virus patients using UPLC-MS; adopted and reproduced from (Zhang et al., 2013).



60 

1.5.4. Processing and analysis of MSI data 

The very large size and complex nature of MSI datasets has led to the development of a 

variety of different pre-processing and data analysis tools (Jones et al., 2012) however, 

many of them are not yet available commercially. In general, MSI datasets can be 

processed at the spectral level and at the image level. Pre-processing of spectral dataset can 

involve background subtraction, alignment and normalisation (Norris et al., 2007). Due to 

MSI spectra typically contain high-frequency noise and unresolved background, a 

background subtraction method is important for accurate representation of molecular 

distribution in MS images. Alignment and normalisation of spectra are applied to correct 

for some variations in ionisation due to e.g. suppression effects or matrix effect (for 

MALDI technique). One commonly used normalisation is the total ion count (TIC) 

normalisation that accounts for total effects across the sample. In addition to spectral noise, 

image noise can also appear due to the stochastic events (i.e. random) during the analysis. 

However, recent development of MSI data analysis packages have introduced algorithms 

to minimise the impact of noise within an MS image. They also provide tools for data pre-

processing, image manipulation e.g. region of interest selection and means for export of 

MS spectra from individual pixels to other software for further analysis (Jones et al. 2012, 

Gessel et al. 2014). 

Ultimately, a consideration must be given to the pre-processing methods and the analysis 

of MSI results in order to ensure the most accurate representation of the data (Gessel et al. 

2014). 
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1.6. Summary 

One of the areas of application for metabolomics is the production of biopharmaceuticals. 

One example are Fc-fusion proteins, which are the largest group of currently created fusion 

proteins due to their beneficial biological and pharmacological properties. The 

manufacturing of Fc-fusion proteins is dependent on an effective, robust and low-cost 

protein mammalian cell extraction system. Insights into of how cells react to a protein 

expression process based on metabolic profiles, brings new aims for bioengineering of cell 

platforms for best performance in bio-manufacturing. Additionally, information on how 

single cell metabolism and hence, phenotype, responds to the cell microenvironment will 

allow for biological mechanisms to be examined in detail. 

Different mass spectrometry techniques applied to metabolomics studies offer various 

advantages and limitations in terms of sample preparation procedures, mass range detected, 

mass accuracy and spatial resolution. At the same time, it is very unlikely that one 

individual method will give complete set of the answers to untargeted or targeted 

biological questions. Multidimensional investigations seem to be the best approach to 

obtain as much of such information as possible from one sample type. With this approach, 

data sets collected from different mass spectrometry techniques e.g. GC-MS, MALDI-MS 

and SIMS as well as combined chemical and spectral information can be used to explore 

cell metabolism and its changes in greater detail. 

The work in this thesis attempts to investigate the effects of the Fc-based fusion protein 

production in mammalian cells using a metabolomic approach and with the application of 

mass spectrometry techniques i.e. GC-MS, MALDI-MS and SIMS for profiling and 

imaging. 

Chapter 2 describes the cell line used for Fc-based fusion protein expression, its 

maintenance and procedures for footprint and fingerprint sample collection. 

Chapter 3 describes in detail the GC-MS, MALDI-MS and SIMS instruments used to 

obtain the metabolomics data. 

Chapter 4 presents results of preliminary analysis of a response of CHO cell line exposed 

to the EPO-Fc fusion protein induction and production. 

Á Aims: to check the stability of the cell line under inducer exposure; to confirm the 

EPO-Fc fusion protein production in cells; to choose time-points collection for 

footprint and fingerprint samples 
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Chapter 5 presents results of optimisation of the sample preparation procedure for the 

MALDI -MS technique used for a detection of metabolites derived from footprint and 

fingerprint cell samples. 

Á Aims: to choose a MALDI-MS matrix, matrix concentration and its solvent for 

metabolite profiling; to create a calibration mixture for MALDI-MS metabolite 

profiling; to choose a sample deposition method for MALDI-MS metabolite 

profiling; to confirm the suitability of chosen MALDI-MS sample preparation 

method for metabolite samples 

Chapter 6 presents results of the analysis of footprint and fingerprint metabolite profiles of 

cells producing the EPO-Fc fusion protein obtained by GC-MS and MALDI-MS. The 

analysis attempts to investigate cellular activity of CHO cells and their metabolic state 

upon the protein production. 

Á Aims: to analyse the effect of EPO-Fc fusion protein production on metabolism of 

cells based on GC-MS and MALDI-MS data; to find the most significant 

metabolite changes in cells producing EPO-Fc using UVA and MVA approaches; 

to attempt metabolite assignment and metabolic pathway analysis; to compare data 

of metabolic profiles collected using GC-MS and MALDI-MS techniques 

Chapter 7 presents metabolite MS imaging approach of CHO cells with the application of 

MALDI -MSI and SIMS imaging in order to investigate the cell response to the EPO-Fc 

fusion protein expression. The analysis attempts to characterise cells at the population level 

as well as single cell and sub-cellular levels. 

Á Aims: to analyse the effect of EPO-Fc fusion protein production in cells based on 

metabolite images from cell populations; to find the most significant metabolite 

changes in cells producing EPO-Fc using UVA and MVA approaches; to attempt 

metabolite visualisation and metabolite assignment; to attempt investigation of 

metabolite changes under protein production at the single-cell level; to attempt 

investigation of metabolite distribution at the sub-cellular level; to compare data 

obtained using MALDI-MSI and SIMS imaging 

Chapter 8 is a general discussion of the data presented within this thesis and includes a 

summary of results and ideas for the future work. 
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CHAPTER 2: Experimental 

2.1. Introduction  

The goal of this work was to incorporate a metabolomics-based approach to investigate the 

effects of EPO-Fc fusion protein expression in mammalian cells. 

Fc-based fusion proteins are the most often generated fusion proteins because of their 

beneficial bio-pharmacological properties (Czajkowsky et al., 2012) such as increased 

plasma half-life of the protein (Roopenian and Akilesh, 2007) and presence of Fc domain 

that enables for easy and low-cost purification of Fc-based fusion protein that is highly 

beneficial for manufacturers (Carter, 2011). 

One of the Fc-based fusion proteins that has gained attention is erythropoietin-Fc fusion 

protein (EPO-Fc) (Taschwer et al., 2012). Human erythropoietin (EPO) is a glycoprotein 

hormone that controls red blood cells production (Nagels et al., 2012) and its recombinant 

version has been used as a therapeutic protein for the treatment of anaemia, AIDS or 

chemotherapy (Jelkmann, 2007). EPO-Fc is one of some unique approaches that have been 

undertaken to improve EPO therapeutic properties (Wang et al., 2010). 

A Chinese hamster ovary (CHO) cell line was used as a platform for the EPO-Fc fusion 

protein production. CHO cells are an epithelial (from tissue) cells derived from a Chinese 

hamster, first isolated in 1957 (Tjio & Puck, 1958) and represent a common expression 

system for the production of biopharmaceutical products (Trummer et al., 2008). This cell 

line is a dominant platform used for the development of therapeutic proteins and has a 

proven history of regulatory approval for expression of recombinant proteins. CHO cells 

have been considered safe, mainly due to their óresistanceô for most human pathogenic 

viruses also, they grow relatively fast and robust (Wurm and Hacker, 2011). 

Metabolite extraction was performed according to the protocol developed previously (Teng 

et al. 2009). 

Current metabolite extraction procedures involve two stages: the initial quenching of the 

cells and their metabolic activity, followed by extraction of the metabolites (Kronthaler et 

al. 2012, Teng et al. 2009, Wiendahl et al. 2007). A standard approach for quenching of 

cells requires the use of pre-cooled solution in order to stop cell metabolism by rapid 

cooling of the cells and to preserve the characteristics of the metabolome. There is a 

number of quenching solutions that have been used, including: 60%-80% methanol in 

extraction of metabolites from normal (Sellick et al., 2009) and cancer (Li et al., 2017) 

cells as well as bacteria (Bacillus and Brevibacillus) (AlMasoud et al., 2016), 0.9% sodium 

chloride in the analysis of Chinese hamster ovary cell line (Chen, Bennett and Kontoravdi, 
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2013) or phosphate-buffered saline (PBS) in the analysis of mammalian cells (Kronthaler, 

Gstraunthaler and Heel, 2012). Buffers maintain the membrane of cells however, they do 

not stop enzyme activity (Teng et al. 2009, Wiendahl et al. 2007). Up to date, methanol 

solutions have been applied for quenching metabolism of cells and bacteria the most often, 

due to its low quenching temperatures (freeze point at -48ºC), good metabolite recovery 

and possibility of buffer supplementation that helps keeping integrity of cellular 

membranes (Hernandez Bort et al. 2014, Japelt et al. 2015, Martano et al. 2015, Ser et al. 

2015, AlMasoud et al. 2016). 

The second step of the sample preparation protocol for metabolite profiling involves the 

extraction of metabolites from cells. Firstly, cells need to be detached from their growth 

surface, for example by scraping or application of trypsin, which allows for collection of 

sufficient number of biomass (Villas-Bôas SG et al., 2007). The extraction is then 

performed by the disruption of cell walls (lysation) by e.g. the application of liquid 

nitrogen followed by removal of the cellular debris (Sellick et al. 2009, Sellick et al. 

2011). The extraction procedure however, should be carefully designed as it can provide a 

number of complications, including damage and/or decrease in metabolite levels when 

rapidly frozen (Wittmann et al., 2004) or irreversible binding of metabolites to cell walls 

while freeze-dry cycles are applied (Dunn, Bailey and Johnson, 2005). 

Accordingly, metabolite extraction in this study was performed with the application of cold 

100% methanol followed by detaching cells by scraping and interruption of cell walls 

(lysation) using liquid nitrogen (Sellick et al. 2009, Sellick et al. 2011, Teng et al. 2009). 

Metabolic profiling was conducted using GC-MS and MALDI-MS analysis of both 

external (footprint) and internal (fingerprint) metabolome of CHO cells. 
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2.2. Materials and methods 

2.2.1. Materials 

All cell culture consumables and solvents were purchased from Sigma-Aldrich 

(Gillingham, UK) or Life Technologies/Gibco (Invitrogen Group, Paisley, UK), unless 

stated otherwise. Plasticware was purchased from Fisher Scientific (Fisher Scientific, Fair 

Lawn, NJ) or Dutscher Scientific (Essex, UK). Cell culture reagents included HAM F12 

nutrient mix, L-glutamine, blasticidin, tetracycline (Sigma-Aldrich, Gillingham, UK), 

Foetal Bovine Serum (FBS) (Life Technologies/Gibco) and hygromycin B in PBS 

(Invitrogen Group, Paisley, UK). 

 

2.2.2. Methods 

All cell culture work was conducted within a Class II biological safety cabinet (Mach-Aire 

Limited, UK) and all work areas were carefully cleaned with 70% ethanol before use. 

2.2.2.1. Characterisation of cell line 

For this study, the CHO-K1 adherent cell line transfected with T-REx system was used 

(Figure 1). T-REx system is a tetracycline-regulated mammalian expression system, where 

tetracycline regulation is based on one of the T-REx system components - pcDNA6/TR 

regulatory vector. The pcDNA6/TR regulatory vector expresses the tetracycline (TET) 

repressor and tetracycline regulation is dependent on the binding of tetracycline to this 

repressor. This bond results in activation of the promoter for expression of the gene with 

encoded EPO-Fc fusion protein. Additionally, pcDNA6/TR vector encodes blasticidin 

(antibiotic) resistance that allows for selection of stable transfectants only (Kimura et al. 

1994, Hillen & Berens, 1994). CHO-K1 T-REx cells were transfected with EPO-Fc-

pcDNA5-FRT-TO plasmid that encodes hygromycin (antibiotic) resistance and 

erythropoietin (EPO) Fc fragment recombinant protein (~70 kDa). Accordingly, EPO-Fc is 

under control of tetracycline repressor. Hygromycin, similarly to blasticidin, plays a role of 

selectable marker and is essential for selecting cells that contain these plasmids. In the 

absence of hygromycin, the cell population might lose this plasmid, therefore losing the 

ability to produce EPO-Fc (http://www.thermofisher.com, https://www.addgene.org). 
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Figure 1: Schematic components of CHO-K1 T-REx EPO-Fc-pcDNA5-FRT-TO cell 

line used for metabolomics studies of EPO-Fc fusion protein expression. When 

induced, the binding between tetracycline (TET) and its repressor activates EPO-Fc 

promoter for EPO-Fc fusion protein production. 

 

A EPO-Fc fusion protein schematic structure is shown in Figure 2. The construct is built 

from EPO protein and Fc fragment with six residues of histidine attached. Additionally, an 

enzyme enterokinase site between EPO protein and Fc fragment is assembled. 

 

Figure 2: Schematic structure of EPO-Fc fusion protein. EPO structure incorporated 

from Cheetham et al. 1998. 

 

An aliquot of a frozen CHO-K1 T-REx cell line containing EPO-Fc-pcDNA5-FRT-TO 

plasmid (further called óCHOô cell line) was obtained from Prof. Alan Dickson and his 

PhD student Thomas Leach at the University of Manchester. 

 

2.2.2.2. Resurrection of frozen cells 

A cryogenic tube containing frozen CHO cells in liquid nitrogen was warmed in a water 

bath heated to 37 °C to thaw the cells. Once thawed, 1 mL of cell suspension was added to 

9 mL of pre-warmed complete growth medium (Table 1) in a conical tube and centrifuged 

(Rotofix32A Hettich Centrifuges, UK) for 10 min at 500 g to remove dimethyl sulfoxide 
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(DMSO). The supernatant was removed and cells were suspended in 8 mL of fresh 

medium and seeded on T-25 flask. Cells were counted in a cell counting chamber (Thoma) 

using Trypan blue according to standard protocol and placed in an incubator at 37 °C in 

5% of CO2 atmosphere. Cell culture was examined microscopically at 24 h periods to 

check for any morphological changes and nutrient requirements. Also, cell culture was 

checked for Mycoplasma contamination monthly. 

Table 1: Complete growth cell medium for CHO cell line. 

Content 
Concentration in 

cell medium 
Company 

Catalogue 

number 

HAM F12 nutrient mix n/a* Sigma-Aldrich N6658 

L-glutamine 1.8 mM Sigma-Aldrich G7513 

Foetal Bovine Serum (FBS) 10% 
Life 

Technologies/Gibco 
10500-064 

Blasticidin 10 µg/mL Sigma-Aldrich 15205 

Hygromycin B in PBS 250 µg/mL Invitrogen 10687010 

*complete formulation available on company website 

 

2.2.2.3. Sub-culturing (passaging) of cells 

Cells were grown as a monolayer in T-25 or T-75 flasks containing respectively 8 mL and 

15 mL of complete growth medium. Flasks were assessed under inverted phase contrast 

microscopy (Model Pim, World Precision Instruments WPI, Sarasota, FL, USA) to 

determine the level of confluency. Cells were sub-cultured every 3-4 days at which point 

70ï90% confluence of cells was obtained. The old cell medium was aspirated and 5-10 mL 

of pre-warmed calcium and magnesium free phosphate buffered saline (PBS) was added to 

wash the cell monolayer and remove any remaining FBS that can inhibit the activity of the 

proteolytic enzymes to be used. The PBS was removed and 2.5ï5 mL of trypsin was added 

to the flask and the flask was placed in the incubator for 5 min to boost the performance of 

the enzyme. After the incubation time had finished, 5ï10 mL of pre-warmed cell medium 

was added and cell suspension was agitated to disattach cells. Cells were counted in a cell 

counting chamber (Thoma) using Trypan blue according to standard protocol (Sellick et 

al., 2009) and seeded in fresh medium at the density as necessary, usually 0.1×10
6
 

cells/mL for 3 days of cell culture. The flask was placed in the incubator at 37 °C in 5% of 

CO2 atmosphere (Galaxy 170S, New Brunswick, Eppendorf, UK). Viability of cells was 

checked with each passage. 
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2.2.2.4. Cryogenic preservation (freezing) of cells 

Cryogenic preservation is a practice of retaining cell culture in a stable environment for a 

prolonged period of time without the need for maintenance of the cell conditions i.e. 

feeding and passaging procedures detailed above. The sub-culturing procedure was 

followed to the stage where the cells were incubated with trypsin and 5ï10 mL of pre-

warmed cell medium was added. Cell suspension was transferred to a conical tube and 

centrifuged for 10 min at 500 g. Supernatant was removed and the cell pellet was re-

suspended to a density of 10×10
6
 cells/mL in fresh cell medium containing 10 % DMSO. 

DMSO acted as a cryoprotective agent in the freezing process. 1 mL of cell suspension was 

aliquoted to labelled cryotubes and placed in a -20 °C freezer for 24 h. After 24 h, the 

cryotubes were transferred to a -80 °C freezer (U570-86, New Brunswick, UK) for another 

48 h. Once frozen, the ampoules were transferred to liquid phase nitrogen storage vessels 

for long term storage. 

2.2.2.5. Inducer exposures 

Tetracycline stock solution was prepared in water in a concentration of 1 mg/mL, added to 

cells to a final concentration of 1 µg/mL and incubated for 3 days. Stock solution was 

applied to cells when cells were examined under the microscope after 24 h from seeding to 

exclude contamination and to control the morphology of cells. 

2.2.2.6. Metabolome sample preparation 

A development of a suitable metabolite extraction protocol was required that would be 

optimum for metabolome analysis. The basic practice of harvesting adherent cells includes 

the use of trypsin to disassemble cells from flask surface. This however, brings some major 

complications: trypsin does not inactivate enzymes, it can potentially change the 

metabolite profile because of its interactions with membrane proteins and, time needed for 

centrifugation of samples during such protocol creates a great gap between harvesting and 

quenching of metabolism that might result in the loss of significant metabolites. In order to 

minimise changes in metabolite profile, cells were harvested by cell scraping. Metabolite 

extraction was performed according to the method developed previously (Teng et al. 

2009), however the use of room temperature PBS rather than ice cold PBS during the 

washing step was applied in order to reduce cell shock and thus minimise potential 

metabolome leakage (Hollywood et al., 2015). Figure 3 illustrates the diagram of stages in 

the collection of footprint and fingerprint samples. Cells were seeded and grown as 
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described previously and in T-225 flasks with 25 mL of growth medium. After the addition 

of tetracycline and thus, induction of the protein production, cell culture was maintained 

for 3 days. Sample collection of footprint and fingerprint samples was performed on day 1 

and day 3 of cell culture. Control flasks were grown along treated cells and there were 4 

biological replicates of control and tetracycline-induced cells. All used cell media, PBS, 

FBS, antibiotics and solvents had the same batch numbers to reduce introduction of 

variation. 
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Figure 3: A diagram of main stages in the footprint and fingerprint sample collection. 
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2.2.2.7. Metabolomic footprint sample collection 

The expired media were aspirated from each culture flask, collected into 15 mL conical 

tubes and centrifuged 10 min at 1000 g at -8 °C to remove any remaining cellular debris. 

The centrifuged metabolic footprint samples were aliquoted into smaller volumes and 

immediately snap frozen in liquid nitrogen. Same samples were lyophilised (Eppendorf 

Vacufuge Concentrator 5301, Eppendorf, UK). All samples were stored at -80 °C until 

further analysis. 

2.2.2.8. Metabolomic fingerprint sample collection 

After removal of the expired media, PBS (10 mL, room temperature) was applied to each 

flask to wash cellular monolayer from any remaining medium. PBS was aspirated, 

collected to 15 mL conical tubes and immediately snap frozen in liquid nitrogen for further 

analysis of any potential metabolite leakage. Washing step with PBS was repeated twice, 

however PBS after first washing step only was collected for metabolite leakage analysis. 

Following this, the cellular metabolism was quenched by addition of 100 % methanol (7 

mL, -48 °C, about 5 min) and harvested by scraping the cell monolayer from the flask with 

a disposable cell scraper (Corning, UK). The collected biomass was removed by pipette 

and placed in 15 mL conical tubes. The samples were snap frozen in liquid nitrogen and 

allowed to thaw on dry ice in order to break cell membrane and extract metabolites. This 

process was repeated three times to ensure sufficient extraction. The samples were then 

centrifuged 10 min at 5000 g at -8 °C to pellet the cell debris. The supernatant was 

collected and aliquoted into smaller volumes and lyophilised (Eppendorf Vacufuge 

Concentrator 5301, Eppendorf, UK) in order to concentrate metabolite extracts. PBS 

samples were also lyophilised. All samples were stored at -80 °C until further analysis. 
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CHAPTER 3: Instrumentation  

3.1. Introduction 

Biological experiments require specialised instrumentation for the acquisition of data with 

high mass accuracy, high mass and spatial resolution. The application of different 

analytical tools suitable for the characterisation of small molecules offers the advantage of 

gaining complementary information about biological samples and leads to better 

understanding of metabolism of living organisms (Bujak et al. 2015). 

Since its invention in 1912, mass spectrometry (MS) is well-established platform for a 

number of scientific disciplines (Dunn, 2008). A standard arrangement of mass 

spectrometry instrument is shown in Figure 1. 

 

Figure 1: A schematic of a standard mass spectrometry platform. Samples are 

inserted to an ion source (atmospheric or vacuum pressures) through an inlet system, 

where ions are produced. Ions travel through mass analyser being separated 

according to their mass-to-charge (m/z) ratio prior the detection at the detector 

component. A PC is required to acquire experiments and to control system and all its 

parameters (Dunn, 2008). 

Samples can be introduced to the mass spectrometer in liquid (e.g. atmospheric pressure 

MALDI), solid (e.g. MALDI, SIMS) or gas phase (e.g. GC-MS), depending on the type 

and arrangement of the system. Subsequently, a sample is transferred to an ion source 

where positively or negatively charged ions are produced. Ions then are separated 

according to their mass-to-charge (m/z) ratios in a mass analyser. The separated ions go 

through a detector component for required detection and data is then collected and stored 

on PC (Li & Gross 2004, Dunn 2008). 
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3.2. Platforms for metabolic footprint and fingerprint analysis 

3.2.1. GC-MS 

3.2.1.1. Agilent 6890N GC LECO Pegasus III EI ToF-MS 

Analysis was performed using Agilent 6890N gas chromatograph oven (Wokingham, UK) 

coupled to a LECO Pegasus III electron ionisation (EI) timeπofπflight mass spectrometer 

(ToF-MS) (LECO Corporation,St Joseph, USA) controlled by ChromaTOF software ver. 

2.32 (Figure 2). The GC oven was operated with 6 N helium as the carrier gas with a flow 

rate of 0.8 mL per minute, in a 1:3 split mode with a start temperature of 70 °C. A VF5-

MS column (Supelco, Gillingham, UK, 30 m × 0.25 mm Ĭ 0.25 ɛm film thickness) was 

applied with the transfer line and source temperatures held at 230 °C and 200 °C 

respectively. The temperature of the GC oven was ramped up at a speed of 20 °C per 

minute until approaching the final temperature of 320 °C. Subsequently, the final 

temperature was held for 5 min with the total run time of 20.5 min including a solvent 

delay at the start. MS scan acquisition rate was set to 15 Hz, detector voltage was 1650 V 

and samples were analysed within a mass range of 40ï600 Da. 

Once the sample is injected to a gas chromatograph (Figure 2, (1) and (2)), it enters the 

column, through which different compounds of a sample pass in a carrier gas at different 

rates. Different retention times of compounds are recorded once they exit the end of the 

column. Subsequently, the gas phase compounds are introduced to the mass spectrometer, 

where they interact with an electron beam to produce ions (Figure 2 (3)). Ions then are 

separated according to their mass-to-charge ratio in the ToF analyser, detected and results 

are recorded (Figure 2 (5)) (http://cires1.colorado.edu/jimenez/CHEM-

5181/Lect/2013_GCxGC_Handouts.pdf). 
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Figure 2: Scheme of GC-ToF-MS: sampling (1), gas chromatograph (2), electron 

source (3), ion focusing optics (4), ToF reflectron analyser (5) 

(http://cires1.colorado.edu/jimenez/CHEM-5181/Lect/2013_GCxGC_Handouts.pdf, 

http://www.speciation.net/Database/Instruments/Leco-Inc/Pegasus-III -GCTOFMS-

;i509). 

3.2.1.2. Data analysis 

Deconvolution of raw data was performed using LECO ChromaTof ver. 2.32 software 

package (LECO Corporation, St Joseph, USA). Deconvolution included baseline 

correction (minimising noise), peak picking based on peak width, library search from 4 

databases (2 instrument-dependent and 2 National Institute of Standards and Technology 

(NIST) databases) and calculating the peak area and retention time based on retention 

index of known hydrocarbons. QCs for footprint and fingerprint samples were also 

deconvolved and used to generate metabolite IDs. The final output was a retention time vs. 



93 

mass data matrix with related metabolite IDs and peak areas linked to each sample 

injection. Metabolite identification strictly followed the Metabolomics Standards Initiative 

guidelines described previously (Sumner et al., 2007). The data matrix was exported from 

GC-MS software to Microsoft Excel ver. 2007 (Microsoft Corporation, USA) files and 

further analysed with MATLAB ver. R2012a (The MathWorks Inc., UK) and 

MetaboAnalyst 3.0. (http://www.metaboanalyst.ca/faces/home.xhtml). 
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3.2.2. MALDI -MS 

3.2.2.1. MALDIïToFïMS Ultraflex II ToF/ToF mass spectrometer 

MALDI -MS optimisation was performed using MALDIïToFïMS Ultraflex II ToF/ToF 

mass spectrometer (Bruker Daltonics, Billerica, MA, USA) equipped with 337 nm 

wavelength nitrogen pulsed UV laser (Figure 3). Spectral acquisition was conducted using 

FlexControl 3.0.183.0 software (Bruker Daltonics, Billerica, MA, USA). The instrument 

was operated in high vacuum (10
-7

 mbar), the ion source voltage (ISV)1 and ISV2, lens 

voltage (LV), reflectron voltage (RV) 1 were 25 kV, 21 kV, 9.5 kV, 26.3 kV respectively 

for positive ionisation mode and -20 kV, 17.45 kV, 7.5 kV and 21 kV respectively for 

negative ionisation mode. The mass range of 0 to 1000 Da was analysed in reflectron 

positive and negative ionisation modes at pulse repetition rate of 100 Hz. A number of 

1500 shots was acquired using órandomô pattern within a sample spot. Samples were 

spotted on a MPT 384-well ground steel target plate (Bruker Daltonics, Billerica, MA, 

USA). 

 

Figure 3: Scheme of MALDI Ultraflex II ToF/ToF mass spectrometer: target plate 

(1), electrodes (2), lens arrangement (3), Collision Induced Dissociation (CID) cell (4), 

timed ion selector 1 (ToF1) (5), LIFT source (6), Post Lift Metastable Suppressor 

(PLMS) (7), ToF 2 analyser for linear and reflectron detection (8) (Suckau et al. 2003, 

http://maldi.ch.pw.edu.pl/pomiary/Artykuly/ultraflex_III_User_Manual.pdf) . 

Firstly, the sample is placed on a target plate and is introduced to the instrument (Figure 3 

(1)). Once the laser irradiates the sample, it triggers ablation, desorption and ionisation of 

sample and matrix, producing different ions. The ions are then directed to the ToF mass 

analyser and are separated according to their m/z ratio (Figure 3 (8)). For MS/MS analysis, 

the ions are directed to Collision Induced Dissociation (CID) cell, where they are 
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dissociated by collisions during a passage with gas inside the CID cell (Figure 3 (4)) 

before they enter the mass analyser. Subsequently, all ions are introduced to timed ion 

selector 1 (Figure 3 (5)). Time ions selector 1 is a mass filter used to separate a particular 

precursor ion and related products from all the other ions for MS/MS study. Selected 

precursor and product ions then go through the LIFT source, where they gain particular 

energies in order to be simultaneously detected in MS/MS spectrum (Figure 3 (6)). The 

parent and fragment ions travel through ToF mass analyser and hit the detector (Figure 3 

(8)). Additional function can be applied with Post Lift Metastable Suppressor (PLMS) 

(Figure 3 (7)), where the parent ion and daughter ions formed after the LIFT process are 

deflected, resulting in a spectrum with fragments formed between the source and the LIFT 

cell only (Suckau et al. 2003, 

http://maldi.ch.pw.edu.pl/pomiary/Artykuly/ultraflex_III_User_Manual.pdf). 

3.2.2.2. MALDI Synapt G2ïSi HDMS mass spectrometer 

MALDI -MS optimisation, footprint and fingerprint profiling were performed with MALDI 

Synapt G2ïSi HDMS mass spectrometer (Waters Corporation/Micromass, Manchester, 

UK) equipped in Nd:YAG 355 nm wavelength nitrogen UV laser and repetition rate of 

1000 Hz (Figure 4). The spectra were acquired using MassLynx ver. 4.1 SCN941 build 18 

(Waters Corporation/Micromass, Manchester, UK) in the mass range of 20 to 1000 Da and 

in the ñsensitivity modeò, with expected mass resolution of 10 000. The instrument was 

operated in high vacuum (Ó10
-8

 mbar) in reflectron positive and negative ionisation modes 

with 0 V on the sample plate and 10 V extraction voltages. The total acquisition time was 

30 second at a rate of 1 scan per second using default pattern of spectra collection. Samples 

were spotted on a MPT 96-well steel target plate (Waters Corporation/Micromass, 

Manchester, UK). 
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Figure 4: Scheme of MALDI Synapt G2-Si HD mass spectrometer: target plate (1), 

hexapole ion guide (2), T-Wave ion guide (3), quadrupole (4), Tri -Wave: trap (5), ion 

mobility separation in helium cell (6), transfer (7), QuanToF: high field pusher (8), 

ion mirror (9) ( http://www.waters.com). 

Firstly, a target plate with the sample on is introduced to the instrument (Figure 4 (1)). 

Once the laser is fired and hits the sample, different ions are produced. The ions then travel 

through hexapole ion guide (Figure 4 (2)) that focuses beam of ions and moves them 

further with little or no loss of signal through Travelling Wave (T-Wave) (Figure 4 (3)), 

quadrupole (Figure 4 (4)), ion mobility Tri-Wave cell (Figure 4 (5), (6), (7)) until they 

reach QuanToF mass analyser, where the ions are analysed according to their mass-to-

charge ratio. With applied ion mirror present in QuanToF the resolution can be enhanced 

(Figure 4 (9)). The separated ions then go through a detector component for required 

detection and data is then collected. 

In the Tri-Wave ion guide (Figure 4 (5-7)) the ions can also be additionally dissociated 

(CID) for MS/MS studies. Subsequently, the parent and daughter ions are mass analysed in 

QuanToF mass analyser. Additionally, ion mobility experiments can be performed using 

Tri-Wave component with the trap cell, mobility separation in helium cell and transfer cell 

(Figure 4 (5), (6), (7)). In the Tri-Wave device the ions are separated according to their 

mobility (drift time), providing structural (collisional cross-sectional) information on the 

sample (http://www.waters.com/waters/en_GB/SYNAPT-G2-Si-High-Definition-Mass-

Spectrometry/nav.htm?cid=134740622&locale=en_GB). 
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3.2.2.3. Data analysis 

Spectra were analysed with FlexAnalysis 3.0.96.0 (Bruker Daltonics, Billerica, MA, USA) 

or MassLynx ver. 4.1 SCN941 build 18 software (Waters Corporation/Micromass, 

Manchester, UK), depending on the instrument used for experiments. The data was 

combined, saved and exported in Bruker-specific files or .raw files (for Synapt G2-Si) and 

further processed using MATLAB ver. R2012a. The results were assessed in Microsoft 

Excel ver. 2007 and Origin Pro ver.8.1 (OriginLab, Northampton, MA, USA) for statistical 

calculation.  
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3.2.3. Mass spectrometry imaging (MSI) 

3.2.3.1. MALDI-MSI  

3.2.3.1.1. Matrix coating 

Cell samples on poly-L microscope glass slides were transferred to Giessen, Germany in 

order to conduct matrix coating and MALDI imaging experiments.  

Matrix was applied on the cells using a robot matrix preparation system (SMALDIPrep, 

TransMITGmbH,Giessen,Germany) (Figure 5). Sheath gas (grade 5.0 N2) was regulated to 

80 psi at the output of the nitrogen regulator to have a flow rate of 5 liters/minute. The 

spray nozzle was placed 11 mm above the sample and a syringe pump was used to apply 

100 µL of 30 mg/mL DHB in 50% acetone with 0.1% TFA and 80 µL of 30 mg/mL pNA 

in 50% acetone at a rate of 10 µL per minute for positive and negative ionisation modes, 

respectively. This combination of gas flow, nozzle height, deposition rate and matrix 

solutions has been previously optimised by the Spengler group and used to acquire high 

quality imaging data (Römpp & Spengler 2013, Römpp et al. 2010, Bhandari et al. 2015, 

Khalil et al. 2015). 

 

Figure 5: SMALDIPrep matrix coating device (TransMIT GmbH, Giessen, 

Germany). Adapted from (http://www.uni -giessen.de/faculties/f08/departments/iaac/ 

spengler/research/instrumentations/transmit-smaldiprep). 
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3.2.3.1.2. AP-SMALDI10 imaging source 

Experiments were performed in collaboration with Professor Bernhard Spengler at the 

Justus Liebig University Giessen in Germany. The research was carried out using an 

Atmospheric-Pressure Scanning microprobe Matrix-Assisted Laser Desorption/Ionisation 

(APïSMALDI10) imaging source (Trans-MIT GmbH, Giessen, Germany) connected to a 

Fourier transform orbital trapping mass spectrometer (Thermo Q Exactive, San Jose, CA, 

USA) equipped with a nitrogen pulsed UV laser using wavelength of 337 nm and 

repetition rate of 60 Hz (Figure 6). The laser beam was focused to a spatial resolution of 5 

µm and energy of 0.06 µJ (for attenuator at 40°) per spot. The stage raster steps were equal 

to the laser spot size. The sample was placed on the stage and was moved in X, Y 

dimensions to coordinate the area of interest. MS imaging data was acquired in continuous 

mode using the Tune software (Thermo Scientific, Bremen, Germany) in the mass range of 

250 to 1000 Da and in the ñprofiling modeò, giving a mass resolution of 140 000 (FWHM) 

at m/z 200. The instrument was operated in positive and negative ionisation modes with +4 

kV and -4 kV on the sample plate, respectively. Internal calibration was applied using 

matrix peaks as reference masses for both positive and negative ionisation modes: [5DHBï

4H2O+NH4]
+
 at m/z 716.12461 for positive and [3PNA-5H]

-
 at m/z 409.09021 for negative 

ionisation mode. Mass accuracy of Ò2 ppm Root Mean Square Error (RMSE) was 

achieved. Laser, sample stage and mass spectrometer were synchronised and controlled by 

a microcontroller and in-house built software. More information on the instrument details 

can be found in the recent literature (Bhandari et al. 2015, Koestler et al. 2008, Römpp et 

al. 2010). 
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Figure 6: Scheme of AP-SMALDI imaging source connected to Q Exactive mass 

spectrometer: S-lens (1), injection flatapole (2), bent flatapole (3), quadrupole mass 

filter (4), octopole (5), C-trap (6), orbitrap (7), HCD collision cell (8) 

(http://planetorbitrap.com/q -exactive#.WCGx0_mLRpg, Koestler et al. 2008). 

Once the sample is fixed on a sampler stage and the laser is fired, different ions are 

produced. The ions are transferred to the mass spectrometer, where they travel through the 

S-lens that increases the transmission of the ions (Figure 6 (1)). Subsequently, the ions go 

through injection flatapole and bent flatapole (Figure 6 (2), (3)). Both compartments 

prevent unwanted molecules (i.e. neutrals and high-velocity clusters) from getting into the 

system, therefore increasing experiment robustness and reducing the noise. The ions then 
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pass a quadrupole mass filter and octapole (Figure 6 (4), (5)) and enter the C-trap (Figure 

6 (6)). The quadrupole mass filter allows movement of ions of only a specified mass range 

into the C-trap for accumulation, therefore enhancing sensitivity of MS and MS/MS 

experiments. The ions are then pushed into the orbitrap mass analyser (Figure 6 (7)) that 

traps the ions. The oscillations of the ions between the left-right halves of the trap relate to 

the m/z values. The image current of this left-right oscillation is then measured and 

Fourier-transform processed to record a mass spectrum. For MS/MS analysis, the ions are 

fragmented in Higher-energy Collision Dissociation (HCD) cell (Figure 6 (8)). The ions 

selected in the quadrupole pass through the C-trap and then are transferred to the HCD cell, 

where multiple collisions take place. The ions and their fragments are then returned to the 

C-trap and are injected to the orbitrap for mass analysis (Hao et al. 2012, Scheltema et al. 

2014, Hu et al. 2005). 

3.2.3.1.3. Data analysis 

Spectra were saved in .raw files and converted to .imzML files using online free .raw to 

.imzML converter (http://ms-imaging.org/wp/raw-to-imzml-converter/). The data was then 

accessed in an online free MS imaging software (MSiReader ver. 0.09, 

http://www4.ncsu.edu/~dcmuddim/msireader.html). Results were exported in .xlsx format 

and further processed with MATLAB ver. R2012a software and free online MetaboAnalyst 

ver. 3.0 software (http://www.metaboanalyst.ca/faces/home.xhtml). 
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3.2.3.2. SIMS imaging 

3.2.3.2.1. The J105-3D chemical imager 

Samples with control CHO cells (non-induced) grown on silicon wafers were sent to 

Ionoptika Limited and analysed using a J105-3D chemical imager (Ionoptika Limited, 

Hampshire, UK) (Figure 7).  

 

Figure 7: Scheme of J105-3D chemical imager: sample stage (1), quadrupole (2), 

electrostatic analyser (3), buncher (4), collision cell (5), detector (6), ToF reflectron (7) 

(Fletcher et al., 2008). 

Firstly, the sample is introduced to the glove box and further to the instrument through the 

sample entry port and the preparation chamber. The experimental setup is initiated by 

manipulating the sample, using camera-assisted sample positioning. The sample is then 

introduced to the sample analysis chamber by software-controlled automated sample 

handling. When the sample is placed on the sample stage (Figure 7 (1)), it is sputtered 

with the primary ion beam, resulting in a creation of secondary ions originating from the 

sample. The secondary ion beam enters the quadrupole element (Figure 7 (2)) and then go 

through an electrostatic analyser (Figure 7 (3)). Any excess energy ions are rejected by an 

electrostatic analyser, resulting in decrease of the secondary ion energy spread before the 

ions get injected to the buncher (Figure 7 (4)). Here, the secondary ions are collected and 

temporally condensed through ejection in a secondary ion pulse. The secondary ions are 
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then accelerated into the ToF mass analyser (Figure 7 (7)), where the ions are analysed 

according to their m/z and further detected (Figure 7 (6)). The instrument configuration 

allows for MS/MS experiments too. In MS/MS mode, before the secondary ions are 

injected to the ToF mass analyser, they enter the collision cell (Figure 7 (5)), where a 

selected precursor ion is dissociated. Precursor and product ions are then introduced to the 

ToF mass analyser and detected (Fletcher et al. 2008, Hill et al. 2011). Other ions are 

blanked before entry to the ToF by a timed ion gate. 

The sample was sputtered with 25 keV Au3
+
 and 40 keV C60

+
ion beams. Experiments 

included imaging of a range of different cell samples (Table 1). The instrument was 

operated in positive ionisation mode and spatial resolution of <1 µm and ~8 µm. 

Experiments were also performed using ólow quadô and óhigh quadô settings in order to 

record spectra with extra focus on low (ólow quad) or high (óhigh quadô) mass range. 

 

Table 1: SIMS experiments performed using J105-3D chemical imager, settings for 

each experiment are included. 

Sample Settings Primary ion gun 

Control cells, area A 
128 FOV, 256x256 pixels, mass range 

20-800 Da, 6pA current 
25 keV Au3

+
 

Control cells, area B 
128 FOV, 256x256 pixels, low quad, 

mass range 20-800 Da, 6pA current 
25 keV Au3

+
 

Control cells, area C 
128 FOV, 256x256 pixels, high quad, 

mass range 70-1000 Da, 6pA current 
25 keV Au3

+
 

Control and induced 

CHO cells (day1) 

64x64 pixels, mass range 30-900 Da, 

110pA current, 10 layers 
40 keV C60

+
 

Control and induced 

CHO cells (day2) 

64x64 pixels, mass range 30-900 Da, 

70pA current, 10 layers 
40 keV C60

+
 

 

3.2.3.2.2. Data analysis 

Spectra were saved in .dat files and further processed with MATLAB ver. R2012a 

software and J105 Image Analyser software (Ionoptika Limited, Hampshire, UK).  



104 

References: 

Bhandari, D. R. am, Schott, M., Römpp, A., Vilcinskas, A. and Spengler, B. (2015) 

óMetabolite localization by atmospheric pressure high-resolution scanning microprobe 

matrix-assisted laser desorption/ionization mass spectrometry imaging in whole-body 

sections and individual organs of the rove beetle Paederus ripariusô, Anal Bioanal Chem, 

407, pp. 2189ï2201. 

Bruker (2016). Available at: 

http://maldi.ch.pw.edu.pl/pomiary/Artykuly/ultraflex_III_User_Manual.pdf (Accessed: 28 

October 2016). 

Bujak, R., Struck-Lewicka, W., Markuszewski, M. J. and Kaliszan, R. (2015) 

óMetabolomics for laboratory diagnosticsô, J Pharma Biomed Anal, 113, pp. 108ï120. 

Dunn, W. B. (2008) óCurrent trends and future requirements for the mass spectrometric 

investigation of microbial, mammalian and plant metabolomesô, Phys Biol, 5, p. 24. 

Fletcher, J. S., Rabbani, S., Henderson, A., Blenkinsopp, P., Thompson, S. P., Lockyer, N. 

P. and Vickerman, J. C. (2008) óA New Dynamic in Mass Spectral Imaging of Single 

Biological Cellsô, Anal Chem, 80, pp. 9058ï9064. 

GC-MS (2016). Available at: http://cires1.colorado.edu/jimenez/CHEM-

5181/Lect/2013_GCxGC_Handouts.pdf (Accessed: 17 November 2016). 

GC-MS Leco (2016). Available at: http://www.speciation.net/Database/Instruments/Leco-

Inc/Pegasus-III -GCTOFMS-;i509 (Accessed: 17 November 2016). 

Hao, Z., Zhang, Y., Eliuk, S. and Blethrow, J. (2012) A Quadrupole-Orbitrap Hybrid Mass 

Spectrometer Offers Highest Benchtop Performance for In-Depth Analysis of Complex 

Proteomes. Bremen, Germany. 

Hill, R., Blenkinsopp, P., Thompson, S., Vickerman, J. and Fletcher, J. S. (2011) óA new 

time-of-flight SIMS instrument for 3D imaging and analysisô, Surf Interface Anal, 43, pp. 

506ï509. 

Hu, Q., Noll, R. J., Li, H., Makarov, A., Hardman, M. and Cooks, R. G. (2005) óThe 

Orbitrap: A new mass spectrometerô, J Mass Spectrom, 40, pp. 430ï443. 

Imzml converter (2016). Available at: http://ms-imaging.org/wp/raw-to-imzml-converter/ 

(Accessed: 7 November 2016). 

Khalil, S. M., Rºmpp, A., Pretzel, J., Becker, K. and Spengler, B. (2015) óPhospholipid 

Topography of Whole-Body Sections of the Anopheles stephensi Mosquito, Characterized 

by High-Resolution Atmospheric-Pressure Scanning Microprobe Matrix-Assisted Laser 

Desorption/Ionization Mass Spectrometry Imagingô, Anal Chem, 87, pp. 11309ï11316. 

Koestler, M., Kirsch, D., Hester, A., Leisner, A., Guenther, S. and Spengler, B. (2008) óA 

high-resolution scanning microprobe matrix-assisted laser desorption/ionization ion source 

for imaging analysis on an ion trap/Fourier transform ion cyclotron resonance mass 

spectrometerô, Rapid Commun Mass Spectrom, 22, pp. 3275ï3285. 

Li, Y. L. and Gross, M. L. (2004) óIonic-liquid matrices for quantitative analysis by 

MALDI -TOF mass spectrometryô, J Am Soc Mass Spectrom, 15, pp. 1833ï1837. 

MetaboAnalyst 3.0 (2016). Available at: http://www.metaboanalyst.ca/faces/home.xhtml 



105 

(Accessed: 7 November 2016). 

MSiReader (2016). Available at: http://www4.ncsu.edu/~dcmuddim/msireader.html 

(Accessed: 7 November 2016). 

Rºmpp, A., Guenther, S., Schober, Y., Schulz, O. and Takats, Z. (2010) óHistology by 

Mass Spectrometry: Label-Free Tissue Characterization Obtained from High-Accuracy 

Bioanalytical Imagingô, Angew Chem Int Ed Engl, 49, pp. 3834ï3838. 

Rºmpp, A. and Spengler, B. (2013) óMass spectrometry imaging with high resolution in 

mass and spaceô, Histochem Cell Biol, 139, pp. 759ï783. 

Scheltema, R. A., Hauschild, J.-P., Lange, O., Hornburg, D., Denisov, E., Kuehn, A., 

Makarov, A., Mann, M., Performance, H., Chromatography, L. and Damoc, E. (2014) óThe 

Q Exactive HF, a Benchtop Mass Spectrometer with a Pre-filter, High Performance 

Quadrupole and an Ultra-High Field Orbitrap Analyzerô, Mol Cell Proteomics, 13, pp. 

3698ï3708. 

SMALDIPrep (2016). Available at: http://www.uni-

giessen.de/faculties/f08/departments/iaac/spengler/research/instrumentations/transmit-

smaldiprep (Accessed: 18 November 2016). 

Suckau, D., Resemann, A., Schuerenberg, M., Hufnagel, P., Franzen, J. and Holle, A. 

(2003) óA novel MALDI LIFT-ToF/ToF mass spectrometer for proteomicsô, Anal Bioanal 

Chem, 376, pp. 952ï965. 

Sumner, L. W., Samuel, T., Noble, R., Gmbh, S. D., Barrett, D., Beale, M. H. and Hardy, 

N. (2007) óProposed minimum reporting standards for chemical analysis Chemical 

Analysis Working Group (CAWG) Metabolomics Standards Initiative (MSI)ô, 

Metabolomics, 3, pp. 211ï221. 

Thermo Scientific, Q Exactive (2016). Available at: http://planetorbitrap.com/q-

exactive#.WCGx0_mLRpg (Accessed: 8 November 2016). 

Waters Corporation (2016). Available at: 

http://www.waters.com/waters/en_GB/SYNAPT-G2-Si-High-Definition-Mass-

Spectrometry/nav.htm?cid=134740622&locale=en_GB (Accessed: 28 October 2016). 

 

  



106 

CHAPTER 4: Expression of EPO-Fc fusion protein in transfected CHO cell line 

4.1. Introduction  

Changes in cell metabolism can be caused by a variety of different factors, for example cell 

culture exposure to specific inducers, resulting in protein expression in these cells (Wilson, 

2013). A number of preliminary techniques are applied in order to evaluate such changes 

and investigate their potency. 

Western Blot is an analytical technique used to detect specific protein in e.g. tissue 

homogenate or cell medium and involves two steps: gel electrophoresis to separate proteins 

according to the polypeptide length followed by a transfer of the proteins from the gel to a 

nitrocellulose membrane and their detection by a specific detection antibody (Figure 1) 

(Gilda & Gomes 2013, Kar et al. 2015, Lee 2008). 

 

 

 

Figure 1: Schematic of western blotting technique: a gel electrophoresis is performed 

to separate proteins and is followed by a transfer of these proteins from the gel to 

nitrocellulose membrane using electric current. Once the proteins are transferred 

onto the membrane, target protein detection is completed using specific protein 

antibodies. 

 

SDS-PAGE is a method used to separate macromolecules such as proteins according to 

their electrophoretic mobility that depends on the length of the polypeptides. The first step 

of this procedure involves a sample preparation, where the protein samples are mixed with 

buffer containing anionic detergent i.e. SDS. Commonly used buffer for protein sample 

preparation for SDS-PAGE is Laemmli buffer, containing bromophenol blue and glycerol. 
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The bromophenol blue acts as a dye front of the gel that runs with proteins, therefore 

helping in sample localisation. It also helps to observe the sample during loading onto a 

gel. The glycerol raises the density of the sample so that it stays in the sample well. The 

beta-mercaptoethanol is used to reduce disulfide bonds within proteins (Kurien & Scofield 

2006, Gilda & Gomes 2013). The addition of SDS causes denaturation of the proteins and 

imparts a negative charge to denaturated proteins. Thus, negatively charged proteins can 

migrate from the negative electrode towards the positive electrode within polyacrylamide 

gels and be separated based on their mass only. Depending on their mass, each protein 

migrates differently through the gel: large molecules move slower, small molecules move 

faster (Lee 2008, Kurien & Scofield 2006). 

The following step in SDS-PAGE procedure is the preparation of stacking and resolving 

buffers. Stacking and resolving buffers are used in order to stabilise the pH value of the 

experiment set up to the desired pH value (Jensen, 2012). Moreover, the stacking gel is a 

gel that has lower concentration of polyacrilamide than resolving gel, which is more 

concentrated. The stacking gel is usually fixed on the top of the resolving gel and it is used 

to increase the electrophoresis resolution due to its concentrating effect on the sample, 

right at the beginning of the resolving gel (Lee 2008, Jensen 2012). In addition, both 

stacking and resolving gels consists of ammonium persulfate (APS) that plays a source of 

free radicals that initialise formation of a gel and N, N, Nô, Nô-tetramethylethylenediamine 

(TEMED), which stabilises free radicals and enhances polymerisation (Jensen 2012, 

Kurien & Scofield 2006). The last step of SDS-PAGE process is preparation of the 

electrophoresis buffer containing glycine in order to maintain electric neutrality within the 

buffer and gels (Kurien & Scofield 2006, Gilda & Gomes 2013). 

Once an electrophoresis is performed, proteins from the gel are transferred onto a 

nitrocellulose membrane using an electric current. This is usually completed with blotting 

buffer containing alcohol that promotes binding of proteins to the membrane (Kurien and 

Scofield, 2006). 

This chapter presents a preliminary analysis of a response of CHO cell line exposed to a 

tetracycline as an inducer for EPO-Fc fusion protein expression. 
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4.2. Sample preparation 

Cells were grown as a monolayer in a 6-well dish at a density of 0.05×10
6
 cells/mL in 2.5 

mL/well of complete growth medium for 4 days (3 biological replicates). Cell dishes were 

assessed every day under inverted phase contrast microscopy to observe cell morphology 

and to determine level of confluency. On each data point (i.e. day 1, 2, 3 and 4) the old 

medium was removed and collected and cells were washed with 3 mL of pre-warmed PBS 

in order to remove medium and FBS remains. The PBS was aspirated and 1.5 mL of 

trypisn was added to each well and dishes were placed in the incubator for 5 min. 

Subsequently, 3 mL of pre-warmed cell medium was added and cell suspension was 

shaken to disattach cells. Cells were then counted in a Thoma cell counting chamber (1:1, 

v/v cell suspension with Trypan blue). The number of cells and viability were recorded to 

obtain a cell growth curve. Previously removed medium was then spun (5 min, 1000 g) to 

remove cell debris and 50 µL of the supernatant was collected to Eppendorf tubes and kept 

frozen (-20 ºC) for Western Blot analysis. 

4.3. Methods 

The following experiments were performed by Thomas Leach, who kindly agreed to help 

with the analysis. A gel electrophoresis and western blotting were accomplished according 

to standard procedures (Lee 2008, Li et al.2002, Kurien & Scofield 2006) and protocols 

used in Prof. Alan J. Dickson lab. All reagents were purchased from Sigma-Aldrich 

(Gillingham, UK), unless stated otherwise. 

4.3.1. Sodium dodecyl sulphate polyacrylamide gel electrophoresis (SDS-PAGE) 

SDS-PAGE was completed using the Mini-PROTEAN Tetra Cell system (Bio-Rad 

Laboratories Ltd., Hertfordshire, UK). Protein molecular masses were extrapolated by 

measuring against the Color prestained protein standard, broad range 11-245 kDa (BioLabs 

Inc., Ipswitch, MA, USA). Firstly, stacking and resolving buffers were prepared: stacking 

buffer 0.5 M Tris-HCl, pH 6.8, resolving buffer 1.5 M Tris-HCl, pH 8.8. Subsequently, 

stacking and resolving gels were made according to the formulation presented in Table 1. 
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Table 1: Formulation used for preparation of SDS-PAGE gels. 

 Stacking gel Resolving gel 

H2O 9 mL 5 mL 

30 % [w/v] Acrylamide 

0.8 % N, Nô-bis-acrylamide 
2 mL 6 mL 

Buffer* 3.75 mL 3.75 mL 

10% SDS 150 µL 150 µL 

10% APS* 75 µL 75 µL 

TEMED* 15 µL 7.5 µL 

* Added immediately before use; APS: ammonium persulfate, TEMED: N, N, Nô, Nô-

tetramethylethylenediamine. 

 

Resolving gel was fixed with the addition of an isopropanol layer on the top to prevent air 

bubbles formation. The isopropanol layer was removed once the resolving gel had fixed, 

and stacking gel was then fixed on the top of the resolving gel. This was followed with a 

preparation of SDS-PAGE samples. Medium samples that had been removed from cell 

culture were mixed 1:1 (v/v) with 2x Laemmli buffer (0.01 % (w/v) bromophenol blue, 20 

% (v/v) glycerol, 0.125 mM Tris pH 6.8) and 1.8 % (v/v) beta-mercaptoethanol and then 

boiled at 95 ºC for 5 min prior to loading on a gel. Laemmli buffer was with the addition of 

anionic detergent (SDS) in order to denaturate the proteins and to impart a negative chatge 

to transformed proteins. 25 µL of the medium samples, the standard protein mass ladder 

(Figure 2 A) and positive control for Epo-Fc were then loaded on a gel and the 

electrophoresis in a electrophoresis buffer (15 mM Tris, 192 mM glycine and 0.1 % (w/v) 

SDS solution, pH 8.3) was performed. Initial electrophoresis was set at 80 V until the 

bromophenol had passed to the resolving gel. Voltage was then set to 180 V until the 

bromophenol had begun to run off the bottom of the gel. Gels were then stained with 

InstantBlue, proprietary Coomassie stain (Expedeon Inc., San Diego, CA, USA ) for < 1 h 

in order to visualise the proteins. There were two SDS-PAGE gels: gel with medium 

samples removed from non-induced cells and gel with medium samples removed from 

induced cells. Schematic illustration of the gel is presented in Figure 2 B. Gels were stored 

in deionised water until further analysis. 
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Figure 2: Color prestained protein standard, broad range (11-245 kDa). Adopted 

from (https://www.neb.com/products/p7712-color-prestained-protein-standard-

broad-range-11-245-kda) (A). Schematic illustration of the sample organisation on 

the SDS-PAGE gel (B). 

4.3.2. Western Blotting 

Western Blot with SDS-PAGE gels prepared previously was performed using the TE 22 

Mini Tank Transfer Unit (Amersham Biosciences Ltd., Buckinghamshire, UK). SDS-

PAGE gels, nitrocellulose membrane and filter papers were soaked in blotting buffer (25 

mM Tris, 192 mM glycine, 20 % (v/v) MeOH; pH 7.4) prior the transfer. The transfer was 

performed and run overnight at 70 V at 4 ºC. In order to check the transfer efficiency, 

Ponceau stain (0.1 % (w/v) Ponceau in 5 % (v/v) acetic acid) was added to the 

nitrocellulose membrane and was incubated for 30 s. Once the protein bands were 

visualised, the stain was washed off with PBS (with 0.075 % (v/v) Tween20 to prevent 

non-specific protein-protein interactions (Kurien & Scofield 2006, Lee 2008). 

Once the proteins were transferred on a nitrocellulose membrane, the membrane was 

incubated for 1 h at room temperature in blocking protein solution (3 % (w/v) milk PBS 

with 0.075 % Tween20). After blocking step, 10 µL of primary mouse anti-His antibody 
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(Abcam, UK) (2 µg/mL in PBS) was added to the membrane and membrane was incubated 

for 1 h at room temperature. The primary antibody binds to His tag on Fc fragment of 

EPO-Fc fusion protein. The incubation was then followed by washing the membrane with 

3 % (w/v) milk PBS with 0.075 % Tween20 for 5 min. The washing step was repeated 3 

times to remove excess of unbound primary antibody. After washing, the membrane was 

incubated for 1 h at room temperature with secondary anti-mouse-IgG conjugated IR-dye 

antibody (Biosciences, USA) (dilution 1:15000 in 3 % (w/v) milk PBS with 0.075 % 

Tween20). The secondary antibody has bispecificity function and binds to both: the 

primary antibody and IgG portion of the EPO-Fc construct. The incubation was then 

followed by washing step with 3 % (w/v) milk PBS with 0.075 % Tween20 for 5 min and 

was repeated 3 times to remove excess of secondary antibody. A schematic Western Blot 

configuration of EPO-Fc detection is presented in Figure 3. The blots were then observed 

under IR (LI-COR, USA) and the images were recorded. 

 

Figure 3: A schematic Western Blot configuration of EPO-Fc detection: EPO-Fc 

protein transferred from gel electrophoresis onto nitrocellulose membrane is 

recognised by primary antibody; secondary antibody that binds to primary antibody 

and EPO-Fc protein is conjugated with IR -dye allowing the construct for detection. 
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4.4. Results and discussion 

4.4.1. Cell growth curve 

Plotting cell growth curves and measuring viability of cells are the basic analyses routinely 

performed on mammalian cell cultures (European Medicines Agency, 2008). In order to 

evaluate a general cell line behaviour and response to the inducer, both non-induced 

(ócontrolô) cells and cells with the inducer present in the cell medium (óinducedô) were 

grown. The transfected CHO cell growth curves for control and induced cells present 

relatively common trend of growing cell culture (Porter et al.2010). However, some 

differences of induced cells to controls cells can be observed. The control and induced 

cells have similar growth during first two days of the cell culture (Figure 4, green). Both 

control and induced cells show a 24 h adaptation phase to growth conditions. After the 

adaptation phase (> 24 h), control and induced cells enter the early exponential phase and 

mid exponential phase after > 48 h. On both day 1 and day 2, a small decrease in a number 

of cells (0.07 mln cells) in the induced cell culture is seen, when compared to control cells. 

On the other hand, on the third day of the incubation, a noticeable drop in a number of cells 

(0.8 mln cells) in induced cell culture is observed, when compared to control cells. 

However, despite a large decrease of a number of induced cells on day 3, the cells return to 

the density similar to the control cells on day 4 of cell culture. Also, after the third day of 

cell culture, a difference between growth phases of control cells and induced cells could be 

seen: after day 3, the control cells seem to enter a decline phase, whereas the induced cells 

are still in exponential phase or start to enter the stationary phase. 

Figure 4 implies that the addition of tetracycline to the transfected CHO cell culture and 

the protein secretion might cause a decrease in a number of induced cells, when compare to 

the control cell population. Differences in cell line behaviour due to diversity in 

environmental surrounding have previously been described. Lack of control of parameters 

like pH, temperature, pressure of CO2 or other agents (e.g. drugs) will result in 

dissimilarities in the microenvironment of cell lines, deriving with a heterogeneous product 

secretion (Jain & Kumar 2008, OôCallaghan et al.2010), changes in cell culture longevity 

and cell metabolism (Porter et al.2010). It was shown that engineered cells carry a different 

metabolism and are more energy-demanding with decreased lactate production per glucose 

consumed than wild-type cells (Wilkens and Gerdtzen, 2015). Therefore, the lower 

numbers of induced cells in this study might be due to increased metabolism of these cells 

as well as faster depletion of nutrients within growth cell medium (Castillo et al.2005) 

when compare to control cells. 
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Figure 4: Transfected CHO cells growth curves (green) and cell viability curves 

(purple) in the presence (óinducedô) and absence (ócontrolô) of the EPO-Fc protein 

inducer. The error bars represent the standard deviation calculated from the data 

obtained from three experiments (n=3). 

 

According to the protocols for growth and maintenance of T-REx CHO cell lines, a fresh 

growth medium should be added to cells every 3-4 days of cell culture. In order to avoid 

introducing additional fluctuations of compounds and metabolite concentration in the cell 

culture, four-day cell growth cell culture was therefore conducted. 

In this study, cells were induced with tetracycline in order to produce EPO-Fc fusion 

protein. Tetracycline is commonly used as a wide spectrum antibiotic. In T-REx CHO cell 

line, tetracycline is applied as an inducer. The antibiotic activates the protein production 

within 24 hours of incubation with cells hence, after this time cells start producing EPO-Fc 

construct, which is then released into culture medium. A tetracycline concentration was 

also adjusted to stimulate cells for EPO-Fc production only, without influencing their 

normal growth (https://www.thermofisher.com/uk/en/home/references/protocols/proteins-

expression-isolation-and-analysis/protein-expression-protocol/inducible-protein-

expression-using-the-trex-system.html). According to the above, two different time-points 
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were chosen in order to investigate metabolic changes occurring in cells under inducer 

exposure with early stages of EPO-Fc production (day 1) and a stable phase of EPO-Fc 

production (day 3). The selected time-points (i.e. day 1 and day 3) fall within the 

exponential phase of CHO cells growth and therefore, are suitable for metabolomics 

investigations. The fourth day of cell culture was not considered for further investigations 

due to the decline of cell growth. During decline phase, cells die because of a number of 

different factors such as lack of nutrients, too high concentration of waste metabolites or 

changes in microenvironment. Unlike the decline phase, growth during exponential phase 

is fairly constant and reproducible for a given set of cell growth conditions (ATCC 2014, 

Szuster & Kosz-Vnenchak 2005, Sellick et al.2010). 

Simultaneously, the viability of control and induced cells was recorded (Figure 4, purple) 

and was in line with common viability curves for growing CHO cells (Xie et al.2016, 

Porter et al.2010). Despite the biggest decline of cell viability of induced cells appearing 

on day 2 of cell culture (5 % less than control cells), the overall viability of induced cells 

did not differ greatly when compared to the control cell population and accounted for > 

90% during all days of cell culture. 
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4.4.2. EPO-Fc fusion protein production 

In order to investigate the tetracycline-induced protein production in transfected CHO 

cells, growth cell media were removed from control and induced cells (3 days inducing 

time prior sample collection) on days 0, 1, 2 and 3 of cell culture. Figure 5 presents 

Western Blots of medium samples removed from control cells (control) and cells induced 

for production of EPO-Fc (induced). 

 

Figure 5: Western Blots of medium samples removed from control cells (control) and 

cells induced for production of EPO-Fc (induced). Each blot contains a protein 

standard ladder with 80 kDa and 58 kDa bands marked and positive control of 

purified EPO-Fc (~70 kDa). 
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Each blot contains a protein standard ladder with 80 kDa and 58 kDa bands marked and 

positive control of purified EPO-Fc (~70 kDa). Since control cells were not induced, no 

EPO-Fc expression was expected. Consequently, the blot appears to show very low to no 

expression in the control samples. This slight expression of the protein might be caused by 

the presence of fetal bovine serum (FBS) in the cell culture medium. Many FBS lots 

contain low amounts of tetracycline as FBS is separated from cows that have been fed a 

diet containing tetracycline 

(https://www.thermofisher.com/uk/en/home/references/protocols/proteins-expression-

isolation-and-analysis/protein-expression-protocol/inducible-protein-expression-using-the-

trex-system.html). Therefore, this might be a possible reason for a low, basal expression of 

the EPO-Fc in medium samples from control cells.  

Another explanation for the low EPO-Fc expression in control cells might be due to 

tetracycline promoters being óleakyô. As mentioned previously, CHO cell line consists of 

EPO-Fc plasmid that is linked to tetracycline promoter. In the presence of tetracycline 

(inducer), the promoter is activated and EPO-Fc is produced. Apart from tetracycline being 

an inducer for EPO-Fc production, there are additional activators that regulate tetracycline-

dependent protein production for example so called tetracycline-responsive element (TRE). 

Studies on TRE have shown that this activator happens to bind weakly to tetracycline 

repressor in the absence of tetracycline or its analogue doxycycline, resulting in a very low 

expression of the encoded protein within a transfected plasmid (Hosoda et al.2011, Uchida 

et al.2006). 

By contrast, the blot with medium samples from induced cells confirms an increasing 

concentration of EPO-Fc during the days of incubation. As shown in Figure 5, the 

expression of EPO-Fc seems to be very low on day 1 of cell culture whereas visible 

increase of the protein concentration can be observed on day 2 and 3. This also confirms 

the incubation time needed for tetracycline to induce EPO-Fc production estimated to be 

~24 hours. 

The EPO-Fc bands as well as positive control for EPO-Fc lie between the 80 kDa and 58 

kDa marks on the protein standard ladder. The bands of EPO-Fc detected in medium 

samples from induced cells appear as wide smudges, possibly due to the serum proteins 

(present in growth medium) are in high concentrations. The serum proteins interfere with 

EPO-Fc and its mobility on gel electrophoresis, resulting in coverage of EPO-Fc region on 

blots. The blot with wide bands of EPO-Fc seen in medium samples of induced cells can 

be however improved by the protein purification. Protein purification would allow for 

separation of the EPO-Fc from all other parts of the mixture (Jain and Kumar, 2008) that 
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would enable for more precise EPO-Fc identification. Nevertheless, since the EPO-Fc 

protein secretion has been confirmed in induced CHO cell line, these results were 

sufficient and further analysis was not essential. 

The wide bands of EPO-Fc could also be a result of different glycosylation profiles of this 

protein. Protein glycosylation is a post-translational process, where a number of glycans 

are coupled to the protein. Due to sugar residues take part in many biological pathways and 

mechanisms such as protein recognition, biological efficacy of secreted protein and its 

serum half-life, glycosylation is considered as a critical step (Butler and Spearman, 2014). 

Additionally, because of diverse functionality of sugar residues taking part in many 

biological processes, glycosylation is considered as a quite heterogeneous mechanism and 

differs notably, depending on the specific growth conditions of the cells producing certain 

protein (Woo et al.2008, Lee et al.2012). Endogenous erythropoietin is a highly 

glycosylated protein, of which ~40 % of its total molecular weight (34 kDa) is made up of 

different N- and O-glycan bonds (Wojchowski et al.1987). Similarly, recombinant EPO 

has been shown to have various glycosylation profiles that have been described previously 

(Hua et al.2015, Taschwer et al.2012). Accordingly, the diverse molecular mass of EPO-

Fc fusion protein seen in Figure 5 (blot for induced) can be therefore due to a variety of 

glycoforms attached to this protein. Nevertheless, cellular glycosylation of recombinant 

proteins can be influenced by an additional number of factors such as a host cell line, cell 

metabolism, medium components, cell culture conditions or a protein structure and 

therefore, should be strictly controlled to keep a quality and biological activity of a desired 

glycoprotein (Reinhart et al.2015, Del Val et al.2013, Butler & Spearman 2014). 
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4.5. Conclusions and future work 

The work presented here has demonstrated that EPO-Fc protein secretion into cell growth 

medium increased with progressing growth of cell culture. The results also confirmed the 

EPO-Fc fusion protein production in tetracycline-induced CHO cells that appear to be after 

~24 h from applying the inducer. Therefore, in order to investigate metabolism changes in 

CHO cells under inducer exposure as well as during early and stable phase of the protein 

production process, day 1 and day 3 of cell culture were chosen as time-points for 

metabolome sample collection for further analyses. The results could be however improved 

by protein purification that would enable for more precise EPO-Fc protein identification. 

Moreover, it would also be beneficial to perform the analysis of the cell line that has not 

been transfected with EPO-Fc-pcDNA5-FRT-TO plasmid in order to observe the influence 

of this element on cell morphology, growth and CHO cell metabolism. 
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CHAPTER 5: MALDI -MS sample preparation optimisation for metabolite profiling 

5.1. Introduction  

Since the invention of the MALDIïMS (Karas, Bachmann and Hillenkamp, 1985) and its 

application to the analysis and identification of large molecules (Serafín-Higuera et al. 

2016, van Linde et al. 2016), MALDIïMS has developed to become a powerful tool for 

the study of small molecules (Korte & Lee 2014, Trim & Snel 2016). Although there is a 

number of sample preparation procedures well suited for metabolite measurements, a few 

challenges remain to be overcome such as interferences between the matrix and the analyte 

ions, ionisation selectivity (Lou et al., 2009), sample complexity (Trim and Snel, 2016) 

and sample homogeneity, especially when applied to biological imaging (Schober et al. 

2012, Römpp & Spengler 2013). 

In MALDIïMS of small molecules, the choice of a matrix is an essential aspect as it can 

greatly influence the quality of the collected data. A matrix is a low molecular weight 

compound of crystallised molecules that encourages ionisation of the analyte of interest. 

The inaccurate choice of matrix not only can hinder the ionisation of the analytes of 

interest (Kiss and Hopfgartner, 2016) but also it can overlap signals in low mass m/z 

regions (<500 Da) with the same nominal mass of the target molecules (Shanta et al., 

2012) or introduce heterogenic distribution of desired molecules across the sample (Liang 

et al., 2013). 

The most common matrices used for the analysis of low molecular weight compounds are 

organic molecules that show strong ultraviolet absorbance. Depending on their chemical 

structure, there are two main groups of matrices that are used in MALDI -MS studies: 

derivatives of aromatic carbonyl compounds e.g. 2,5-dihydroxybenzoic acid (DHB), 2,4,6-

trihydroxyacetophenone (THAP) or 9-aminoacridine (9AA) and derivatives of cinnamic 

acid e.g. Ŭ-cyano-4-hydroxycinnamic acid (CHCA) (Krause, Stoeckli and Schlunegger, 

1996). Due to some drawbacks of employing crystalline matrices for small molecule 

analysis such as poor sampleïto-sample and shotïtoïshot reproducibility and uneven 

distribution of the analyte within a sample spot, liquid matrices such as glycerol or 3-

nitrolbenzyl alcohol have been introduced as alternatives (Cornett, Duncan and Amster, 

1993). Despite their advantages such as higher signal reproducibility and lower 

fragmentation of analytes (Fukuyama, 2011), the applicability of liquid matrices is still 

linked with low resolution of mass spectra, poor ionisation efficiency and potential 

instrument contamination (Karbach et al. 1998, Cohen et al. 2007). 
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Other important factors in MALDI sample preparation methodology are the matrix 

concentration and its solvent. The main role of MALDI matrix is to provide effective 

ionisation of the analyte with a minimum matrix background. Therefore, a matrix 

concentration has to be high enough to assist good mobility of the analyte but 

simultaneously, the matrix solution cannot be too concentrated to avoid sample 

suppression by matrix ions (Cohen, Go and Siuzdak, 2007). Also, the type and quality of 

the matrix solvent can affect MALDI analysis in different ways. For example, 

inappropriate solvent can influence on analyte incorporation in matrix crystals, resulting in 

heterogeneous sample spot and causing poor shotïtoïshot reproducibility (Hillenkamp et 

al. 2009, Fujita et al. 2010). A similar result is observed when the solvent does not allow 

for good solubility of either the matrix or the analyte. Different polarities of solvent and the 

analyte may result in precipitation of the analyte making the sample spot uneven and the 

analysis highly complicated (Mechref & Novotny 1998, Zenobi & Knochenmuss 1998). 

Matrix and analyte solvents are therefore matched according to their solubility, yet, an 

additional consideration should be made with regard to the solvent evaporation process 

(Sarkar et al., 2009). Quicker crystallisation creates smaller crystals and a more uniform 

distribution of the analyte into the matrix crystals. To make the crystallisation process 

faster, the matrix is often formulated in a volatile solvent and/or the target is placed in a 

vacuum and/or elevated temperature (Nicola et al., 1995). 

There is no single MALDI sample preparation protocol that would suit to all challenges 

and type of analytes in MALDI technique. Apart from a suitable matrix, its concentration 

and solvent, attention to the way of sample deposition onto MALDI plate has to be also 

considered (Korte and Lee, 2014). 

A standard and most common method of sample deposition is ñdry dropletò or ñmixedò 

deposition. Here, the matrix and the analyte are first dissolved, mixed together in suitable 

matrix-to-analyte ratio and spotted on a MALDI plate (Figure 1). Yet, over the years, a 

number of alternative methods of sample deposition to ñdry dropletò technique have been 

developed. These variations are often related to personal preferences of MALDI users as 

well as they relate to the type of the analyte being analysed or the matrix being used 

(Cohen, Go and Siuzdak, 2007). The most common alternatives to ñmixedò method are 

ñoverlayò and ñunderlayò methods of sample spotting. In ñoverlayò method the matrix is 

applied on top of the analyte previously spotted on a MALDI plate, whereas in ñunderlayò 

method it is the matrix that is spotted first on a MALDI plate (AlM asoud et al. 2014, 

Helmel et al. 2014). Figure 1 illustrates the most common methods of sample deposition 

used for MALDI experiments. 
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Figure 1: The most common ways of sample deposition used in MALDI experiments: 

underlay (A), mixed (B) and overlay (C) deposition. 

A crucial consideration when choosing a matrix is the solvent to use as well as a method of 

sample deposition is the ability of creating a homogenous crystallisation with small crystal 

size, especially for quantitative and imaging experiments (Kiss & Hopfgartner 2016, 

Römpp & Spengler 2013, Duncan et al. 2008). Crystallisation process can be equated to 

the process of purification, where impurities (in this case analyte) are being removed from 

the slowly forming matrix crystal, resolving in heterogeneous sample spot (Hensel et al. 

1997, Sarkar et al. 2009). While applying matrixïanalyte solution onto a MALDI target, 

analyte is absorbed into the matrix crystals to a varying grade (Cohen and Chait, 1996), 

resulting in forming so called ñhot/sweet spotsò that are certain locations of crystals where 

the signal of the analyte is stronger than in other parts of the sample. Hence, inadequate 

sample preparation and thus, crystallisation process often leads to poor sample 

reproducibility and sample ï to ï sample repeatability. However, development of MALDI 

instruments using higher laser frequencies along with the automation of the entire analysis 

have improved concerns of heterogeneity of the sample to some extent (Cohen, Go and 

Siuzdak, 2007). 

A good choice of MALDI sample preparation method is crucial to obtain satisfying MS 

profiles of samples of interest with acceptable sensitivity and mass resolution. Metabolic 

profiling of biological samples is based on the analysis of extracellular and intracellular 

metabolites and their mutual relations that can provide insights to the behaviour of cells 

and their physiological processes (Dorries and Lalk, 2013). The presence of chemical 

overlapping at the same or similar mass as the analyte of interest in cellular samples can be 

a limiting factor in detecting analytes with good sensitivity, mass resolution and mass 

accuracy (Trim & Snel 2016, Edwards & Kennedy 2005). Therefore, an accurate and 

reliable calibration of the instrument is important for exact mass determination of 

metabolites of interest (Weidmann et al., 2013) as well as it is crucial for quantitative 

studies, where calibration standards are used to spike the sample (Trim & Snel 2016, 

Duncan et al. 1993). A selection of a mixture of standard compounds is critical in 

achieving accurate analyte recognition and quantification. The use of a calibration mixture 
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can minimise both shot-to-shot and sample-to sample variability (Muddiman et al. 1994). 

However, standard compounds have a number of requirements i.e. their physico-chemical 

properties should be similar to those of the analytes of interest in order to provide similar 

ionisation behaviour. Additionally, standards must not overlap with a mass of interest to 

ensure a good mass separation between analyte and standard as well as clear measurement 

of peak intensity (Cohen, Go and Siuzdak, 2007). 

The goal of this chapter was to optimise the sample preparation procedure for a detection 

of small molecules derived from extracellular and intracellular samples of CHO cell line 

using MALDI-MS profiling in positive and negative ionisation modes. 
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5.2. Materials 

MALDI matrices, solvents i.e. acetonitrile (ACN), ethanol (EtOH), methanol (MeOH) and 

water (liquid chromatography grade) and all compounds used in this section were 

purchased from SigmaïAldrich. Fresh cell growth medium was purchased from BD 

Biosciences (Oxford, UK). Medium sample from cells was removed on day 1 of cell 

culture according to the procedure described previously (Chapter 2). 

5.3. Sample preparation 

CARE: 9AA has mutagenic effects; TFA causes severe burns, harmful by inhalation; 

work performed in a fume cupboard.  

For section 5.6.1.: DHB, CHCA, THAP, 9AA and 1,8-bis(dimethylamino)naphthalene 

(DMAN) matrix solutions and mixture of arginine (Arg) and histidine (His) as well as 

tryptophan (Trp) and adenosine 5ô-triphosphate (ATP) disodium salt hydrate were made 

fresh. Stock solutions of Arg and His were made in deionised water at concentration of 200 

mM each and in a matrix-to-analyte (M:A) ratio of 1:1 (v/v). Stock solutions of Trp and 

ATP were made in 90% EtOH and water at concentration of 40 mM and 30 mM, 

respectively and in M:A ratio of 2:3 (v/v), respectively. 1 µL of each sample was spotted 

on a MALDI plate using mixed deposition. Each sample spot was measured 3 times (n=3) 

and the average and standard deviation were calculated. Experiments were performed 

using MALDIïToFïMS Ultraflex II ToF/ToF in positive and negative ionisation modes. 

For section 5.6.2.: The analytes were prepared and mixed in a M:A ratio of 1:1 (v/v) with 

freshly made DHB and 9AA matrices and 1 µL of a sample was spotted on a MALDI 

plate. Each compound was examined in two repeats (n=2) and the mean of S/N ratio was 

calculated. Experiments were performed using MALDI -ToF-MS Ultraflex II Tof/ToF in 

positive and negative ionisation modes. 

For section 5.6.3.: DHB, THAP and CHCA were prepared in a solution of ACN/water 1:1 

(v/v) with 0.1% trifluoroacetic acid (TFA) at a concentration of 10 mg/mL. 9AA matrix 

was prepared in a concentration of 5 mg/mL and in a solution of five solvents: 70% and 

100% ACN, 70% and 100% MeOH and 70% EtOH. The calibration cocktail and PEG600 

sulfate used from previous section (Section 5.6.2.) (called óanalyteô) were used for positive 

and negative ionisation modes, respectively. Analytes and matrices were mixed and 

samples were deposited on a steel MALD I plate in three different ways: i) overlay 

deposition: 1 µL of metabolite mixture was first deposited on the plate and left to dry 
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followed by deposition of 1 µL of matrix; ii)  mixed deposition: the metabolite mixture and 

matrices were mixed 1:1 (v/v) and 1 µL of a sample was deposited on the plate and left to 

dry; iii)  underlay deposition: 1 µL of a matrix was first deposited on the plate and left to 

dry followed by deposition of 1 µL of metabolite mixture. Experiments were performed 

using a MALDI Synapt G2-Si HDMS mass spectrometer (Waters Corporation/Micromass, 

Manchester, UK) in positive and negative ionisation modes. Each sample was run four 

times (n=4, independent repeats). 

For section 5.6.4.: Experiments were carried out including fresh (nonïused) cell growth 

medium sample as a control and cell growth medium sample removed from a flask with 

cell culture on day 1. DHB and THAP matrices were freshly prepared at a concentration of 

10 mg/mL and dissolved in a solution of ACN/water 1:1 (v/v) with 0.1% TFA. Two ways 

of sample deposition were applied: mixed deposition and overlay deposition (M:A ratio 

1:1). 9AA matrix was prepared in a concentration of 5 mg/mL and in a solution of three 

solvents: 70% ACN, 70% MeOH and 70% EtOH. Matrix solutions and medium samples 

were mixed (M:A 1:1) and spotted onto a MALDI plate. Each sample was run four times 

(n=4, independent repeats) using MALDI Synapt G2-Si HDMS mass spectrometer 

(Waters Corporation/Micromass, Manchester, UK) in positive and negative ion modes. 

The average of all repeats was taken into account for mass resolution and intensity 

calculations. Instrument was calibrated to the calibration cocktail or to PEG600 sulfate for 

positive or negative ion modes, respectively. 

5.4. Instrumentation  

Experiments were performed using MALDI-ToF-MS Ultraflex II ToF/ToF mass 

spectrometer (Bruker Daltonics, Billerica, MA, USA). The instrument was operated in 

reflectron positive and negative modes with laser repetition rate of 100 Hz and with a mass 

range of 0ï1000 Da. A number of 600 laser shots within a whole sample spot was 

collected from each sample. Laser power was adjusted to each sample while collecting 

spectra, typically in a range of 40ï100% of total laser power. Further experiments were 

performed using MALDI Synapt G2ïSi HDMS mass spectrometer (Waters 

Corporation/Micromass, Manchester, UK). The spectra were acquired in reflectron 

ñsensitivity modeò for both positive and negative ionisation modes in the mass range of 20 

to 1000 Da. The acquisition time was 30 s for each spot, composed of 30 laser shots  at rate 

of 1 scan per s using default pattern of sample collection. Laser diameter was fixed to 60 

µm and laser power was previously optimised (Supplementary Information, Figure 1) 
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and was set to 250 and 200 for positive and negative ionisation modes, respectively for 

further investigations, unless stated otherwise. 

5.5. Data analysis 

MALDI data were analysed in Microsoft Excel ver. 2007 and MATLAB ver. R2012a 

software. MS spectra, PCA scores plots and loading plots were generated using sum 

normalisation and m/z 0.2 binning. 
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5.6. Results and discussion 

5.6.1. Choice of matrix and solvent conditions for MALDI  metabolite detection 

5.6.1.1. Positive ionisation mode 

Three most often used MALDI matrices for metabolomics studies: DHB, THAP and 

CHCA (Trim & Snel 2016, Kiss & Hopfgartner 2016) were verified to check their 

suitability for metabolite profiling of transfected CHO cells (Table 1). The matrices were 

prepared in three different concentrations (5, 10, 20 mg/mL) and in three different solvents 

i.e. ACN/water 1:1 (v/v) with 0.1% of TFA, 70% MeOH and 70% EtOH in order to 

optimise the most effective conditions of sample preparation for metabolite detection. 

Following this, a mixture of arginine and histidine (1:1, v/v) was added to matrices 

solutions to check the influence of matrix concentration and matrix solvent on signal-to-

noise ratio (S/N), intensity and mass resolution (Full Width of the peak at Half of its 

Maximum height ï FWHM) of mentioned compounds.  

 

Table 1: Chemical structures of DHB, THAP and CHCA with their most common 

applications for MALDI -MS analysis. Adopted from (http://www.sigmaaldrich.com/). 

Matrix  Structure Application References 

DHB 

(MW 154 

g/mol) 

 Lipids, peptides, 

amino acids, 

sugars, vitamins 

(AlMasoud et al. 

2016, Bae et al. 

2014, Korte & 

Lee 2014) 

THAP 

(MW 186 

g/mol) 

 Glycans, 

polysaccharides, 

lipids 

(Siĺ et al. 2016, 

Fujita et al. 2010, 

Zhang et al. 

2014) 

CHCA 

(MW 189 

g/mol) 

 

Peptides, amino 

acids, sugars, 

vitamins 

(Bae et al. 2014, 

Korte & Lee 

2014) 
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Matrices chosen for this experiment have been reported to be well suited for profiling of 

small molecules in positive ionisation mode (Zhang et al. 2014, Lou et al. 2009). 

Depending on the application however, the selection of the most relevant matrix for 

analytes of interest is highly important in order to collect good quality mass spectra. 

Eibisch et al. have investigated the changes in phospholipids detected from lipid extracts of 

human erythrocytes using DHB in both positive and negative ionisation modes (Eibisch 

and Schiller, 2011). Similar application of DHB was shown in profiling of lipids, where 

researchers were aiming to classify different strains of bacteria based on bacterial extracts 

(AlMasoud et al., 2016). Additionally, another example of DHB and CHCA application 

was presented, where spectral reproducibility and quantification of peptides have been 

studied (Bae et al., 2014). The effectiveness of DHB and CHCA for examination of not 

only peptides or lipids, but also different classes of metabolites such as amino acids, sugars 

and vitamins has been shown in a study of Korte and Lee  using soy extracts (Korte and 

Lee, 2014). Also, a good analysis of polysaccharides (Fujita et al., 2010) and lipids 

(Zhang, Smith and Purves, 2014) with a usage of THAP was applied, where successful 

measurements of the analyte of interest without any matrix suppression were presented. 

Targeted profiling however, differs to a great extend from untargeted metabolomics, where 

all the measurable analytes in a sample including targeted metabolomics, assigned 

metabolites and all chemical unknowns are taken into consideration (Roberts et al., 2013). 

Hence, the easiest and the most reliable way to investigate the suitability of different 

matrices is to analyse them with regard to intensity and signal-to-noise ratio of the analyte 

of inertest as well as mass resolution and overall quality of obtained mass spectra (Cohen, 

Go and Siuzdak, 2007). 

With respect to the above, DHB, CHCA and THAP matrices were analysed with Arg and 

His mixture. The choice of the analytes for initial experiments was based on their good 

ionisation properties, low molecular weight fitting in a mass range of interest (< 1000 Da) 

as well as their wide usage as standards for mass spectrometry investigations (Alterman et 

al. 2004, Zenobi & Knochenmuss 1998). Also, Arg and His are basic amino acids that take 

part in cell metabolism and therefore, this class of compounds were to be expected in 

fingerprint and footprint samples of CHO cells (Mohmad-Saberi et al. 2013, Sellick et al. 

2011). 

The initial study was performed with three different matrix concentrations and three 

different matrix solvents. A concentration of the matrix varies according to a matrix type 

and character of the analysed sample. For matrices chosen for the experiments i.e. DHB, 

CHCA and THAP a wide range of concentrations is applied for profiling of small 
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molecules: from 5 mg/mL up to 30 mg/mL (Zhang et al. 2014, Alterman et al. 2004, Cao 

et al. 2011). Yet, the most common matrix concentration used for analysis of low 

molecular weight compounds stands at 10 mg/mL (Kim et al. 2011, Griffiths & Bunch 

2012). Usually, lower matrix concentration range (< 20mg/mL) is applied for metabolic 

profiling e.g. footprint and fingerprint samples, whereas higher matrix concentrations are 

used for MALDI imaging of cells and tissues due to the fragile nature of such samples 

(Becker et al. 2014, Phan et al. 2016, Schober et al. 2012). Hence, in order to evaluate a 

suitable matrix preparation for metabolite profiling of CHO cells, 5, 10 and 20 mg/mL of 

DHB, CHCA and THAP concentrations were investigated. 

Due to a presence of a vast number of different solvents and their combinations for 

matrices and analytes of interest being applied to MALDIïMS experiments (Lou et al. 

2009, Hillenkamp et al. 2009, Eibisch & Schiller 2011, Edwards & Kennedy 2005, Korte 

& Lee 2014, Calvano et al. 2013), this study involved three, the most common solvents 

used for measurements of small molecules.  

Firstly, ACN/H2O 1:1 (v/v) + 0.1% TFA, widely applied for analysis of metabolites was 

chosen (Paz et al. 2011, Fujita et al. 2010, Goodwin et al. 2012). TFA is typically used in 

MALDIïMS as a promoter of protonated ([M+H]
+
) species, thus improving the intensity 

of the analyte (Schiller et al., 1999). Studies have shown improved S/N ratio of analytes 

when TFA was applied (Schiller et al., 2003). Also, the TFA percentage in this study was 

chosen based on the research, where different concentrations of this acid were investigated 

on bacterial samples (Helmel, Marchetti-Deschmann and Allmaier, 2014). It was shown 

that collected mass spectra did not change significantly in a range of 0.1% to 2.5% of TFA 

used for experiments. Since it has been presented there are no critical changes in mass 

spectra between different concentrations of TFA, the lowest (i.e. 0.1%) concentration of 

TFA was applied for further experiments. Apart from protonated ions for positive 

ionisation mode and deprotonated ions ([M-H]
-
) in negative ionisation mode, sodium 

adductst ([M+Na]
+
), potassium adducts ([M+K]

+
), ammonium adducts ([M+NH4]

+
) and 

chlorine adducts ([M+Cl]
-
) are often observed - depending on the ionisation mode - during 

analysis of biological samples (Zaima et al. 2010, AlMasoud et al. 2016). This is due to a 

presence of salts in organic samples. Thanks to the existence of adducts in MALDI spectra, 

it was possible to investigate a number of additives such as previously mentioned TFA, 

ammonium acetate (Stübiger et al., 2010) or potassium chloride (Stubiger et al. 2009, 

Garrett et al. 2007) that are additionally included to a matrix solvent in order to promote 

formation of a particular adduct or act as a ócationising agentô (Suarez et al., 2011). 

However, addition of additives is often used for targeted studies such as lipid profiling, 
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rather than untargeted metabolomics (Griffiths and Bunch, 2012). Hence, 0.1% TFA was 

selected to be implemented in ACN/water mixture in order to promote protonation across 

the whole content of our sample. 

The remaining two chosen matrix solvents were 70% EtOH, applied for analysis e.g. 

peptides and sugars (Hillenkamp et al. 2009, Sugiura et al. 2014) and 70% MeOH, 

oftentimes used for metabolic analysis (Edwards and Kennedy, 2005) inter alia, drugs 

(Chakrabarty et al., 2015). Additionally, a choice of MeOH for this study was based on the 

fact that metabolism in CHO cells was quenched by methanol, accordingly to extraction 

protocols for fingerprint samples of CHO cells (Kronthaler et al. 2012, Sellick et al. 2011). 

The choice of these three solvents was also made according to the comparability of the 

solvents normally used for preparation of calibrants i.e. water being used to dissolve 

peptide standards (Dashtiev et al., 2007), a mixture of chloroform/MeOH being used for 

preparation of lipid standards (AlMasoud et al., 2016), 50-70% methanol being used as 

nucleotide solvent (Edwards and Kennedy, 2005), whereas ethanol can be applied as a 

solvent for fatty acids and peptides samples (Shroff and Svatos, 2009). Moreover, all 

sample spots were spotted by driedïdroplet method that is the easiest and the quickest 

method for MALDI sample preparation (Sarkar et al. 2009, Paz et al. 2011, Franz 

Hillenkamp & Karas 2007). Table 2 presents a summary of matrices, their concentrations 

and type of solvents used for the initial optimisation of this study.  

The data were collected and analysed for presence of arginine and histidine peaks in each 

sample. There were three peaks: arginine peak [Arg+H]
+
 at m/z 175.120 and histidine 

peaks [His+H]
+
 at m/z 156.077 and [His+K]

+
 at m/z 194.033 with S/N ratio higher than 6 

taken into consideration. Out of 27 methods of sample preparation (3 matrices ɉ 3 

concentrations ɉ 3 solvents) presented in Table 2, 3 of them failed with detection on 

histidine peak either [His+H]
+
 or [His+K]

+
 and therefore, were removed from further 

analysis. In the remain 24 methods of sample preparation all 3 peaks [Arg+H]
+
, [His+H]

+
 

and [His+K]
+
 could be seen. 
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Table 2: 27 different combinations of MALDI positive ion sample preparation with 

presence (+) or absence (-) of ions of interest. Thus, table summarises matrix, its 

concentration and solvent used in the study. Detection when S/N>6. 

Matrix  Concentration Solvent [Arg+H]
+
 [His+H]

+
 [His+K]

+
 

DHB 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% TFA + - + 

70% MeOH + - + 

70% EtOH + + + 

10 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% TFA + + + 

70% MeOH + + + 

70% EtOH + - - 

20 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% TFA + + + 

70% MeOH + - - 

70% EtOH + + + 

CHCA 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% TFA + - + 

70% MeOH + - + 

70% EtOH + - + 

10 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% TFA + + + 

70% MeOH + - + 

70% EtOH + - + 

20 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% TFA + - + 

70% MeOH + - + 

70% EtOH + + - 

THAP 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% TFA + - + 

70% MeOH + + + 

70% EtOH + - + 

10 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% TFA + - + 

70% MeOH + - + 

70% EtOH + - - 

20 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% TFA + - + 

70% MeOH + - + 

70% EtOH + - + 

 

 

The following step included a comparison of peak identification, S/N ratio, mass resolution 

and intensity of [Arg+H]
+
, [His+H]

+
 and [His+K]

+
 ions. The comparison of these 24 
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methods was made by 3 different solvents used for sample preparation and by 3 different 

matrix concentrations (Supplementary Information, Figure 2-7). A summary of these 

tested methods based on S/N ratio and intensity of target ions as well as their mass 

resolution is presented in Table 3, 4, 5, respectively. These data show that the S/N ratio 

and intensity of [Arg+H]
+
 ion are higher than histidine peaks in all screened methods. In 

terms of both histidine ions, [His+K]
+
 ion occurrs more often to protonated form of this 

amino acid and generally appears with greater intensity and S/N ratio than [His+H]
+
. 

Additionally, a relationship between matrix concentration, matrix solvent, S/N ratio and 

intensity of arginine and histidine ions i.e. [Arg+H]
+
, [His+H]

+
 and [His+K]

+
 can be 

noticed: both parameters (S/N ratio and intensity) seem to be the highest for these ions 

when a concentration of 10 mg/mL and ACN/H2O with 0.1% TFA as a solvent are applied 

(Table 3 and 4). Mass resolution of all three ions appears to be similar and is between a 

range of 2010±101 to 4437±487 for arginine and between 3131±146 to 5474±426 for 

histidine ions across all screened methods of sample preparation. Opposite to intensity and 

S/N ratio comparison, a correlation between mass resolution and matrix concentration and 

its solvent cannot be found. However, a general trend shows that mass resolution of 

mentioned ions seems to be better in solvents such as EtOH or MeOH rather than 

ACN/H2O with 0.1% TFA (Table 5). 
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Table 3: Comparison of S/N ratio of Arg and His ions according to the matrix used, 

its concentration and solvent in MALDI positive ion mode. The highest values of S/N 

ratio (orange) and top scores*  (green) are highlighted; empty box ï no ion detected. 

Matrix  Concentration Solvent [Arg+H]
+
 [His+H]

+
 [His+K]

+
 Score 

DHB 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

20 
 

10 0 

70% MeOH 63 
 

10 0 

70% EtOH 1150 13 24 3 

10 mg/mL ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

595 13 136 3 

70% MeOH 175 9 10 1 

20 mg/mL ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

593 12 10 2 

70% EtOH 262 7 9 1 

CHCA 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

43 
 

19 0 

70% MeOH 85 
 

24 1 

70% EtOH 133 
 

15 0 

10 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

1195 9 77 3 

70% MeOH 155 
 

17 0 

70% EtOH 958 
 

8 1 

20 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

19 
 

7 0 

70% MeOH 97 
 

22 1 

70% EtOH 11369 7 
 

2 

THAP 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

49 
 

26 1 

70% MeOH 149 7 11 1 

70% EtOH 205 
 

18 0 

10 mg/mL ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

197 
 

14 0 

70% MeOH 91 
 

11 0 

20 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

199 
 

9 0 

70% MeOH 209 
 

16 0 

70% EtOH 138 
 

11 0 

*scores-the summary of the highest values for a given method 
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Table 4: Comparison of the intensity [a.u.] of Arg and His ions according to the 

matrix used, its concentration and solvent in MALDI positive ion mode. The highest 

values of the intensity (orange) and top scores*  (green) are highlighted; empty box ï 

no ion detected. 

Matrix  Concentration Solvent [Arg+H]
+
 [His+H]

+
 [His+K]

+
 Score 

DHB 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

110 
 

55 0 

70% MeOH 355 
 

55 0 

70% EtOH 6634 78 140 3 

10 mg/mL ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

3646 78 861 3 

70% MeOH 1020 51 67 1 

20 mg/mL ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

3534 72 54 2 

70% EtOH 1438 41 52 0 

CHCA 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

242 
 

99 0 

70% MeOH 475 
 

129 0 

70% EtOH 779 
 

85 0 

10 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

7720 63 537 3 

70% MeOH 998 
 

121 0 

70% EtOH 5480 
 

45 1 

20 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

159 
 

42 0 

70% MeOH 699 
 

170 1 

70% EtOH 71518 44 
 

2 

THAP 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

285 
 

155 1 

70% MeOH 821 40 63 0 

70% EtOH 1385 
 

144 1 

10 mg/mL ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

1226 
 

91 0 

70% MeOH 523 
 

67 0 

20 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

1094 
 

52 0 

70% MeOH 1356 
 

107 0 

70% EtOH 832 
 

70 0 

*scores-the summary of the highest values for a given method 

  



136 

Table 5: Comparison of mass resolution of Arg and His ions according to the matrix 

used, its concentration and solvent in MALDI positive ion mode. The highest values 

of mass resolution (orange) and top scores*  (green) are highlighted; empty box ï no 

ion detected. 

Matrix  Concentration Solvent [Arg+H]
+
 [His+H]

+
 [His+K]

+
 Score 

DHB 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

3237 
 

3724 0 

70% MeOH 4283 
 

3341 1 

70% EtOH 3863 4725 4255 2 

10 mg/mL ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

3936 3763 3131 1 

70% MeOH 4344 4516 3713 2 

20 mg/mL ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

3306 3599 4739 2 

70% EtOH 4242 4707 4633 3 

CHCA 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

3716 
 

3800 0 

70% MeOH 4370 
 

3952 1 

70% EtOH 3892 
 

4135 0 

10 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

3180 3205 3234 0 

70% MeOH 3934 
 

3301 0 

70% EtOH 3206 
 

5362 1 

20 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

4437 
 

3238 1 

70% MeOH 3946 
 

3663 0 

70% EtOH 2010 3598 
 

1 

THAP 

5 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

3360 
 

3582 0 

70% MeOH 3772 3186 3694 0 

70% EtOH 4105 
 

3839 0 

10 mg/mL ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

3808 
 

3669 0 

70% MeOH 4232 
 

5474 2 

20 mg/mL 

ACN/H2O 1:1 (v/v) + 0.1% 

TFA 

3779 
 

5138 1 

70% MeOH 3287 
 

3680 0 

70% EtOH 3693 
 

3335 0 

*scores-the summary of the highest values for a given method 
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Based on the comparison of S/N ratio, intensity and mass resolution of Arg and His ions, 

the highest 6 values for each ion, within each of the discussed properties were chosen 

(highlighted in orange). This was then followed by evaluation of the best methods of 

sample preparation (óscoreô column highlighted in green in Table 3, 4 and 5). 

Consequently, there were 8 preferred methods of matrix preparation with both arginine and 

histidine ions detected taken into account (Table 6).  

 

Table 6: Summary of the eight top methods of MALDI positive ion matrix 

preparation, including matrix, its concentration and solvent. Methods were selected 

based on the analytes detection, their S/N ratio, intensity and mass resolution. 

Methods listed by matrix, its concentration (from low to high) and type of solvent. 

Matrix  Concentration Solvent 

DHB 5 mg/mL 70% EtOH 

DHB 10 mg/mL ACN/H2O 1:1 (v/v) + 0.1% TFA 

DHB 10 mg/mL 70% MeOH 

DHB 20 mg/mL ACN/H2O 1:1 (v/v) + 0.1% TFA 

DHB 20 mg/mL 70% EtOH 

CHCA 10 mg/mL ACN/H2O 1:1 (v/v) + 0.1% TFA 

CHCA 20 mg/mL 70% EtOH 

THAP 10 mg/mL 70% MeOH 

 

In order to restrict the investigation of the best matrix preparation method, MS profiles of 

DHB, CHCA and THAP matrices were analysed (Figure 2). To achieve a good quality and 

reproducibility of the data an appropriate MALDI matrix is characterised by reduced 

background (i.e. matrix signals ought to be very small) in order to avoid matrix-analyte 

ions interference and hence, allowing the identification of analyte peaks. Also, an optimal 

matrix should produce only a single adducts of the target molecule and should not tend to 

form matrix clusters as such clusters can cause complications in analyte identification and 

analysis of the data (Shanta et al. 2012, Shariatgorji et al. 2012). 

As seen in Figure 2, CHCA gives the most intense peaks (10
4
 a.u) when compared to both 

DHB and THAP (< 400 a.u.), independently on the solvent used. Also, there are much 

more matrix peaks from CHCA than from DHB or THAP. CHCA peaks that show the 

highest abundance in ACN/water with TFA at 10 mg/mL are at m/z 172.041 [CHCA-

H2O+H]
+
 and at m/z 379.094 [2CHCA+H]

+
, whereas the most intense matrix peaks for 

CHCA in 70% EtOH at 20 mg/mL are observed at m/z 172.041, m/z 212.024 [CHCA+Na]
+
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and at m/z 234.010 [CHCA-H+Na]
+
. Unlike CHCA, DHB and THAP appear to be superior 

matrices for analysis of small molecules because of their low intensity and small number of 

peaks. There are three DHB peaks that are the most abundant within the spectra and are 

seen in all screened methods: m/z 137.023 [DHB+H-H2O]
+
, m/z 155.024 [DHB+H]

+
 and 

m/z 177.012 [DHB+Na]
+
. However, THAP profile presents the lowest intensity when 

compared to remain two matrices with peaks at m/z 169.051 [THAP+H]
+
 and m/z 381.179 

[2THAP+2Na-H]
+
. 

 

 

Figure 2: MALDI positive ion mode averaged spectra of pure (with no sample) 

matrices of 8 top methods of sample preparation; * - high intense matrix peaks. 

 

According to Table 6, due to mainly DHB matrix presence within 8 combinations shown, 

this matrix seems to be the most suitable for MALDI analysis in both 10 mg/mL and 20 

mg/mL concentrations. However, after the analysis of spectra of pure DHB prepared in 

different solvents, it was confirmed that a mixture of ACN/water with 0.1% TFA gives less 

matrix noise than 70% EtOH or 70% MeOH and therefore, this solvent system appears as 

the most appropriate one. Additionally, based on S/N ratio and intensity comparison of Arg 
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and His ions the concentration of 10 mg/mL seems to be better as it gives higher analyte 

signals. 

5.6.1.2. Negative ionisation mode 

Ionisation of the analyte depends on its chemical structure. Several studies show that 

oligonucleotides, phospholipids and steroids are more likely to create negative ions due to 

the presence of groups such as [-OH], [=O], [PO4]
3-

 or [-COOH] (Vermillion-Salsbury & 

Hercules 2002, Amantonico et al. 2008, Calvano et al. 2013, Chen et al. 2012). Negative 

ionisation mode is also used to enrich and supplement data of positive ionisation mode 

with more sample information, hence allowing direct correlation of the collected data (Ellis 

et al., 2016). Due to this and because of the fact that nucleotides, phospholipids and many 

other compounds were expected to be in CHO cell extracts (Dietmair et al., 2012), dual 

polarity MALDI optimisation of sample preparation was performed. 

Initial optimisation of matrix preparation for negative ionisation mode included two 

matrices: 9AA and DMAN (Table 7). Matrices were prepared in three different 

concentrations (5, 10, 20 mg/mL) and in five solvents: 70% and 100% ACN, 70% and 

100% MeOH and 70% EtOH. Following matrix preparation, a mixture of Trp and ATP 

was added to each sample in order to check the influence of different sample preparation 

on mentioned analytes. 

Table 7: Chemical structures of 9AA and DMAN with their most common 

applications for MALDI -MS analysis. Adopted from (http://www.sigmaaldrich.com/). 

Matrix  Structure Application References 

9AA 

(MW 194 

g/mol) 

 

Lipids, 

oligonucleotides, 

metabolites 

(Sun et al. 2008, 

Vermillion-

Salsbury & 

Hercules 2002, 

Vaidyanathan & 

Goodacre 2007) 

DMAN  

(MW 214 

g/mol) 

 

Fatty acids, 

phosphopeptides, 

metabolites 

(Shroff & Svatoġ 

2009, Zhang & 

Yao 2012, Ye et 

al. 2013) 
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Several organic matrices such as 9AA, DMAN (Vermillion-Salsbury & Hercules 2002, 

Shroff & Svatoġ 2009), N-(1-naphthyl) ethylenediamine dinitrate (NEDN) (Chen et al., 

2012), 1,5-diaminonaphthalene (DAN) (Dong et al., 2013) as well as binary matrices for 

example CHCA/9AA (Guo and He, 2007) have been applied for profiling of metabolites in 

negative ionisation mode. Although low matrix background can be attained with these 

matrices, several issues such as low ionisation efficiency or lack of uniform surface 

morphology are still to be overcome (Cao et al. 2011, Thomas et al. 2012). Therefore, two 

matrices 9AA and DMAN (Table 7), commonly used for metabolite profiling in negative 

ion mode, were compared in three concentrations of 5, 10 and 20 mg/mL in different 

solvents: 70% and 100% ACN, 70% and 100% MeOH and 70% EtOH. Similarly to 

positive ionisation mode, concentrations and solvents for matrices were chosen based on 

the most frequent matrix preparations in regard to profiling of small molecules, giving high 

quality data (Korte & Lee 2014, Dong et al. 2013, Calvano et al. 2011, Zhang & Yao 

2012). As previously section, a selection of matrix concentration and solvent are crucial for 

its good solubility, ionisation efficiency for the analyte, creation of homogeneous film and 

low matrix background (Hillenkamp et al. 2009, Fujita et al. 2010). Studies have reported 

a good suitability of MeOH as matrix solvent for 15 mg/mL 9AA in profiling of 

oligonucleotides (Vermillion-Salsbury and Hercules, 2002) and 10 mg/mL 9AA and 

DMAN in lipid (Calvano et al., 2013) and phosphopeptide fingerprinting (Zhang and Yao, 

2012). On the other hand, others have applied EtOH as a DMAN solvent in fatty acid 

analysis (Shroff and Svatos, 2009) and 50% ACN for 10 mg/mL 9AA solution in small 

molecule studies (Guo and He, 2007). With respect to the above, 9AA and DMAN were 

studied with ATP and Trp mixture. These analytes are widely used as standards for mass 

spectrometry analysis and have good ionisation properties (Blatherwick et al. 2013, 

Vaidyanathan & Goodacre 2007). 

The initial analysis of matrix preparation methods included a comparison of detection (S/N 

> 6) of ions of interest i.e. [Trp-H]
-
 and [ATP-2Na+H]

-
 (Table 8). Out of 30 possibilities (2 

matrices ɉ 3 concentrations ɉ 5 solvents) there were 15 methods that failed with a 

detection of one of the ions of interest, either [Trp-H]
-
 or [ATP-2Na+H]

-
 and therefore, 

these matrix-solvent combinations were excluded from further investigations. In the 

remaining 15 methods both Trp and ATP ions were detected. 
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Table 8: 30 different combinations of MALDI negative ion sample preparation with 

presence (+) or absence (-) of ions of interest. Thus, table also summarises matrix, its 

concentration and solvent used in the study. Detection when S/N>6. 

Matrix  Concentration Solvent [Trp -H]
-
 [ATP-2Na+H]

-
 

9AA 

5 mg/mL 

70% ACN + + 

100% ACN + + 

70% MeOH + + 

100% MeOH + + 

70% EtOH + + 

10 mg/mL 

70% ACN + + 

100% ACN - + 

70% MeOH + + 

100% MeOH + + 

70% EtOH + + 

20 mg/mL 

70% ACN - + 

100% ACN + + 

70% MeOH + + 

100% MeOH + + 

70% EtOH + + 

DMAN 

5 mg/mL 

70% ACN + - 

100% ACN + + 

70% MeOH + - 

100% MeOH + - 

70% EtOH + - 

10 mg/mL 

70% ACN + - 

100% ACN + + 

70% MeOH + - 

100% MeOH + - 

70% EtOH + - 

20 mg/mL 

70% ACN + - 

100% ACN + - 

70% MeOH + - 

100% MeOH + - 

70% EtOH + - 
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Subsequently, S/N ratio, intensity and mass resolution of those ions were compared. 

Observation of these 15 methods was made by 3 different matrix concentrations and 3 

different matrix solvents used for sample preparation (Supplementary Information, 

Figure 8-13). A summary of screened methods based on S/N ratio, intensity and mass 

resolution of [Trp-H]
-
 and [ATP-2Na+H]

-
 ions is presented in Table 9, 10 and 11. 

Table 9: Comparison of S/N ratio of Trp  and ATP ions according to the matrix used, 

its concentration and solvent in MALDI negative ion mode. The highest values of S/N 

ratio (orange) and top scores*  (green) are highlighted; empty box ï no ion detected. 

Matrix  Concentration Solvent [Trp -H]
-
 [ATP-2Na+H]

-
 Scores 

9AA 

5 mg/mL 

70% ACN 302 823 2 

100% ACN 97 64 0 

70% MeOH 1350 661 2 

100% MeOH 180 134 1 

70% EtOH 256 104 2 

10 mg/mL 

70% ACN 182 115 2 

70% MeOH 92 43 0 

100% MeOH 88 17 0 

70% EtOH 134 43 0 

20 mg/mL 

100% ACN 76 12 0 

70% MeOH 17 2992 1 

100% MeOH 59 7 0 

70% EtOH 57 26 0 

DMAN 
5 mg/mL 100% ACN 1232 9 1 

10 mg/mL 100% ACN 2647 6 1 

*scores-the summary of the highest values for a given method 
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Table 10: A comparison of the intensity [a.u.] of Trp  and ATP ions according to the 

matrix used, its concentration and solvent in MALDI negative ion mode. The highest 

values of intensity (orange) and top scores*  (green) are highlighted; empty box ï no 

ion detected. 

Matrix  Concentration Solvent [Trp -H]
-
 [ATP-2Na+H]

-
 Scores 

9AA 

5 mg/mL 

70% ACN 3091 5871 2 

100% ACN 681 365 0 

70% MeOH 10503 4582 2 

100% MeOH 1670 650 2 

70% EtOH 1555 533 2 

10 mg/mL 

70% ACN 1162 592 1 

70% MeOH 482 177 0 

100% MeOH 514 84 0 

70% EtOH 904 222 0 

20 mg/mL 

100% ACN 376 43 0 

70% MeOH 291 19696 1 

100% MeOH 391 33 0 

70% EtOH 292 106 0 

DMAN 
5 mg/mL 100% ACN 11659 39 1 

10 mg/mL 100% ACN 19909 28 1 

*scores-the summary of the highest values for a given method 
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Table 11: A comparison of mass resolution of Trp  and ATP ions according to the 

matrix used, its concentration and solvent in MALDI negative ion mode. The highest 

values of mass resolution (orange) and top scores*  (green) are highlighted; empty box 

ï no ion detected. 

Matrix  Concentration Solvent [Trp -H]
-
 [ATP-2Na+H]

-
 Scores 

9AA 

5 mg/mL 

70% ACN 3488 4273 0 

100% ACN 4597 8291 1 

70% MeOH 3008 4689 0 

100% MeOH 3900 8495 1 

70% EtOH 4151 8578 2 

10 mg/mL 

70% ACN 4123 8079 0 

70% MeOH 4259 8295 2 

100% MeOH 4442 10357 2 

70% EtOH 4072 7823 0 

20 mg/mL 

100% ACN 4925 13375 2 

70% MeOH 1564 2152 0 

100% MeOH 3977 8153 0 

70% EtOH 4616 8109 1 

DMAN 
5 mg/mL 100% ACN 3058 8279 0 

10 mg/mL 100% ACN 2765 11346 1 

*scores-the summary of the highest values for a given method 

These data show that for both matrices tested, S/N ratio and the intensity of both ions of 

interest were higher for ACN and MeOH when compared to S/N ratio and intensity values 

for EtOH. 

However, these results suggest that 9AA appears to be far superior to DMAN as only two 

of matrix preparation methods screened i.e. 5 mg/mL and 10 mg/mL in 100% ACN for 

DMAN were suitable for ATP and Trp detection. Also, no strong correlation between mass 

resolution and choice of solvent was seen: mass resolution of [Trp-H]
-
 ion fits in the range 

between 1564±453 and 4442±139 for MeOH, 2765±1110 and 4925±428 for ACN and 

4072±253 and 4616±216 for EtOH, whereas mass resolution of [ATP-2Na+H]
-
 occurs 

between 2152±337 and 10357±1111 for MeOH, 4273±189 and 13375±811 for ACN and 

7823±519 and 8578±548 for EtOH across all methods tested, depending on matrix 

concentration (Table 11). Additionally, a relationship between matrix concentration, S/N 

ratio and the intensity of ATP and Trp ions for 9AA matrix can be observed: both 

parameters give higher values for a concentration of 5 mg/mL (S/N between 64±7 - 
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1350±128, intensity between 365±20 - 10503±277 a.u.) than for 10 mg/mL (S/N between 

17±5 - 182±27, intensity 84±22 - 1162±116 a.u.) or 20 mg/mL (S/N between 7 - 

2992±241, intensity between 33 - 19696±1738 a.u.) (Table 9 and 10). 

Based on a comparison of S/N ratio, intensity and mass resolution of Trp and ATP ions, 6 

values for each ion, within each of the discussed properties were chosen (highlighted in 

orange). This was then followed by evaluation of the best methods of sample preparation 

(óscoreô column highlighted in green in Table 9, 10, 11). Consequently, there were 8 top 

methods of matrix preparation with both Trp and ATP ions detected taken into 

consideration (Table 12). 

Table 12: A summary of 8 top methods of MALDI negative ion matrix preparation , 

including matrix, its concentration and solvent. Methods were selected based on the 

analytes detection, their S/N ratio, intensity and mass resolution. Methods listed by 

matrix concentration (from low to high) and type of solvent. 

Matrix  Concentration Solvent 

9AA 5 mg/mL 70% ACN 

9AA 5 mg/mL 70% MeOH 

9AA 5 mg/mL 100% MeOH 

9AA 5 mg/mL 70% EtOH 

9AA 10 mg/mL 70% ACN 

9AA 10 mg/mL 70% MeOH 

9AA 10 mg/mL 100% MeOH 

9AA 20 mg/mL 100% ACN 

 

According to a summary presented in Table 12, 9AA turns out to be a better matrix than 

DMAN as well as a concentration of 5 and 10 mg/mL seems to be more relevant for small 

molecule profiling than a concentration of 20 mg/mL. However, further investigation of 

matrix background for each concentration and each solvent from Table 12 was performed 

to decide on a final matrix preparation protocol for this study (Figure 3). 

All MS spectra from pure (with no sample) 9AA matrix show similar profiles: the most 

abundant peak at m/z 193.091 that corresponds to [M-H]
-
 9AA ion can be observed. Also, 

the second most abundant peak is seen at m/z 96.938 that potentially corresponded to 

phosphoric acid [M-H]
-
, sulphuric acid [M-H]

-
 or phosphate [H2PO4]

-
 contamination. 
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Figure 3: MALDI negative ion mode averaged spectra of pure (with no sample) 

matrices of 8 top methods of sample preparation; * - the most abundant matrix peak 

at m/z 193. 

All 9AA MS profiles appear to be very similar, regardless of the solvent used for the 

experiment. Yet, the difference in intensity of m/z 193 peak can be seen: the lowest signal 

is found for 5 mg/mL 9AA in 70% ACN and 70% EtOH and 10 mg/mL 9AA in 100% 

ACN (<1000 a.u.), whereas 5 and 10 mg/mL 9AA in MeOH and 10 mg/mL 9AA in 70% 

ACN give higher m/z 193 intensity (>1000 a.u.). 
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5.6.2. Metabolite standards 

The objective of this section was to assess MALDI-MS experiments in order to screen a 

number of standard compounds and their mixtures to create a calibration cocktail for 

further metabolomics investigations. 

Table 13 presents a list of compounds that were screened in both MALDI positive and 

negative ionisation modes that were selected to investigate their suitability to build a 

standards mixture for this study. The preference was made according to the molecular 

weight to be between 0 and 1000 Da, a type of metabolite for instance amino acids (e.g. 

proline), organic acids (e.g. citric acid), nucleosides (e.g. cytidine), fatty acids (e.g. 

palmitic acid) and sugars (e.g. glucose-6-phosphate), price and their availability. The 

choice of standards was also made in regard to the ionisation effectiveness and their usage 

as calibration compounds according to available literature (Shroff et al. 2007, 

Vaidyanathan & Goodacre 2007, Xu et al. 2009, Dashtiev et al. 2007, Johnson & Lewis 

2005, Sun et al. 2004, Helsper et al. 2013). The selection of solvents for standard 

compounds was made according to their solubility based on Material Safety Data Sheet 

(MSDS). Also, a consideration was given to a choice of solvents that would be similar to 

those used for matrices preparation i.e. ACN, MeOH and water to avoid introducing 

additional source of signals and to prevent precipitation of the analyte due to disagreement 

of solvent polarities. Moreover, compounds were prepared in excess concentration to 

ensure high MS signal. The detection of each compound is described according to their 

S/N ratio: very good S/N>2000 (++++), good S/N 500ï2000 (+++), medium S/N 200ï500 

(++) and low S/N <200 (+). 

Many studies have shown that MS analysis, identification and quantification of cells and 

tissue metabolites provide a fingerprint of different classes of compounds, separating 

different levels of biological conditions e.g. health and abnormal regions (Nemes et al. 

2011, Korte & Lee 2014). This concept is applied in regard to the detection and 

quantification of specific classes of metabolites for example drugs. However, the approach 

of untargeted metabolite profiling is much more complicated as it is aimed to investigate 

the widest possible range of compounds from different classes (Forcisi et al., 2013). 

Hence, a real challenge of metabolomics research is correlated to chemical complexity of 

sample that represents different classes of endogenous and exogenous metabolites. The 

vast diversity of small molecules (<1000 Da), including their physical and chemical 

properties such as polarity and stereochemistry as well as different biological functions and 

concentrations, makes the detection of the whole set of metabolites an ambitious approach 

(Zhao et al. 2010, Lenz et al. 2004). It is therefore necessary to optimise a standard 
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compounds mixture to fit within a mass range as well as different chemical and physical 

properties of the analyte of interest. 

In total, there were 26 compounds screened in positive and negative ionisation modes. The 

comparison of compounds is made according to their detection and signal strength and is 

presented as S/N ratio. As seen in Table 13, out of 25 tested compounds in positive 

ionisation mode, there were 6 metabolites that gave very strong signal (S/N >2000), 4 

metabolites with good (S/N 500-2000) and medium (S/N 200-500) signal, 8 metabolites 

with low (S/N <200) signal and 3 compounds that were not detected (S/N <6) as 

protonated form. Most of the investigated metabolites (16 compounds) gave protonated 

ions [M+H]
+
 however, sodium [M+Na]

+
 and potassium [M+K]

+
 adducts were also seen. 

Typical MALDI-MS spectra (i.e. with no advanced sample purification) are normally 

abundant with protonated species as well as sodium and potassium adducts. Protonated 

forms are often dominated by [M+Na]
+
 and [M+K]

+
 adducts and this phenomenon is seen 

for example in lipid analysis. The hypothesis states that a free ïOH group in the 

diacylglycerols greatly interacts with metal ions resulting in enhanced formation of such 

adducts (Schiller et al., 1999). Similarly, there were sodium and potassium adducts of lipid 

species tested in this study i.e. DPPC and tripalmitin. Additionally, there were metal 

adducts detected from non-lipid species, but rich in ïOH group, such as atenolol, glucose-

6-phosphate, adenosine 5ô-triphosphate, leucine enkephalin, etoposide, GSSG, 

erythromycin A and bradykinin fragment 2-9. Detection of metal adducts of those 

compounds was reported previously (Langley et al. 2007, Nordstrom et al. 2006, Edwards 

& Kennedy 2005, Calvano et al. 2011). 

Similar observation can be made for detection of compounds tested in negative ionisation 

mode. Most of the metabolites (13 compounds) gave low (S/N <200) signal; only 2 

metabolites gave very good (S/N >2000) and good (S/N 500-2000) signal. Additionally, 

none of them showed medium (S/N 200-500) detection and there were 9 metabolites that 

gave no signal (S/N <6) for deprotonated form. The majority of species detected (14 

compounds) were deprotonated [M-H]
-
. Analogous to positive ionisation mode, in negative 

ion mode the creation of adducts is equally possible (Boudah et al., 2014). This could be 

seen for erythromycin A, where chlorine [M+Cl]
-
 adduct was detected. 

 



149 

 

Table 13: A list of standards examined in MALDI positive and negative ionisation modes. Compounds are sorted in increasing molecular 

weight order. S/N ratio: very good S/N>2000 (++++), good S/N 500-2000 (+++), medium S/N 200-500 (++), low S/N<200 (+), x ï no detection 

(S/N <6), highlighted are compounds with the strongest signal within each ionisation mode. Table also summarises compound solvent, its stock 

concentration and molecular weight. 

Compound Solvent 

Stock 

concentration 

[mM] *  

Molecular 

weight 

[g/mol] 

Positive ions Signal Negative ions Signal 

Glycine 50% MeOH 225.0 75.1 [M+H]
+
 + [M-H]

-
 + 

2-methylimidazole Water 300.0 82.1 [M+H]
+
 ++++ [M-H]

-
 x 

Proline Water 300.0 115.1 [M+H]
+
 + [M-H]

-
 x 

Nicotinic acid 90% EtOH 40.0 123.1 [M+H]
+
 + [M-H]

-
 ++++ 

Histidine Water 200.0 155.2 [M+H]
+
 ++ [M-H]

-
 + 

Pyridoxine (vitamin B6) Water 200.0 169.2 [M+H]
+
 + [M-H]

-
 + 

Arginine Water 200.0 174.2 [M+H]
+
 +++ [M-H]

-
 x 

Citric acid 50% MeOH 300.0 192.1 [M+H]
+
 x [M-H]

-
 +++ 

Caffeine Water 50.0 194.2 [M+H]
+
 ++++ [M-H]

-
 + 

Tryptophan 90% EtOH 40.0 204.2 [M+H]
+
 + [M-H]

-
 +++ 

Cytidine 30% EtOH 130.0 243.1 [M+H]
+
 ++ [M-H]

-
 + 
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Palmitic acid 

Chloroform/ 

MeOH 1:1 

(v/v) 

40.0 256.4 [M+H]
+
 x [M-H]

-
 + 

Atenolol 25% MeOH 100.0 266.3 

[M+H]
+
 +++ 

[M-H]
-
 x [M+Na]

+
 +++ 

[M+K]
+
 ++ 

Glucose-6-phosphate sodium 

salt 
50% MeOH 300.0 282.1 [M+K]

+
 + [M-H]

-
 x 

Palmityl palmitate 

Chloroform/ 

MeOH 0.67:0.3 

(v/v) 

31.3 480.8 [M+H]
+
 x [M-H]

-
 + 

Verapamil hydrochloride 
MeOH/ EtOH 

1:1 (v/v) 
56.6 491.1 

[M+H]
+
 + 

[M+Cl]
-
 + 

[M-HCl+H]
+
 ++++ 

[M-HCl-

150+H]
+
 

++++ 

PC (18:0/0:0)  1-stearoyl-sn-

glycero-3-phosphocholine 

Chloroform/ 

MeOH 1:13 

(v/v) 

1.1 523.7 [M+H]
+
 

+ 

 

[M-H]
-
 + 

[M-N(CH3)3-H]
-
 + 

Adenosine 5ǋ-triphosphate 

disodium salt hydrate 
Water 30.0 551.1 

[M+H]
+
 ++ 

[M-2Na+H]
-
 + 

[M+Na]
+
 + 
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[M-2Na+3H]
+
 ++++ 

Leucine enkephalin acetate salt 

hydrate 
Water 1.8 555.6 [M+Na]

+
 + [M-H]

-
 + 

Polyethylene glycol 600 (PEG 

600) sulfate 
100% MeOH 

~1µL in 

500µL of 

solvent 

570-630   

[SO4]
2-
 ++++ 

[H(OCH2CH2)7SO4]
-
 ++ 

[H(OCH2CH2)9SO4]
-
 +++ 

[H(OCH2CH2)11SO4]
-
 +++ 

[H(OCH2CH2)13SO4]
-
 +++ 

Etoposide 

Chloroform/ 

MeOH 1:1 

(v/v) 

109.1 588.6 

[M+K]
+
 + 

[M-206-H]
-
 + 

[M+Na]
+
 +++ 

L-Glutathione oxidized (GSSG) Water 82.3 612.6 
[M+H]

+
 ++ 

[M-H]
-
 x 

[M+Na]
+
 +++ 

Erythromycin A 
EtOH 

 
54.7 733.9 

[M-H2O+Na]
+
 ++++ [M-H]

-
 + 

[M+Na]
+
 ++ [M+Cl]

-
 + 

Dipalmitoylphosphatidylcholine 

(DPPC) 

Chloroform/ 

MeOH 1:1 

(v/v) 

127.0 734.0 

[M+K]
+
 + 

[M-H]
-
 x 

PC headgroup ++ 
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Tripalmitin 

Chloroform/ 

MeOH 9:1 

(v/v) 

46.0 807.3 [M+Na]
+
 ++ [M-H]

-
 x 

Bradykinin fragment 2-9 Water 23.4 904.0 

[M+H]
+
 ++++ 

[M-H]
-
 x [M+K]

+
 + 

[M+Na]
+
 +++ 

* - concentration unit excluding PEG600 sulfate 
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As soft/mild ionisation technique, MALDI-MS produces few or little fragmentation 

(Bergman, Shevchenko and Bergquist, 2014). Most fragments are believed to be generated 

as the ions travel across the drift tube, by ómetastableô (of a state of equilibrium) 

breakdown and by contact with the background gas. This mechanism is called ñpost ï 

source decayò (Spengler 1997, Spengler & Kaufmann 1992). However, the fragmentation 

is very limited due to a presence of matrix that plays important role in controlling 

fragmentation process by absorbing majority of the laser energy and passing it to the 

analyte (Zenobi and Knochenmuss, 1998). Yet, fragmentation of species such as lipids is 

commonly seen in MALDI experiments (Al -Saad et al. 2003, Zhang et al. 2014, Anderson 

et al. 2013). This is believed to be caused by two reactions occurring upon lipid analysis: 

the quartetnary ammonium group fragmentation (Marto et al., 1995) and a cleavage of the 

double bond in fatty acid residues (Schiller et al., 1999). In this study, PC head-group at 

m/z 184.074 of DPPC and PC (18:0/0:0) [M-N(CH3)3-H]
-
 fragment at m/z 463.619 could 

be detected in positive and negative ionisation modes, respectively. This has also been 

shown in another studies of DPPC, where PC head-group (H2PO4(CH2)2N(methyl 

group)3
+
) at m/z 184.074 was detected (Jaskolla, Onischke and Schiller, 2014). 

Fragmentation of parent ion of PC (18:0/0:0) was confirmed with MS/MS spectra shown in 

Supplementary Information, Figure 14. 

Furthermore, other fragments of non-lipid compounds could be seen as well: verapamil 

fragments [M-HCl+H]
+
 and [M-HCl-150+H]

+
 in positive ion mode and etoposide fragment 

[M-206-2H]
-
 in negative ion mode. These findings are in line with reported MS/MS studies 

of verapamil, where fragments at m/z 303.207 ([M-HCl-150+H]
+
) and m/z 455.291 ([M-

HCl+H]
+
) could also be detected (Sun et al. 2004, Cohen et al. 2007). Another study has 

confirmed etoposide fragment at m/z 381.593 for [M-206-H]
-
 (Hande et al., 1988). 

Except for PEG600 sulfate, there were only 3 compounds with very good (S/N >2000) or 

good (S/N 500-2000) signal within all scanned calibrants in negative ion mode. These 3 

compounds i.e. nicotinic acid, citric acid and tryptophan fit the mass range only up to 204 

Da. Due to lack of full mass range coverage (0-1000 Da) and low signals from the rest of 

the compounds, PEG600 sulfate was selected to be the calibrant for negative ion mode in 

this study. Its performance as MS calibrant has been previously shown (Shroff et al. 2007, 

Shroff & Svatoġ 2009). 

Polymers such as polyethylene glycols (PEGs) are suitable calibrants for small molecule 

applications. PEGs produce a collection of peaks that are usually observed to be repeated a 

number of its subunits (monomers) and are accessible to assign (Garofolo, 2004). 

Accordingly, very good (S/N >2000) and good (S/N 500-2000) signal from a number of 
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PEG600 sulfate ions was seen in this study. Representative PEG600 ions: sulfate ion 

[SO4]
-
 and polymers ions (n=7, 9, 11, 13) are presented in Table 13. 

Based on the detection and signal strength of the screened analytes, 6 of them were 

selelcted to create a calibration cocktail across a mass range from 0 to 1000 Da. For 

positive ionisation mode these analytes are (in order of increasing molecular weight): 2-

methylimidazole (82 g/mol), caffeine (194 g/mol), verapamil hydrochloride (491 g/mol), 

adenosine 5ǋ-triphosphate disodium salt hydrate (551 g/mol), erythromycin A (734 g/mol), 

bradykinin fragment 2-9 (904 g/mol) (highlighted compounds in Table 13). In order to 

evaluate a final concentration of each of these compounds in a calibration cocktail, 

different concentrations of these analytes were examined (Table 14). Based on presence of 

ions of interest and their S/N ratio in each mixture a final mixture C was chosen as the 

most suitable one and was used as the calibration cocktail for further experiments. Full 

data with S/N values can be found in Supplementary Information, Table 1). 

Representative MALDI spectrum of the best mixture C is presented in Figure 4. 

Table 14: Different  combinations of analytes included in the calibration mixture  for 

MALDI positive ionisation mode analysis. Table summarises compound, its 

molecular weight and volumes used to create each mixture. 

Compound 

Molecular 

weight 

[g/mol] 

Mixture  

A B C 

Volume [µL] from stock 

solution 

2-methylimidazole 82 1.0 1.5 2.0 

Caffeine 194 20.0 80.0 60.0 

Verapamil hydrochloride 491 12.0 25.0 14.0 

Adenosine 5ǋ-triphosphate disodium salt 

hydrate 
551 5.0 10.0 20.0 

Erythromycin A 734 2.0 4.0 10.0 

Bradykinin fragment 2-9 904 0.5 0.5 0.5 
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Figure 4 presents a spectrum of the calibration cocktail for MALDI positive ion 

experiments with ions assigned for each compound: 2-methylimidazole [M+H]
+
 at m/z 

83.061, caffeine [M+H]
+
 at m/z 195.088, verapamil [M-HCl-150+H]

+
 at m/z 303.207 and 

[M-HCl+H]
+
 at m/z 455.291, ATP [M+Na]

+
 at m/z 573.949, erythromycin A [M-

H2O+Na]
+
 at m/z 738.874 and bradykinin 2-9 [M+H]

+
 at m/z 904.468 and [M+Na]

+
 at m/z 

926.450. Additionally, three matrix peaks are detected: [DHB+H-H2O]
+
 at m/z 137.023, 

[DHB+H]
+
 at m/z 155.024 and [2DHB+H-2H2O]

+
 at m/z 273.036 and can also be used for 

mass correction. Verapamil, erythromycin and bradykinin ions are the most intense in a 

calibration mixture with intensities about 9000 a.u. and higher. 2-methylimidazole, 

caffeine and ATP ions seem to be less intense with intensities about 2000 a.u. for 2-

methylimidzaole and caffeine and <1000 a.u. for ATP. In addition, a difference in the 

response of used compounds in the calibration cocktail to their response when analysed 

separately can be observed. The signal of all ions is observed to be lower (about 7 times in 

average) in the mixture of compounds when compared to their signal when tested 

separately (Supplementary Information, Table 1 and 2). This may be due to a different 

affinity of compounds to be protonated, resulting in suppression of ions with lower affinity 

by those with higher affinity (Cohen, Go and Siuzdak, 2007). 

 

 

Figure 4: MS spectrum of the calibration cocktail in MALDI positive ionisation 

mode, mass range m/z 50 ï 1000 shown, * - matrix  peaks. 
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Similarly, based on the detection and the signal strength of analytes screened for negative 

ionisation mode, there were only 2 compounds showing the highest response: nicotinic 

acid (123 g/mol) and polyethylene glycol 600 (PEG600) sulfate (570-630 g/mol). Since 

PEG600 gave good signal across the whole mass range of interest, nicotinic acid was 

therefore excluded from further experiments. Representative MALDI spectrum of PEG600 

is presented below (Figure 5). 

 

 

Figure 5: MS spectrum of PEG600 sulfate in MALDI negative ionisation mode, mass 

range m/z 50 ï 1000 shown, * - matrix peaks. 

Figure 5 shows an example spectrum of PEG600 for MALDI negative ion experiments 

with ions assigned, depending on the number of monomers repeated. 9 calibration points 

across a the mass range from m/z 96 for sulfate [SO4]
-
 to m/z 889 for 18 monomers 

[H(OCH2CH2)18SO4]
-
 were selected and are shown in Table 15. 
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Table 15: PEG600 sulfate ions and their m/z values used for  MALDI calibration in 

negative ionisation mode. 

[H(OCH 2CH2)nSO4]
-
 m/z 

[SO4]
-
 95.9517 

n = 1 140.9858 

n = 5 317.0906 

n = 8 449.1693 

n = 10 537.2217 

n = 12 625.2741 

n = 14 713.3266 

n = 16 801.379 

n = 18 889.4314 
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5.6.3. Optimisation of sample deposition method 

The objective of this section was to evaluate the most suitable method of sample deposition 

for MALDI fingerprint and footprint profiling experiments in positive and negative 

ionisation modes. 

5.6.3.1. Positive ionisation mode 

The optimisation included the application of three commonly used ways of sample 

deposition: overlay, mixed and underlay (AlMasoud et al. 2014, Cohen et al. 2007). 

Spectra were collected and analysed for presence of 8 ions from the compounds included 

in the calibration cocktail. In all of 9 methods of sample preparation tested (3 matrix-

solvent combinations ɉ 3 ways of sample deposition), the detection of all ions of interest is 

seen (Table 16). 

Table 16: Ions taken into consideration during optimisation of sample deposition 

method in MALDI positive ion mode. 

Compound m/z 

2-methylimidazole 83.061 

Caffeine 195.088 

Verapamil hydrochloride 
303.207, 

455.291 

Adenosine 5ǋ-triphosphate disodium salt hydrate 574.949 

Erythromycin A 738.874 

Bradykinin fragment 2-9 
904.468, 

926.450 

 

Therefore, the following step included a comparison of intensity of these ions according to 

different ways of sample deposition. The intensity threshold was set to 5% of a total 

intensity of each spectrum to refine the results. It turned out that 6 of sample deposition 

methods tested failed with the detection of the intensity higher than 5% of total intensity of 

the spectrum for one or more ions of interest thus, there were only 3 remaining 

combinations taken into account i.e. DHB with mixed and overlay method of sample 

deposition and THAP with overlay method of sample deposition. Figure 6 presents the 

comparison of the ions intensity of three sample deposition methods applied. Inset figure 

illustrates zoom-in of ions with lower intensity i.e. m/z 83.061 and m/z 195.088. 
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Figure 6: A comparison of intensity of ions derived from compounds creating the 

calibration mixture according to the sample deposition method used in MALDI 

positive ion mode. Expanded view of low intense ions (A). The error bars represent 

the standard deviation calculated from the data obtained from four experiments 

(n=4). 

The comparison shows that the most intense compounds are verapamil (m/z 455.291 and 

m/z 303.207), erythromycin (m/z 738.874) and bradykinin 2-9 (m/z 904.468 and m/z 

926.450) with intensity of 10
6
-10

7
 a.u. magnitude. Ions at m/z 83.061 and m/z 195.088 are 

much low intense (intensity of 10
3
-10

4
 a.u. magnitude) (Figure 6 A). In addition, the ion at 

m/z 573.949 appear to be more intense (intensity of 10
5
 a.u. magnitude) when compared to 

the spectrum of the calibration cocktail from previous section, where its abundance was 

lower. A similar trend however, is observed for all three tested methods. Different 

dependency in intensity of these ions is most likely related to a different instrument being 

used for experiments in this section i.e. MALDI Synapt G2-Si HDMS mass spectrometer. 

In comparison to MALDI-ToF-MS Ultraflex II ToF/ToF mass spectrometer that uses 337 

nm nitrogen laser, 

(http://maldi.ch.pw.edu.pl/pomiary/Artykuly/ultraflex_III_User_Manual.pdf), MALDI 
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Synapt G2-Si HDMS mass spectrometer is equipped with 355 nm Neodymium - doped 

Yttrium Aluminium Garnet (Nd:YAG) laser 

(http://www.waters.com/waters/en_GB/SYNAPT-G2-Si-High-Definition-Mass-

Spectrometry/nav.htm?cid=134740622&locale=en_GB). 

According to Figure 6, there is no significant differences between intensity of observed 

ions within three tested methods of sample deposition. Therefore, all three methods i.e. 

DHB with mixed and overlay sample deposition and THAP with overlay sample 

deposition were applied for further optimisation of MALDI sample preparation protocol. 

5.6.3.2. Negative ionisation mode 

Similarly to positive ionisation mode, spectra for negative ion mode were collected and 

analysed for presence of PEG600 sulfate ions. In each of 15 methods of sample preparation 

(3 ways of sample deposition ɉ 5 different solvents) all ions of interest could be detected. 

Therefore, in order to refine the choice of the best sample preparation method, two 

PEG600 ions i.e. m/z 317.0906 and m/z 625.2741 were selected. The intensity of these ions 

was compared for each solvent and according to different ways of sample deposition. To 

restrict the results, the intensity of both m/z 317.0906 and m/z 625.2741 ions within all 15 

methods of sample preparation was analysed and 5 methods with the highest intensity for 

these ions were chosen (Figure 7). 

 

Figure 7: A comparison of the intensity of m/z 317 and m/z 625 ions for 5 top methods 

of sample preparation for MALDI negative ionisation mode. The error bars represent 

the standard deviation calculated from the data obtained from four experiments 

(n=4). 
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The comparison of the intensity of m/z 317.0906 and m/z 625.2741 ions shows that m/z 

625.2741 ion is more abundant (4x10
5
 a.u. and more) than m/z 317.0906 ion (>2x10

5
 a.u.) 

within all methods of sample deposition tested. Although there was no significant 

difference between m/z 317.0906 and m/z 625.2741 ion intensity, there was some 

consistency in appearance of preferable sample deposition i.e. mixed deposition. Also, 

taking into consideration 9AA solvents used for the experiments, it was clearly shown that 

the concentration of 70 % was better than the pure (100 %) solvent. This might be because 

of too high volatility of such solutions that can cause too heterogeneous film hence, 

different signal response across the sample spot. The influence of the solvents on sample 

preparation and creation of uniform sample spots was discussed in previous section. 

Within matrix solvents used for this experiment i.e. ACN, EtOH and MeOH, none of them 

seems to be outstanding. Therefore, all three solvents i.e. 70% EtOH, 70% ACN and 70% 

MeOH and mixed sample deposition were selected for further MALDI optimisation 

experiments. 
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5.6.4. A choice of a top MALDI method of sample preparation - cellular analytes 

In this section, the final optimisation of MALDI sample preparation for positive and 

negative ionisation modes based on real cellular analytes is shown. 

5.6.4.1. Positive ionisation mode 

Initially, the investigation of the differences and clustering between non-used and used 

growth medium samples was conducted. In order to identify the level of separation 

between these analytes, the Principal Component Analysis (PCA) was applied. PCA scores 

plots were also used to visualise repeatability between analysed samples. 

Figure 8 illustrates PCA scores plots with PC1 loadings plots for three sample preparation 

methods: DHB with mixed and overlay deposition (Figure 8 A, B) and THAP with 

overlay deposition only (Figure 8 C). PCA scores plots account for 89.7 %, 93.6 % and 

95.1 % of total variance, respectively, within the data set. PC1 loadings plots illustrate 

abundance of ions detected within the mass range of 20-1000 Da. 
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Figure 8: MALDI  positive ion mode PC scores 1 and 2 for top sample preparation 

methods: DHB with mixed sample deposition (A), DHB with overlay sample 

deposition (B), THAP with overlay sample deposition (C); PC1 accounts for 89.7%, 

93.6% and 95.1% of total variance, respectively. PCA plots illustrate the variance 

between fresh medium (blue) and used medium removed on day 1 (red). Loadings 

plots illustrate abundance of ions detected within the mass range of 20-1000 Da; n = 

4, outliers removed (one repeat from B). Sample spots observed from built -in MALDI 

camera (magnification unknown); laser pathway seen. 
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Two medium samples used for the experiment are with different metabolite content: cell 

growth medium removed from cells on day 1 of cell culture contains diverse metabolite 

profile to the fresh medium, resulting from biological processes ongoing in cells. 

According to PC1, the separation between fresh medium and medium removed from cell 

culture was better for two methods: DHB with mixed deposition (PC1 72.7 %) and DHB 

with overlay deposition (PC1 74.8 %). The separation for THAP with overlay deposition 

method was also relatively good and accounted for PC1 69.8 %. However, the 

reproducibility and consistency of the repeats for DHB with mixed deposition and THAP 

with overlay deposition methods seem to be better when compared to the reaming method 

with DHB and overlay sample deposition.  

Additionally, when analysing PC1 loading plots, the ion information carried in spectra 

appears to be very rich and complex, making the interpretation of loadings plots difficult . 

Nevertheless, the same complex information of loadings plots is delivered from all the 

solvent used for matrix preparation. The possible reason of such wealth in information in 

MS spectra is that cell media normally contain a vast number of metabolites and other 

defined compounds to support cell growth, viability, product formation (for example an 

antibody) and its quality (Butler 2005, Luo et al. 2012, Reinhart et al. 2015). Therefore, 

the dilution of the medium is required to obtain more readable and better resolved MS 

spectra. The optimisation of medium dilutions was performed, using dilution factors of 6 

or 20 (depending on ionisation mode and laser power used). Full optimisation is described 

in Supporting Information, Table 3, Figure 15 and 16. 

A comparison of spot surfaces was also made in order to evaluate the most homogeneous 

sample deposition method. According to the images shown in Figure 8, DHB creates good 

quality uniform surfaces while THAP seems to be forming more heterogeneous films with 

possible ñhot spotsò areas. Taking into consideration separation and sample repeatability 

compared via PCA as well as homogeneity of the sample surface, the DHB matrix with 

mixed sample deposition method appears to be the most preferable one for further studies. 

To support this assumption, the mass resolution analysis for ólowô mass region (m/z 277.3) 

and óhighô mass region (m/z 964.6) of spectra was performed (Figure 9). 
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Figure 9: A comparison of mass resolution for ólowô and óhighô mass range ions for 

DHB with mixed sample deposition in MALDI positive ion mode. The error bars 

represent the standard deviation calculated from the data obtained from four 

experiments (n = 4). 

 

As seen in Figure 9, the mass resolution of ólowô and óhighô mass ions for both medium 

samples is high (expected values ~10 000 according to the instrument specification). For 

the ólowô mass ions the mass resolution is similar and falls between >11 000 for fresh 

medium sample and >12 000 for medium sample removed from cells on day 1. Higher 

mass resolution is observed for óhighô mass ions (between 12 000-14 000) for both tested 

medium samples. 

5.6.4.2. Negative ionisation mode 

Spectra for MALDI negative ionisation mode were compared and analysed using PCA. 

PCA scores plots with PC1 loadings plots for top sample preparation methods: 9AA in 

70% ACN, 9AA in 70% EtOH and 9AA in 70% MeOH are presented in Figure 10 A-C. 

PCA scores plots account for 95.3 %, 89.0 % and 93.1 % of total variance, respectively, 

within the data set. PC1 loadings plots illustrate abundance of ions detected within the 

mass range of 20-1000 Da. 

Based on PC1 of PCA scores plots, the separation between fresh medium and medium 

removed from cell culture on day 1 is better for 70% ACN (PC1 90.0 %) and 70% MeOH 

(PC1 87.2 %), whereas for 70% EtOH PC1 accounts for 75.6 % of total variance. 

Analogously to separation, the repeatability of samples for each of 9AA solvents used 

within this study was compared. 
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Figure 10: MALDI negative ion mode PC scores 1 and 2 for top sample preparation 

methods: 9AA in 70% ACN (A), 9AA in 70%  EtOH (B), 9AA in 70% MeOH (C), 

PC1 accounts for 95.3%, 89.0% and 93.1% of total variance, respectively. PCA plots 

illustrate the variance between fresh medium (red) and used medium removed on day 

1 (blue). Loadings plots illustrate abundance of ions detected within the mass range of 

20-1000 Da; n = 4, outliers removed (one repeat from A and C). Sample spots 

observed from built-in MALDI camera (magnification unknown); laser marks seen. 
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More consistent sample repeats are observed for 70% ACN and 70% EtOH for medium 

samples removed from cell culture and for 70% in MeOH for fresh medium samples. 

However, the overall repeatability across all methods is similar, suggesting that there is no 

outstanding 9AA solvent that could be used for MALDI profiling. 

Similarly, to PC1 loading plots from positive ionisation mode, PC1 loading plots in 

negative ion mode show the same complex information for each of 9AA solvents used, 

confirming the requirement of medium samples dilutions for MALDI analysis. 

Additionally, a comparison of spot surfaces was also performed. Based on the images 

presented in Figure 10, the spots look homogeneous and similar for each of matrix solvent 

applied. No ñhot spotsò areas can be seen for any of the methods tested. Therefore, the 

analysis of mass resolution of ólowô (m/z 385.2), ómediumô (m/z 544.7) and óhighô (m/z 

894.5, m/z 916.6, m/z 934.5 or m/z 956.5 depending on the sample) mass ions for all of 

9AA solvents was performed (Figure 11). The óhighô mass ions were selected based on 

their presence in samples (if one ion was absent then another one was chosen for 

comparison). 

 

 

 

Figure 11: A comparison of mass resolution for ólowô, ómediumô and óhighô mass 

range ions for 9AA dissolved in: 70% ACN (A), 70% EtOH (B) and 70% MeOH (C) 

in MALDI negative ion mode. The error bars represent the standard deviation 

calculated from the data obtained from four experiments (n = 4). 
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As seen in Figure 11, the comparison of mass resolution of selected ions is lower than in 

positive ionisation mode. Mass resolution of ólowô and ómediumô mass ions is between 

8000 and 11 000 for all solvents used and for both medium samples. The highest mass 

resolution for ólowô and ómediumô mass range was observed for 70% MeOH for medium 

sample removed from cell culture on day 1 (Figure 11 C) and for 70% ACN for fresh 

medium sample (Figure 11 A). Mass resolution of óhighô mass ions appears to be lower 

than 10 000 and falls below 6000 for each solvent and for both samples. The comparison 

illustrates that the mass resolution of óhighô mass ions for medium sample removed from 

cell culture was the highest for 70% MeOH (>5000) and for fresh medium sample for 70% 

EtOH (between 4000 and 5000) (Figure 11 B). 
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5.7. Conclusions and future work 

The goal of this chapter was to optimise the sample preparation procedure for the detection 

of small molecules derived from extracellular and intracellular samples of CHO cell line 

using MALDI-MS profiling in both positive and negative ionisation modes. The 

experiments involved the study of different matrices, their various concentrations as well 

as solvents and were used to obtain MS spectra of the mixture of arginine and histidine in 

positive ion mode or tryptophan and adenosine 5ô-triphosphate disodium salt hydrate in 

negative ion mode. The experiments also included the analysis of MS spectra derived from 

extracellular analytes of medium from a CHO cell line. 

DHB, CHCA and THAP prepared in ACN/water with TFA, EtOH or MeOH for positive 

ion mode and 9AA and DMAN prepared in ACN, EtOH or MeOH for negative ion mode 

at 5, 10 and 20 mg/mL (M:A 1:1) were analysed with the analytes spotted on the MALDI 

plate in three different ways: mixed, overlay or underlay deposition. The analysis of the 

data included the observation of the detection of the analytes of interest, their S/N ratio, 

intensity and mass resolution as well as the analysis of PCA separation and reproducibility 

between control and extracellular medium samples. 

Based on the data analysis, 10 mg/mL DHB in ACN/H2O 1:1 (v/v) with 0.1% TFA, 5 

mg/mL 9AA in 70% MeOH and mixed sample deposition turned out to be the best sample 

preparation methods for metabolite profiling in positive and negative ion modes, 

respectively. In addition, the calibration cocktail for external calibration was optimised to 

be a selection of 6 compounds i.e. 2-methylimidazole, caffeine, verapamil hydrochloride, 

adenosine 5ô-triphospahte disodium salt hydrate, erythromycin A and bradykinin fragment 

2-9 for positive ion mode and PEG600 sulfate for negative ion mode. 

The selected sample preparation protocols for MALDI profiling resulted with good 

resolved MS spectra and high intensity of detected metabolites. The calibration mixtures 

used for MALDI experiments resulted in high accuracy of detected ions (Ò 2ppm). 

Further investigation needs to be performed with the application of different matrix-to-

analyte ratio that could increase the detection of a number of small molecules or their 

specific class. Moreover, the optimisation of the internal calibration mixture would be also 

beneficial in order to perform quantitative investigations in the future. 
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CHAPTER 6: Metabolic profiling approach to investigate transfected CHO cell line 

response upon EPO-Fc fusion protein production 

6.1. Introduction  

Characterisation of metabolites present within a cell (ófingerprintô or óinternal 

metabolomeô, óendometabolomeô) and metabolites that occur in the surrounding cell 

microenvironment e.g. cell medium (ófootprintô or óexternal metabolomeô, 

óexometabolomeô) is beneficial for the assessment of cellular activity and metabolic state 

of a cell (Sellick et al., 2011, Kell et al., 2005). 

A cell is the smallest, basic, structural and functional unit of living organisms that belongs 

to one of the two groups: containing a nucleus i.e. eukaryotic, such as CHO cell line used 

in this study (ATCC, 2014), or cells absent in nucleus i.e. prokaryotic. Animal cells consist 

of cytoplasm enclosed within a cell membrane, containing a variety of organelles e.g. 

lysosome, mitochondria, centrosome, ribosome, endoplasmic reticulum, Golgi apparatus 

and nucleus (Figure 1). The cytoplasm is a fluid containing water and solutes that holds 

cell organelles. The organelles are highly organised sub-cellular arrangements within a 

cell, with each having its specific shape and function (Klyszejko-Stefanowicz, 2002). 

 

Figure 1: General view of an animal cell with cytoplasm enclosed within a cell 

membrane, containing a variety of organelles (Klyszejko-Stefanowicz, 2002). 

In order to grow, develop and function, cells maintain a set of chemical transformations 

that build a large and complex metabolic network consisting of multiple interactions i.e. 

metabolic pathways (Falk Schreiber, 2003). Figure 2 illustrates a general overview of a 
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metabolic network of CHO cells with major metabolic pathways highlighted: glycan 

biosynthesis and metabolism; nucleotide metabolism; metabolism of cofactors and 

vitamins; lipid metabolism; carbohydrate metabolism; amino acid metabolism (e.g. 

alanine, glycine, cysteine etc.); metabolism of other amino acid (e.g. glutathione, glutamate 

etc.); energy metabolism; biosynthesis of other secondary metabolites; metabolism of 

terpenoides and polyketides and xenobiotics biodegradation and metabolism 

(http://www.genome.jp/kegg/pathway.html). Each metabolic pathway is built from a 

number of biochemical reactions that are linked by their intermediates (metabolites): the 

products of one reaction are the substrates for following reactions etc. (Falk Schreiber, 

2003). Therefore, the analysis of metabolites of a particular organism can be linked to 

metabolic pathways and their specific reactions, allowing for in-depth insight into the 

molecular mechanisms of cells (Sellick et al., 2011). 

 

 

Figure 2: General overview of a complexity of a metabolic network in CHO cells. 

Metabolic network consists of major metabolic pathways highlighted in the figure. 

Adopted from (http://www.genome.jp/kegg/pathway.html) . 

Glycolysis and citric cycle metabolic processes are two of the main chains of reactions 

occurring in living cells that belong to carbohydrate and energy metabolic pathways. 

Glycolysis is a metabolic process, where glucose is converted into pyruvate with a release 

of free energy. During glycolysis, the free energy is released in a form of adenosine 

triphosphate (ATP) from a transfer of a phosphate group (Pi) to adenosine diphosphate 
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(ADP) and in a form of reduced nicotinamide adenine dinucleotide (NADH) from NAD
+
 

molecules Figure 3 A (Klyszejko-Stefanowicz, 2002). 

 

Figure 3: Carbohydrate and energy metabolic pathways highlighting the major 

processes occurring in cells: glycolysis (A), oxidative decarboxylation (B) and TCA 

cycle (C, D). Carbohydrate and energy pathways are directly (in blue) and indirectly 

linked to other metabolic pathways (Klyszejko-Stefanowicz, 2002, 

http://www.genome.jp/kegg/pathway.html). 

Glycolysis takes place in a cytoplasm of a cell and occurs before another important 

metabolic pathway i.e. citrate cycle, also known as tricarboxylic acid (TCA) cycle ongoing 

in mitochondria (Figure 3 C, D). Once pyruvate is created, it is further transformed to 

acetyl-CoA during oxidative decarboxylation process (Figure 3 B) and then introduced to 

the TCA cycle. TCA cycle involves multiple reactions (Figure 3 D), where the energy 
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stored in a form of carbohydrates, lipids and proteins is converted to chemical energy i.e. 

ATP and NADH (Figure 3 C) (Klyszejko-Stefanowicz, 2002). 

Carbohydrate and energy metabolisms are also linked to other metabolic pathways, such as 

amino acid metabolism or lipid metabolism (http://www.genome.jp/kegg/pathway.html). 

Lipid metabolism is an important pathway that includes degradation or synthesis of lipids 

that play a crucial role in a number of biological functions e.g. storage of energy, signalling 

or they act as structural components of cell membranes (Klyszejko-Stefanowicz, 2002). 

A cell membrane (also plasma membrane) forms the outside barrier of the cell that 

separates the internal environment from outside and controls the transport of substances, in 

and out of a cell. A cell membrane consists of proteins and three major classes of lipids i.e. 

phospholipids, glycolipids and cholesterol that create a lipid bilayer (Figure 4) (Klyszejko-

Stefanowicz, 2002, Bretscher, 1972). 

 

 

Figure 4: Schematic of a cell membrane. A cell membrane consists of proteins and 

three major classes of lipids: phospholipids, glycolipids and cholesterol that create 

lipid bilayer (Klyszejko-Stefanowicz, 2002, Bretscher, 1972). 

 

This chapter presents a profiling approach of metabolites present within CHO cells 

(fingerprint) and metabolites that occur in the cell medium (footprint) in order to 

investigate the cell response to EPO-Fc fusion protein expression. Characterisation of 

metabolites allows for the assessment of cellular activity of these cells and their metabolic 

state upon protein production.  
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6.2. Sample preparation 

Footprint and fingerprint samples were collected according to the procedure described in 

Chapter 2. In total, there were 4 biological replicates of control cells (non-induced) and 4 

biological replicates of tetracycline-induced cells. Samples were collected at two time-

points: day 1 and day 3 of cell culture. These time-points were chosen in order to 

investigate metabolism changes in transfected CHO cells under inducer exposure (day 1) 

as well as during early and stable phase of the protein production process (day 1, day 3) 

(see Chapter 4 for more details). 

GC-MS derivatization was performed based on The Human Serum Metabolome project 

(HUSERMET) standard practice described previously (Dunn et al. 2011, Begley et al. 

2009, Halket et al. 2005) and a procedure used within the group. All compounds were 

purchased from SigmaπAldrich, Gillingham, UK. The application of quality control (QC) 

samples is proposed in order to assure that the experiment is valid and results are reliable. 

A QC sample can be described as a ómeanô of all tested metabolites from a given study, 

usually obtained by pooling all samples within the experiment (Dunn et al., 2012). The 

employment of QC samples within entire experiment at regular intervals can also improve 

detection of variations during data acquisition e.g. abundance or retention time. A further 

quality measure in the experimental design is sample randomisation within the analysed 

sequence of samples. This practice decreases the bias occurring when preparing and testing 

samples together (Bouhifd et al., 2015). 

An internal standard solution 1 (IS1) containing 10 mg of succinic-d4 acid, malonic-d2 

acid, glycine-d5 in 10 mL of water and IS2 (IS1 in water 0.7:9.3 v/v) were prepared. A 200 

µL of footprint samples and footprint quality control samples (QCs), 3 mL of fingerprint 

samples and fingerprint QCs and 3 mL of PBS samples previously lyophilised were then 

spiked with 100 µL of IS2. A two-stage chemical derivatization was applied on the dried 

samples, where 50 µL of 20 mg/mL O-methoxyamine hydrochloride in dry pyridine 

solution was added. Samples were vortexed for 10 s, spun at 17000 g for 1 min in room 

temperature and heated at 65 °C for 40 min. This was then followed by addition of 50 µL 

NπacetylπNπ[trimethylsilyl]πtrifluoroacetamide (MSTFA), vortexing (10 s), spinning (17000 

g, 1 minute at room temperature) and heating at 65 °C for 40 min. A retention index 

solution 1 (IR1) (30 mg docosane, nonadecane, 40 µL of decane, dodecane, pentadecane in 

10 mL hexane) and retention index solution 2 (IR2) (IR1 in dry pyridine 1:9 v/v) were 

prepared and 20 µL of IR2 was added to each sample. Samples were vortexed for 10 s and 

spun at 17000 g for 15 min at room temperature. Around 90 µL of each sample was placed 
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into GC vials; GC vials were randomised and samples were taken for analysis. In total 

there were 72 samples analysed (4 biological replicates ɉ 2 control/induced cells ɉ 2 time-

points ɉ 2 footprint/fingerprint + 24 QCs + 16 PBS samples). 

Optimisation of sample preparation method for MALDI experiments was performed and it 

has been described in Chapter 5. For MALDI-MS experiments, a 50 µL footprint, 

fingerprint samples as well as footprint quality control and fingerprint quality control 

samples were defrosted and used for experiments. Footprint samples were diluted 6 times 

and 20 times in water, for positive and negative ionisation modes, respectively. Diluted 

footprint samples and defrosted, lyophilised fingerprint samples were then mixed with 10 

mg/mL of DHB in ACN/water 1:1 (v/v) with 0.1% TFA (M:A, 1:1) for positive ionisation 

mode and in 5 mg/mL of 9AA in 70% MeOH (M:A, 1:1) for negative ionisation mode and 

spotted on a MALDI plate using mixed deposition. In total there were 360 samples 

analysed in positive and negative ionisation modes (4 biological replicates ɉ 2 

control/induced cells ɉ 2 time-points ɉ 2 footprint/fingerprint ɉ 10 technical replicates + 

40 QCs). 

6.3. Instrumentation  

GC-MS analysis was performed using an Agilent 6890N gas chromatograph oven 

(Wokingham, UK) coupled to a LECO Pegasus III electron ionisation timeπofπflight mass 

spectrometer (EI-ToF-MS) (LECO Corporation,St Joseph, USA) controlled using 

ChromaTOF software ver. 2.32. MALDI -MS experiments were performed using MALDI 

Synapt G2ïSi HDMS mass spectrometer (Waters Corporation/Micromass, Manchester, 

UK). Detailed settings and experiment conditions for GC-MS and MALDI analyses are 

described in Chapter 3. 

6.4. Data analysis 

Deconvolution of raw GC-MS data was performed using LECO ChromaTof ver. 2.32 

software package (LECO Corporation, St Joseph, USA) and is described in Chapter 3. 

The data matrix was exported from GC-MS software to Microsoft Excel ver. 2007 files 

and was weight corrected according to biomass for each sample. MALDI -MS spectra were 

collected as .raw files, combined and converted to .txt files using MassLynx ver. 4.1 

SCN941 build 18 software (Waters Corporation/Micromass, Manchester, UK). 

All collected data were then processed and further analysed using MATLAB ver. R2012a 

and MetaboAnalyst 3.0. ôFish-plotsô of averaged MS spectra were generated using sum 

normalisation and m/z 0.02 binning. MetaboAnalyst 3.0 analysis was conducted using m/z 
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0.25 binning, KNN missing value estimation, SD data filtering, sum normalisation and 

Pareto scaling; outliers removed. t-test analysis was performed. Metabolite peaks were 

chosen as significant with a p value threshold p<0.05. Metabolite identifications were 

assigned through inspecting and matching against an in-house constructed libraries (for 

GC-MS data), NIST metabolome libraries or The Human Metabolome Database (HMDB) 

(http://www.hmdb.ca/). A definite match implies the retention index and mass value meet 

the authentic standard analysed on the same instrument. A possible hit means that the mass 

value matches only to non in-house library and cannot be confirmed via in-house 

comparison (for GC-MS). Metabolomics Standards Initiative (MSI) was used for definite 

match (level 1) and possible match (level 2) (Sumner et al., 2007). For HMDB metabolite 

identification a threshold of 5 ppm of mass error was used. Principal component analysis 

(PCA) and Partial least square-discriminant analysis (PLS-DA) were further performed. 

PCA, PLS-DA scores plots and Variable Importance on Projection (VIP) scores were 

generated. Pathway analysis was conducted using MetaboAnalyst 3.0 software and was 

based on t-test performance. The PBS and QC samples were used for the pre-analysis of 

full sets of data and were applied for the assessment data quality of the experiments and 

acted as an internal reference within the individual samples (Dunn 2008, Dunn et al. 2011, 

Brown et al. 2009, Kronthaler et al. 2012, Sellick et al. 2009, Sumner et al., 2007). 
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6.5. Results and discussion 

External (footprint) and internal (fingerprint) metabolite profiles investigation included the 

analysis of MS spectra derived from growth medium samples and metabolite extracts 

collected from CHO cell culture and analysed using GC-MS and MALDI-MS techniques. 

6.5.1. Footprint  and fingerprin t profile analysis upon 1 and 3 days of the inducer 

exposure 

At first glance, the MALDI-MS spectra derived from control and cell-induced samples 

appear to have a very similar pattern within both external and internal metabolome in the 

mass range of m/z 20-1000 and for both MALDI+ and MALDI- ion modes (Figure 5 and 

Figure 6). 

 

Figure 5: Averaged MALDI -MS spectra in positive and negative ion modes from 

control (CTRL, blue) and cell-induced (IND, red) footprint  samples according to 

inducer exposure time; m/z 20-1000, *-matrix peaks. 
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Figure 6: Averaged MALDI -MS spectra in positive and negative ion modes from 

control (CTRL, blue) and cell-induced (IND, red) fingerprint  samples according to 

inducer exposure time; m/z 20-1000, *-matrix peaks. 

The spectra derived from footprint samples are rich in information and metabolites are 

detected across the complete mass range screened, mainly below m/z 800. Some parts of 

the spectra have similar metabolites detected but with different abundance, for example the 

mass region between m/z 300ï500 for MALDI+ on day 1. Also, some of the spectral 

regions remain the same for samples from both time points: the mass range between m/z 

300-400 and m/z 500-600 for MALDI+ and the mass range between m/z 200-300 and m/z 

400-700 for MALDI-. On the other hand, other peak areas of the spectra are unique to each 

sample: the mass range m/z > 700 for MALDI+ and the mass range between m/z 300-400 

for MALDI -. 

As with the footprint profile, fingerprint MS spectra are rich in information and 

metabolites can be seen across the complete mass range. Some spectral regions have little 

information with low abundance of peaks according to time of the inducer exposure: below 

m/z 200 for MALDI+ and below m/z 250 for MALDI-, where matrix peaks can mainly be 
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observed. There are some parts of the spectra that by eye remain the same for both control 

and cell-induced samples and in both time points: between m/z 300-500 and m/z 700-900 

for MALDI+ and between m/z 400-900 for MALDI-. Yet, there are some peaks that differ 

between the inducer exposure times: m/z 900 and above for MALDI+. Also, the abundance 

of some peaks is visibly greater than others. The mass region of m/z 700-900 is strongly 

abundant in both fingerprint samples and in both time points for MALDI positive ion 

mode. In MALDI negative ion mode, only some peaks are visibly intense i.e. ~ m/z 281, ~ 

m/z 448, ~ m/z 688, ~ m/z 745 and ~ m/z 886 for control and cell-induced samples and for 

both times of inducer exposure. Additionally, matrix peaks within footprint and fingerprint 

MS profiles were detected: [DHB+H-H2O]
+
 at m/z 137, [DHB+H]

+
 at m/z 155, [2DHB+H-

2H2O]
+
 at 273 and [9AA-H]

-
 at m/z 193 (Figure 6). 

The analysis of transfected CHO external and internal metabolic profiles suggests that the 

exposure of cell culture to the protein inducer triggers changes in the metabolome of these 

cells. Footprint MALDI-MS spectra illustrate the overall metabolic profiles of both control 

and cell-induced medium samples, highlighting detection of metabolites released from 

cells to medium across the whole analysed mass range, especially above m/z 300 for 

MALDI+ and below m/z 800 for MALDI-. These mass regions with the highest abundance 

are well known for the detection of nucleotides, lipids, amino acids, waste metabolites such 

as lactate and others (Sellick et al., 2011, Hollywood et al., 2015, Dorries & Lalk, 2013, 

Section, 2013). Similarly, fingerprint MALDI-MS spectra show presence of different types 

of metabolites in cell extract across the whole of the mass range tested. In contrast to 

footprint profiles, the fingerprint MS spectra are dominated by the peaks in the mass 

regions of m/z 700-900 for MALDI+, suggesting high appearance of lipids in the 

membrane and internal membranes of transfected CHO cells (Ellis et al. 2013, Jaskolla et 

al. 2014, Son et al. 2014). 

On visual inspection of the data, only some changes in fingerprint profile of cell-induced 

when compare to control cells are seen and no significant differences between control and 

cell-induced samples within external metabolome are observed. Therefore, further 

multivariate data analysis was performed, in order to expose the most statistically 

significant variations of metabolites that occur in the external and internal metabolome in 

the protein-induced cells. 
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6.5.2. Multivariate data analysis 

Metabolite peaks were chosen as significant through the application of a t-test (p<0.05) 

based analysis for both GC-MS and MALDI-MS data. The number of metabolites that 

were recognised as significantly different in footprint and fingerprint profiles of cell-

induced samples varied greatly between time of the inducer exposure and also between 

used MS techniques and polarities (Table 1). 

Table 1: A number of statistically significant metabolites in CHO cells footprint and 

fingerprint samples according to the inducer exposure time and the technique used. 

Number of metabolite features recognised as significant (p<0.05) 

Technique/Inducer exposure time Day 1 Day 3 Sample 

GC-MS 2 3 

footprint MALDI +  54 658 

MALDI - 611 272 

GC-MS 15 11 

fingerprint MALDI +  799 1059 

MALDI - 1253 1132 

 

In GC-MS analysis of footprint profile, there are only 2 (day 1) and 3 (day 3) significant 

metabolites found that corresponds to approximately 4 % and 6 % of all detected 

metabolites from footprint samples, respectively. Unlike GC-MS analysis, the MALDI -MS 

study highlights 54 (day 1) and 658 (day 3) for positive ion mode and 611 (day 1) and 272 

(day 3) for negative ion mode statistically significant metabolites from control and cell-

induced samples that corresponds to 3 % and 31 % for positive ion mode and 30 % and 13 

% for negative ion mode of all deemed metabolites, respectively. The data also show the 

increasing number of statistically significant metabolites delivered from footprint samples 

with the longer inducer exposure time. 

On the other hand, the GC-MS analysis of fingerprint profiles results in 15 (day 1) and 11 

(day 3) significant metabolites found that account for 30 % and 22 % of all detected 

metabolites in fingerprint samples, respectively. A higher number of significant 

metabolites is found with MALDI-MS technique application. 799 (day 1) and 1059 (day 3) 

significant metabolites are seen in MALDI positive ion mode that correspond to 38 % and 

51 % of the total number of detected compounds in fingerprint samples. In MALDI 

negative ion mode, there are over 1000 statically significant metabolites observed in both 



189 

days of inducer exposure that corresponds to 61 % (day 1) and 55 % (day 3) of all detected 

metabolites from control and cell-induced fingerprint samples. 

Within this study, MALDI-MS offered a rapid approach (~ 1 min/sample spot) for 

identification of metabolite differences between control and tetracycline-induced cells, 

while with GC-MS the time of the sample analysis increased (~ 30 min/sample) due to the 

presence of the separation step. Due to the increased time of the sample analysis as well as 

the high volume of the sample used for GC-MS technique (~ 200 µL/sample), it was not 

practical to evaluate a high number of sample replicates that is beneficial for better data 

analysis. Unlike GC-MS, MALDI-MS as a fast-acquisition technique allowed for the 

profiling of a larger number of footprint and fingerprint samples. Nevertheless, both MS 

methods showed great capability for generation of information-rich metabolomics data 

sets, in which metabolites from different classes were identified. 

The following step of the data analysis incorporated the use of PCA and PLS-DA to 

identify the fundamental relations between two groups of samples and to find any trends 

within the data that could potentially be linked to the inducer exposure and EPO-Fc fusion 

protein production. PCA and PLS-DA scores plots were also used to visualise repeatability 

between analysed samples. 

Two dimensional (2D) PCA scores plots generated from GC-MS footprint analysis shown 

in Figure 7 A account for 74.8 % (day 1 of inducer exposure) and 70.0 % (day 3 of 

inducer exposure) of the total variance using first two components. The PCA plots 

illustrate no separation between control and induced samples on day 1 yet, some separation 

between these samples on day 3 can be observed. In order to determine the level of 

variation between control and cell-induced samples, PLS-DA method was applied. 2D 

PLS-DA plots generated for the set of data shown in Figure 7 B highlight good separation 

of both control and cell-induced samples however, the plots also show variance in sample 

repeatability within these groups. PLS-DA plots generated for the data set using first two 

components account for 58.6 % and 54.2 % of the total variance according to the inducer 

exposure time (day 1 and day 3), respectively. 

Likewise, the analysis of the data set from GC-MS fingerprint profile shows some 

separation between control and cell-induced fingerprint samples for both time points tested 

shown in PCA scores plots in Figure 8 A. The total variance between these samples 

account for 76.9 % (day 1) and 79.2 % (day 3) using first two principal components. 

Improved separation between control and cell-induced samples is observed in PLS-DA 

plots (Figure 8 B). The PLS-DA plots also show some variance in repeatability in the 

majority of fingerprint samples. The total explained variance for fingerprint profile based 
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on Component 1 and 2 for accounts for 75.6 % (day 1) and 72 % (day 3) of the inducer 

exposure (Figure 8 B). 

The most significant variables in the PLS-DA analysis i.e. the 15 most statistically 

significant variables are presented on VIP scores diagrams shown in Figure 7 C for 

external metabolome and Figure 8 C for internal metabolome for GC-MS data. For GC-

MS analysis, VIP scores plots are constructed using metabolite IDs taken from GC-MS 

libraries as variables (Y axis, left) and the VIP scores corresponding to each metabolite ID 

(X axis). VIP scores also show the abundance of particular metabolite ID in footprint or 

fingerprint samples (red for high abundance and green for low). 

In footprint analysis, VIP scores from day 1 of inducer exposure illustrate 9 metabolites 

more abundant in the control group and 6 metabolites more abundant in the cell-induced 

group. VIP scores from day 3 of inducer exposure reveal a different trend, where more 

metabolites (11) become more abundant in induced cells. Additionally, 8 metabolites occur 

on both days of the inducer exposure. Some of them remain in high concentrations over 

both days of inducer exposure: metabolite IDs 68 and 42  in control footprint samples and 

metabolite IDs 39, 93 and 28 in cell-induced footprint samples, whereas some of them 

change over time: the abundance of metabolite IDs 88 and 15 in control samples decreases 

with time and increases in cell-induced samples. The abundance of metabolite IDs 52 

decreases in cell-induced samples over time and increases in control samples over time. 

VIP scores of GC-MS fingerprint data from day 1 shown in Figure 8 C highlight that the 

majority of significant metabolites (12 out of 15) are found to be more abundant in control 

cells. This observation changes on day 3 of inducer exposure, where 8 metabolites are 

more abundant in control samples and 7 metabolites with the higher intensity in cell-

induced samples are observed. Also, 7 metabolites are present in day 1 and day 3 

fingerprint samples and occur either in control samples or cell-induced samples: metabolite 

IDs 17, 14, 63, 18, 94, 9, and 77. 

Similar analysis was performed for MALDI-MS data acquired for footprint and fingerprint 

samples of CHO cells in both positive (MALDI+) and negative (MALDI-) ionisation 

modes. 

Three-dimensional (3D) PCA scores plots generated from MALDI-MS footprint analysis 

shown in Figure 9 A and Figure 10 A illustrate almost no separation between control and 

cell-induced samples for both ionisation modes and account for; MALDI+: 53.2 % (day 1 

of inducer exposure) and 57.6 % (day 3 of inducer exposure) (Figure 9 A); MALDI -: 74.6 

% (day 1 of inducer exposure) 76.3 % (day 3 of inducer exposure) (Figure 10 A) of the 

total variance using first three components.  
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Figure 7: Positive ion mode GC-MS metabolite footprint  analysis: PCA scores plots 

(A) accounting for 74.8 % and 70.0 % of the total variance from the data set and 

PLS-DA plots (B) accounting for 58.6% and 54.2% of the total variance from the 

data set on day 1 and day 3 of inducer exposure, respectively. VIP scores (see text for 

details) from Component 1 (C) show the 15 most statistically significant variables 

(metabolite IDs) in the PLS-DA model. PCA and PLS-DA plots illustrate the variance 

between control footprint samples (CTRL, red) and cell-induced footprint samples 

(IND, green). Highlighted areas show 95% confidence regions of given samples. 
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Figure 8: Positive ion mode GC-MS metabolite fingerprint  analysis: PCA scores plots 

(A) accounting for 76.9 % and 79.2 %of the total variance from the data set and PLS-

DA plots (B) accounting for 75.6% and 72.0% of the total variance from the data set 

on day 1 and day 3 of inducer exposure, respectively. VIP scores from Component 1 

(C) show the 15 most statistically significant variables (metabolite IDs) in the PLS-DA 

model. PCA and PLS-DA plots illustrate the variance between control fingerprint 

samples (CTRL, red) and cell-induced footprint samples (IND, green). Highlighted 

areas show 95% confidence regions of given samples. 
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Figure 9: Positive ion mode MALDI -MS metabolite footprint  analysis: PCA scores 

plots (A) accounting for 53.2 % and 57.6 % of the total variance from the data set 

and PLS-DA plots (B) accounting for 35.5 % and 43.9 % of the total variance from 

the data set on day 1 and day 3 of inducer exposure, respectively. VIP scores from 

Component 1 (C) show the 15 most statistically significant variables (m/z) in the PLS-

DA model. PCA and PLS-DA plots illustrate the variance between control footprint 

samples (CTRL, red) and cell-induced footprint samples (IND, green). Highlighted 

areas show 95% confidence regions of given samples. 
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Figure 10: Negative ion mode MALDI -MS metabolite footprint  analysis: PCA scores 

plots (A) accounting for 74.6 % and 76.3 % of the total variance from the data set 

and PLS-DA plots (B) accounting for 71.2 % and 71.8 % of the total variance from 

the data set on day 1 and day 3 of inducer exposure, respectively. VIP scores from 

Component 1 (C) show the 15 most statistically significant variables (m/z) in the PLS-

DA model. PCA and PLS-DA plots illustrate the variance between control footprint 

samples (CTRL, red) and cell-induced footprint samples (IND, green). Highlighted 

areas show 95% confidence regions of given samples.  
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Unlike PCA scores plot for footprint profile, 3D-PCA plots generated from MALDI-MS 

fingerprint analysis Figure 11 A and Figure 12 A show some level of separation between 

control and induced samples (for positive ion mode and day 1 samples for negative ion 

mode) and account for; MALDI+: 53.0 % (day 1 of inducer exposure) and 57.5 % (day 3 

of inducer exposure) (Figure 11 A); MALDI -: 81.5 % (day 1 of inducer exposure) and 

73.4 % (day 3 of inducer exposure) (Figure 12 A) of the total variance using three first 

components. 

Generated for MALDI-MS footprint and fingerprint data sets 3D-PLS-DA plots illustrate 

some level of separation between control and cell-induced samples (Figure 9-12, B). In 

external metabolome, PLS-DA plots suggest little separation between control and cell-

induced footprint profiles ie. 7.1 % (Component 1) on day 1 and 16.6 % (Component 1) on 

day 3 for MALDI+ in Figure 9 B. PLS-DA plots in MALDI negative ion mode however, 

show higher level of separation between control and cell-induced footprint profiles i.e. 

24.6 % (Component 1) on day 1 and 62.3 % (Component 1) on day 3 of explained variance 

(Figure 10 B). PLS-DA plots account for; MALDI+: 35.5 % (day 1) and 43.9 % (day 3) 

and, MALDI-: 71.2 % (day 1) and 71.8 % (day 3) of total explained variance with respect 

to time of the inducer exposure using first three components. 

PLS-DA plots for internal metabolome data suggest that there is a limited separation 

between control and cell-induced samples for day 1 and day 3 of the inducer exposure in 

MALDI+, accounting for 19.6 % (Component 1) and 20 % (Component 1), respectively 

(Figure 11 B). A total explained variance from three components between these two 

groups and on both time points is also shown and corresponds to 48.8 % and 49.9% for day 

1 and day 3, respectively. The data analysis of fingerprint profiles in MALDI- shown in 

Figure 12 B illustrates that the variance between control and cell-induced fingerprint 

profiles  accounts for 43.3 % (day 1) and 32 % (day 3) according to Component 1 of PLS-

DA model, suggesting good separation of these two. Figure 12 B also shows total variance 

between fingerprint control and cell-induced samples based on Component 1 and 2 that 

correspond to 76.7 % and 66.0% for day 1 and day 3, respectively. 

PCA and PLS-DA plots also show a level of repeatability of samples, which seems to be 

slightly better for fingerprint measurements (Figure 11-12, A) when compared to footprint 

measurements (Figure 9-10, A), where sub-sets are visible outliers. 
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Figure 11: Positive ion mode MALDI-MS metabolite fingerprint  analysis: PCA scores 

plots (A) accounting for 53.0 % and 57.5 % of the total variance from the data set 

and PLS-DA plots (B) accounting for 48.8 % and 49.9 % of the total variance from 

the data set on day 1 and day 3 of inducer exposure, respectively. VIP scores from 

Component 1 (C) show the 15 most statistically significant variables (m/z) in the PLS-

DA model. PCA and PLS-DA plots illustrate the variance between control fingerprint 

samples (CTRL, red) and cell-induced footprint samples (IND, green). Highlighted 

areas show 95% confidence regions of given samples. 
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Figure 12: Negative ion mode MALDI-MS metabolite fingerprint  analysis: PCA 

scores plots (A) accounting for 81.5 % and 73.4 % of the total variance from the data 

set and PLS-DA plots (B) accounting for 76.7 % and 66.0 % of the total variance 

from the data set on day 1 and day 3 of inducer exposure, respectively. VIP scores 

from Component 1 (C) show the 15 most statistically significant variables (m/z) in the 

PLS-DA model. PCA and PLS-DA plots illustrate the variance between control 

fingerprint samples (CTRL, red) and cell-induced footprint samples (IND, green). 

Highlighted areas show 95% confidence regions of given samples. 
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VIP scores for MALDI-MS data from footprint and fingerprint samples from Component 1 

shown in Figure 9-10 and 11-12 ,C represent the 15 most statistically significant variables 

delivered from control and cell-induced samples in the PLS-DA analysis of MALDI+ and 

MALDI - data, respectively. Here, VIP scores are constructed using m/z values taken from 

mass spectra of tested samples as variables (Y axis, left) and the VIP scores corresponding 

to each m/z value (X axis).  

For MALDI-MS external metabolome data, VIP scores from day 1 of the inducer exposure 

of MALDI+ analysis presents 7 out of 15 statistically significant metabolites that are more 

abundant in control medium samples and another 8 metabolites that are more abundant in 

cell-induced samples. VIP scores from day 3 of inducer exposure shows another 12 

metabolites that are more abundant in control samples and only 3 that are present in cell-

induced samples in higher concentrations (Figure 9 C). VIP scores from Component 1 

from MALDI - analysis illustrate that the majority of statistically significant metabolites are 

abundant more in cell-induced footprint samples for both days of inducer exposure (Figure 

10 C). 

Generated VIP scores for internal metabolome data from Component 1 shown in Figure 

11 C present the 15 most significant metabolites found in fingerprint profile in MALDI+. 

The majority of these metabolites can be observed in high intensities in cell-induced 

samples: 11 metabolites on day 1 and 8 metabolites on day 3. Similarly, for MALDI- 

fingerprint analysis, there are 7 metabolites (day 1) and 8 metabolites (day 3) that are 

abundant more in cell-induced samples (Figure 12 C). Additionally, in MALDI- 

fingerprint profiling, there are 2 possible metabolites that seem to be changing according to 

exposure time of the inducer: the abundance of m/z 699.501 ion from high in induced cells 

on day 1 decreases with time and shows low intensity on day 3 in these cells, 

simultaneously with high abundance in control cells on day 3. The high intensity of 

another metabolite at m/z 384.0 found in control cells on day 1 seems to be decreasing with 

time and increasing in cell-induced samples at the same time. 
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6.5.3. Footprint and fingerprint metabolite identification 

The following step of the data analysis requires the metabolites of interest to be identified. 

The metabolite assignments were completed through investigation against libraries, as 

outlined in the data analysis section of this chapter (Section 6.4.). A total of 23 metabolites 

within the footprint profile and 31 metabolites within the fingerprint profile have been 

identified and are shown in Table 2, 3 and Table 4, 5. The metabolite identification is 

made according to a method used to access the metabolic profiles and is based on 

metabolite IDs and m/z values previously used within the t-test significance test. The 

metabolite hits with HMBD and abundance in control and cell-induced samples with 

respect to the inducer exposure time for all metabolites are provided. Additionally, the 

tables (Tables 2-5) define the location of each metabolite within metabolome: footprint 

(external) or fingerprint (internal). 

The number of metabolite assignments is higher for the MALDI-MS technique for both 

metabolome profiles, when compared to GC-MS hits: 13 and 19 for MALDI-MS footprint 

and fingerprint, respectively and 10 and 12 for GC-MS footprint and fingerprint, 

respectively. One of the possible reasons for this might be a different mass range studied 

using both techniques: samples were analysed within mass range of 40-600 Da using GC-

MS and within 20-1000 Da using MALDI. Additionally, both instruments use different 

ionisation methods i.e. MALDI and electron ionisation (EI) for GC-MS. Due to MALDI is 

considered as a soft ionisation technique, it causes very little or no fragmentation 

(Hoffmann and Stroobant, 2007), whereas EI, being a hard ionisation method, generates 

high fragmentation of the analyte, resulting in more complex spectra however, it gives a 

possibility to metabolite identification by fragments generated (Dass 2006, Halket et al. 

2005, Begley et al. 2009). Moreover, the accuracy and sensitivity of both techniques vary, 

which can also be correlated to the generated data by these two platforms. 

The majority of metabolite assignments are accessed for MALDI positive ionisation mode 

within footprint and fingerprint data. The greater part of more abundant metabolites from 

external metabolome is found in cell-induced samples (16 out of 23). In contrast to the 

external metabolome, the majority of metabolites from the internal metabolome with 

higher abundance is found in control samples (18 out of 31). A similar trend is seen when 

the time of inducer exposure is considered. The majority of high abundant metabolites are 

found on day 1 of inducer exposure in external metabolome and on day 3 in internal 

metabolome. In addition, two metabolites within the external metabolome (Table 2, 3) and 

six metabolites within internal metabolome (Table 4, 5) are identified on both days of the 
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inducer exposure. The percentage of the 15 top statistically significant metabolites (for 

each technique and each MALDI ion mode) that are successfully identified accounts for 

~51 % of the external metabolome and ~69 % of the internal metabolome. Metabolite 

identification accounts for 67 % of external and 80 % of internal metabolome for GC-MS 

technique and 43 % of external and 63 % of internal metabolome using MALDI-MS 

technique. The assignment includes a variety of compounds including amino acids, lipids, 

carbohydrates, nucleotides and their analogues. 

Summarising, the investigation of the inducer treated CHO cells reveals 667 metabolite 

features after 1 day and 933 metabolite features after 3 days of the inducer exposure from 

the external metabolome (footprint) (Table 1), of which 26 are exclusively assigned (15 

after day 1 and 11 after day 3 of inducer exposure) (Table 2 and 3). For the internal 

metabolome (fingerprint), 2067 metabolite features after day 1 and 2202 metabolite 

features after 3 days of the inducer exposure were detected (Table 1), of which 37 are 

uniquely identified (22 after day 1 and 15 after day 3 of inducer exposure) (Table 4 and 

5). Accordingly, more significant metabolites are detected after 3 days of the inducer 

exposure in both external and internal metabolome, suggesting that the cell metabolism 

changes more considerably with longer exposure to the inducer. Due to a huge number of 

metabolites that are detected in both metabolic profiles of the protein-induced cells, it 

would be unrealistic to interpret each single metabolite feature. Therefore, only a part of 

metabolites are taken into consideration for determination of changes in metabolites in 

these cells i.e. 90 of the most significant metabolites from external and internal 

metabolome each (shown on VIP scores; 2 × 15 VIP scores for MALDI+, 2 × 15 VIP 

scores for MALDI-, 2 × 15 VIP scores for GC-MS+). 

In addition, according to the number of statistically significant metabolites recognised for 

footprint and fingerprint profiles, there are 2.6 times more assigned metabolites for internal 

metabolome, when compared to external metabolome. Consequently, there are 3 times 

more and 2.3 times more statistically significant metabolites recognised in fingerprint 

profiles, after day 1 and day 3 of the inducer exposure respectively. This suggests that 

while there is a great effect of the inducer and the protein production on cellular 

metabolism, only some part of detectable signal is secreted outside cells into the cell 

medium. 
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Table 2: Metabolite features of external metabolome of CHO cells under inducer exposure analysed with GC-MS technique. The table 

summarises the metabolite IDs, hit and match with GC-MS library  and MSI level*, HMDB ID, type of sample, inducer exposure time and 

abundance: high ( ) or low ( ) in control (CTRL) and cell-induced (IND) extracts. Sorted by inducer exposure time. 

Metabolite ID Hit  
Library m atch, 

(MSI level)* 
HMDB ID  Sample Inducer exposure time 

Abundance 

CTRL  IND 

68 D-Glucose Possible (Level 2) HMDB00122 Footprint Day 1, day 3   

88 Heneicosane Possible (Level 2) HMDB61782 Footprint 

Day 1   

Day 3   

18 Glycine_1348_3TMS Definite (Level 1) HMDB00123 Footprint Day 1   

15 Propanedioic acid Possible (Level 2) HMDB00691 Footprint 

Day 1   

Day 3   

39 Pyroglutamic acid_1724_2TMS Definite (Level 1) HMDB00267 Footprint Day 1, day 3   

21 Phosphate_1372_4TMS Definite (Level 1) HMDB01429 Footprint Day 1   

12 Ethanedioic acid Possible (Level 2) HMDB02329 Footprint Day 1   

17 2-Butanone Possible (Level 2) HMDB00474 Footprint Day 3   

10 Pyruvic acid_1175_1TMS Definite (Level 1) HMDB00243 Footprint Day 3   

14 Glycerol Possible (Level 2) HMDB00131 Footprint Day 3   

*MSI-Metabolomics Standards Initiative based on library match 
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Table 3: Metabolite features of external metabolome of CHO cells under inducer exposure analysed with MALDI -MS technique. The table 

summarises experimental m/z, metabolite hit with HMDB database, mass error, type of sample, inducer exposure time, MALDI -MS ionisation 

mode and abundance high ( ) or low ( ) in control (CTRL) and cell-induced (IND) samples. Sorted by inducer exposure time and ion mode. 

Experimental 

m/z 
Hit  

Error 

[ppm]  
HMDB ID  Sample 

Inducer 

exposure time 

Ion 

mode 

Abundance 

CTRL  IND 

453.125 3-trans,5-cis-Octadienoyl-CoA 0.2 HMDB02185 Footprint Day 1 Pos   

437.376 1,26-Hexacosanediol 1.1 HMDB36581 Footprint Day 1 Pos   

390.876 DG(22:0/24:1(15Z)/0:0) 1.0 HMDB07616 Footprint Day 1 Pos   

384.127 
2-(3-Carboxy-3-(methylammonio)propyl)-L-

histidine 
2.0 HMDB11654 Footprint Day 1 Neg 

  

326.247 Eicosapentaenoyl Ethanolamide 4.3 HMDB13649 Footprint Day 1 Neg   

409.127 8-Epidiosbulbin E acetate 0.3 HMDB35110 Footprint Day 1 Neg   

447.25 (4-Hydroxybenzoyl)choline 0.1 HMDB29559 Footprint Day 1 Neg   

375.127 Phaseolic acid 0.6 HMDB31897 Footprint Day 1 Neg   

549.748 Ganglioside GM1 (18:1/22:0) 3.7 HMDB04858 Footprint Day 3 Pos   

359.620 CDP-DG(16:0/22:3(10Z,13Z,16Z)) 0.2 HMDB06975 Footprint Day 3 Pos   

555.501 DG(15:0/16:0/0:0) 4.9 HMDB07069 Footprint Day 3 Pos   

381.868 
Ginsenoside Rs1 

Ginsenoside Rs2 
2.4 

HMDB39548 

HMDB39552 
Footprint Day 3 Pos   

249.004 2-Amino-5-phenylpyridine 2.9 HMDB29747 Footprint Day 3 Neg   

Mass error <5 ppm; DG-diglyceride; CDP-DG-cytidine diphosphate diacylglycerol. 
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Table 4: Metabolite features of internal  metabolome of CHO cells under inducer exposure analysed with GC-MS technique. The table 

summarises the metabolite IDs, hit and match with GC-MS library  and MSI level*, HMDB ID, type of sample, inducer exposure time and 

abundance: high ( ) or low ( ) in control (CTRL) and cell-induced (IND) extracts. Sorted by inducer exposure time. 

Metabolite 

ID 
Hit  

Library m atch, 

(MSI level)* 

HMDB ID  
Sample 

Inducer exposure 

time 

Abundance 

CTRL  IND 

3 Lactic acid Possible (Level 2) HMDB03328 Fingerprint Day 1, day 3   

17 Glycine Definite (Level 1) HMDB00123 Fingerprint Day 1, day 3   

14 Propanedioic acid Possible (Level 2) HMDB00691 Fingerprint Day 1, day 3   

43 Aspartic acid_1581_2TMS Definite (Level 1) HMDB06483 Fingerprint Day 1   

47 Glutamine Possible (Level 2) HMDB03423 Fingerprint Day 1   

63 Galactose_1854_5TMS Definite (Level 1) HMDB00143 Fingerprint Day 1, day 3   

99 Cholesterol Possible (Level 2) HMDB00067 Fingerprint Day 1   

75 Hexadecanoic acid_2101_1TMS Definite (Level 1) HMDB00220 Fingerprint Day 1   

98 5'-Adenylic acid (adenosine monophosphate, 

AMP) 
Possible (Level 2) HMDB00045 Fingerprint Day 1   

77 Heneicosane Possible (Level 2) HMDB61782 Fingerprint Day 1, day 3   

82 Octadecanoic acid_2292_1TMS Definite (Level 1) HMDB00827 Fingerprint Day 1   

50 Pyroglutamic acid_1731_3TMS Definite (Level 1) HMDB00267 Fingerprint Day 3   

*MSI-Metabolomics Standards Initiative based on library match 
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Table 5: Metabolite features of internal  metabolome of CHO cells under inducer exposure analysed with MALDI -MS technique. The table 

summarises experimental m/z, metabolite hit with HMDB database, mass error, type of sample, inducer exposure time, MALDI -MS ionisation 

mode and abundance high ( ) or low ( ) in control (CTRL) and cell-induced (IND) samples. Sorted by inducer exposure time and ion mode. 

Experimental 

m/z 
Hit  

Error 

[ppm]  
HMDB ID  Sample 

Inducer 

exposure 

time 

Ion 

mode 

Abundance 

CTRL  IND 

371.253 6-Hydroxypentadecanedioic acid 2.8 HMDB31885 Fingerprint Day 1 Pos   

372.128 Methyl (Z)-2-decene-4,6,8-triynoate 0.1 HMDB33765 Fingerprint Day 1 Pos   

665.125 Nicotinamide adenine dinucleotide (NAD
+
) 1.2 HMDB00902 Fingerprint Day 1 Pos   

542.005 
TG(24:1(15Z)/24:1(15Z)/18:2(9Z,12Z)) 

TG(24:1(15Z)/20:2n6/24:1(15Z)) 
2.0 

HMDB52142 

HMDB52189 
Fingerprint Day 1 Pos   

760.499 
CL(18:1(11Z)/18:2(9Z,12Z)/18:2(9Z,12Z)/18:1(11Z)) 

CL(18:1(9Z)/18:0/20:4(5Z,8Z,11Z,14Z)/18:1(9Z)) 
4.8 

HMDB58120 

HMDB58368 
Fingerprint Day 1 Pos   

787.255 Farnesyl pyrophosphate 4.7 HMDB00961 Fingerprint Day 1 Pos   

346.004 Urothion 2.9 HMDB02377 Fingerprint Day 1 Neg   

448.001 

Adenosine 3',5'-diphosphate 

ADP 

dGDP 

4.6 

HMDB00061 

HMDB01341 

HMDB00960 

Fingerprint Day 1 Neg   

281.127 
Leucyl-Leucine 

Leucyl-Isoleucine 
1.1 

HMDB28933 

HMDB28932 
Fingerprint Day 1 Neg   

861.503 
PGP(18:0/20:3(5Z,8Z,11Z)) 

PGP(18:0/20:3(8Z,11Z,14Z)) 
1.9 

HMDB13510 

HMDB13511 
Fingerprint Day 1 Neg   

699.501 
PA(18:1(9Z)/18:1(11Z)) 

PA(18:0/18:2(9Z,12Z)) 
4.2 

HMDB07864 

HMDB07861 
Fingerprint 

Day 1, 

Day 3 
Neg   
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739.560 3-Hexadecanoyloleanolic acid 1.6 HMDB36967 Fingerprint Day 3 Pos   

456.316 
PS(18:2(9Z,12Z)/18:0) 

PS(18:1(9Z)/18:1(9Z)) 
1.6 

HMDB12400 

HMDB12390 
Fingerprint Day 3 Pos   

777.566 
PG(18:1(11Z)/18:0) 

PG(18:0/18:1(9Z)) 
2.6 

HMDB10617 

HMDB10604 
Fingerprint Day 3 Pos   

808.685 
PE(24:1(15Z)/20:2(11Z,14Z)) 

PE(24:0/20:3(8Z,11Z,14Z)) 
0.1 

HMDB09759 

HMDB09728 
Fingerprint Day 3 Pos   

726.435 
PS(14:1(9Z)/16:1(9Z)) 

PS(16:1(9Z)/14:1(9Z)) 
4.6 

HMDB12344 

HMDB12364 
Fingerprint Day 3 Pos   

355.128 
4,8,12,15-Octadecatetraenoic acid 

(E,E)-11,13-Octadecadien-9-ynoic acid 
0.5 

HMDB32672 

HMDB34382 
Fingerprint Day 3 Neg   

687.628 
DG(24:0/0:0/18:1n7) 

DG(18:0/0:0/24:1n9) 
1.7 

HMDB56114 

HMDB56047 
Fingerprint Day 3 Neg   

745.624 CE(22:0) 4.1 HMDB06727 Fingerprint Day 3 Neg   

Mass error <5 ppm; TG-trigliceryde; CL-cardiolipin; PGP-phosphatidylglycerolphosphate; PA-phosphatidic acid; PS-phosphatidylserine; PG-

phosphatidylglycerol; PE-phosphatidylethanoalamine; DG-diglyceride; CE-cholesterol ester. 
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6.5.4. Pathway analysis 

The final part of the metabolite analysis process is to attempt to understand and interpret 

the function of metabolite features assigned within this study and how they can be linked 

to changes in cell metabolism under the inducer exposure and EPO-Fc production. 

As previously mentioned, the expression of EPO-Fc protein is low on day 1 of cell culture 

and increases remarkably with the growth of cell culture (Chapter 4, Figure 5). 

Consequently, the different external and internal metabolic changes in tetracycline-induced 

cells according to their incubation time with the inducer, can be a result of a different 

efficiency of EPO-Fc protein production. Despite the different external and internal 

metabolic profiles of cells on both incubation times, the EPO-Fc protein production is 

already noticeable after 24 hours of the inducer exposure. Therefore, the metabolic 

pathway analysis is performed as a summary of both incubation times (i.e. day 1 and day 

3), focusing on changes in the protein-producing cells vs. control cells. Additionally, the 

low number of significant metabolites identified on day 1 and day 3 of cell culture when 

considered separately is not enough to perform the metabolic pathway analysis that gives 

no hits. 

Pathway analysis is applied using statistically significant metabolites (p<0.05) that are 

identified within the external and internal metabolomes. The pathway analysis is used to 

investigate cell response and changes in cell metabolism under the exposure of the inducer. 

Table 6 shows the metabolic pathways and metabolites that are influenced the most in 

induced cells according to the impact value calculated for each pathway and considering 

both external and internal metabolome. Out of all 54 metabolites identified, there are 15 

metabolites found to be significant in 16 metabolic pathways of mammalian cells. 

Consequently, because only 54 metabolites are assigned and only 15 out of these 

metabolites are correlated to specific metabolic pathways, the analysis of the data become 

limited. 

Figure 13 illustrates a reconstructed biochemical map, summarising correlations between 

metabolic pathways influenced by the inducer exposure and EPO-Fc production in CHO 

cells. This summary is based on both external and internal metabolome data from both 

time points. For instance, purine metabolism only compromises adenosine 3ô,5ô- 

diphosphate, adenosine diphosphate (ADP), deoxyguanosine diphosphate (dGDP) and 

adenosine monophosphate (AMP) and not all the intermediates existing in this pathway, as 

these were not found in the samples. At the same time, changing levels of metabolites 

within purine metabolism can influence glycine, serine and threonine metabolism as these 

pathways are correlated to each other. 
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Table 6: A summary of metabolic pathways and influenced metabolites in cells under 

the inducer exposure. Data based on PLS-DA footprint and fingerprint profile 

analysis for both time points; data sorted by impact value*. 

Metabolite Pathway Sample Impact*  

Glycerol, glucose, 

galactose 
Galactose metabolism Fingerprint 0.39407 

Glycerol Glycerolipid metabolism Footprint 0.30018 

PA Glycerophospholipid metabolism Fingerprint 0.28920 

Glycine, pyruvic acid 
Glycine, serine and threonine 

metabolism 

Footprint, 

Fingerprint 
0.26884 

NAD
+
 

Nicotinate and nicotinamide 

metabolism 
Fingerprint 0.20833 

Pyruvic acid Pyruvate metabolism Footprint 0.18375 

dGDP, ADP, AMP, 

adenosine 3ô,5ô -

diphosphate 

Purine metabolism Fingerprint 0.10086 

Pyruvic acid Glycolysis or Gluconeogenesis Footprint 

<0.1 

Pyruvic acid Citrate cycle (TCA cycle) Footprint 

Cholesterol, Glycine Primary bile acid biosynthesis 

Footprint, 

Fingerprint 

Cholesterol, farnesyl 

pyrophosphate 
Steroid biosynthesis Fingerprint 

PA 
Glycosylphosphatidylinositol(GPI)-

anchor biosynthesis 
Fingerprint 

Glucose Starch and sucrose metabolism Footprint 

Pyruvic acid Cysteine and methionine metabolism Footprint 

Glycine, 

pyroglutamic acid 
Glutathione metabolism Footprint 

Cholesterol Steroid hormone biosynthesis Fingerprint 

*Impact value ï a cumulative percentage from the matched metabolites 
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Figure 13: Reconstructed biochemical map summarising correlations between 

metabolic pathways influenced by the protein production in transfected CHO cells. 

The summary includes external and internal metabolome data from both time points 

of cell culture. Metabolic pathways are divided into 6 main metabolism paths (colour-

coded). Metabolites influenced by the protein production process are highlighted with 

visualised abundance: high () and low (). Two arrows with the same metabolite 

indicate changing abundance depending on the type of metabolome (external or 

internal). Metabolites placed in boxes are found in external (footprint) metabolome. 

According to the KEGG pathway database (http://www.genome.jp/kegg/pathway.html), 16 

metabolite pathways are found to be affected by the protein production and are divided into 

6 main groups (colour-coded), correlated to general metabolic pathways. Metabolites 

identified using t-test that are found to be influenced by the inducer exposure are also 

highlighted. Arrows visualise the abundance (high or low) of each metabolite in induced 

cells. Also, two arrows next to the same metabolite indicate changing abundance 

depending on the type of metabolome (external or internal). Metabolites placed in boxes 

are found in external (footprint) metabolome. In order to highlight the origin of influenced 
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metabolites by EPO-Fc protein production, a diagram illustrating the identified compounds 

and their metabolic routes with a division to external and internal metabolome is also 

shown (Figure 14). The summary includes data from both time points of the cell culture 

and the top metabolic pathways that are influenced by the inducer exposure and the protein 

production (impact value >0.1 according to Table 6). Metabolites influenced by protein 

production are also highlighted with visualised abundance (high or low). The number of 

metabolites recognised as significant for the metabolic pathways is somewhat 

disappointing and might show a limiting factor in the investigation of the results. 

 

 

Figure 14: Diagram of identified metabolites and their metabolic pathways (colour-

coded) with a division to external and internal metabolome. The diagram includes 

data from both time points of cell culture and metabolic pathways with impact value 

>0.1. Metabolites influenced by the protein production are highlighted with visualised 

abundance: high () and low (). Two arrows with the same metabolite indicate 

changing abundance depending on the type of metabolome (external or internal). 

It is evidently seen from the results discussed that the inducer influences on metabolome of 

cells during the production of EPO-Fc. Therefore, it is possible to couple a priori literature 

based information with the present outcome to establish an understanding of the changes in 

metabolism of CHO cells producing EPO-Fc fusion protein. 
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The most influenced by the inducer exposure and the protein production metabolic 

pathways (impact value >0.1 according to Table 6) are galactose metabolism, glycerolipid 

metabolism, glycerophospholipid metabolism, glycine, serine and threonine metabolism, 

nicotinate and nicotinamide metabolism, pyruvate metabolism and purine metabolism. 

They belong to different, main metabolism groups: carbohydrate metabolism (galactose 

and pyruvate metabolism), lipid metabolism (glycerolipid and glycerophospholipid 

metabolism), amino acid metabolism (glycine, serine and threonine metabolism), 

metabolism of cofactors and vitamins (nicotinate and nicotinamide metabolism) and 

nucleotide metabolism (purine metabolism). 

The objective of metabolomic investigations therefore, is to analyse as many as possible of 

the metabolites present in a given sample and correlate their activity with metabolic 

pathways and specific physiological state (Dunn, Bailey and Johnson, 2005) such as EPO-

Fc protein production. 

6.5.4.1. Mitochondrial response 

Mitochondria are important cell compartments that are responsible for cellular 

differentiation, cell cycle control as well as cell growth maintenance. A dominant role of 

these organelles however, is to produce energy in a form of adenosine triphosphate (ATP) 

through a number of reactions including a variety of compounds such as glucose and 

pyruvic acid (Klyszejko-Stefanowicz, 2002). Increased levels of pyruvic acid and 

decreased levels of glucose are found in external metabolome of cells producing EPO-Fc 

protein. A formation of pyruvic acid (pyruvate) occurs from glucose molecules through 

glycolysis process (Klyszejko-Stefanowicz, 2002) hence, the lower abundance of glucose 

in induced cells may be correlated to enhanced glycolysis route. 

Glycolysis is one of the main biochemical reactions existing in cells, taking place before 

another important cycle of reactions i.e. citrate cycle, also known as tricarboxylic acid 

(TCA) cycle ongoing in mitochondria. Both pathways are closely related: during 

glycolysis, glucose is enzymatically converted into pyruvate by pyruvate kinase, which 

also transfers a phosphate group to ADP, resulting in energy formation in a form of ATP. 

The process of glycolysis also requires high levels of NAD
+
 used for a formation of 

nicotinamide adenine dinucleotide reduced form (NADH). Then, once pyruvate is created, 

it is further transformed to acetyl-CoA and is introduced to the TCA cycle. TCA cycle 

involves multiple reactions, where the energy stored in form of carbohydrates, lipids and 

proteins is converted to chemical energy in a form of adenosine triphosphate (ATP), 

precursors of some amino acids and NADH (Figure 3) (Klyszejko-Stefanowicz, 2002). 
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In the internal metabolome of induced cells, higher abundance of NAD
+
 and lower 

abundance of some nucleotides i.e. adenosine 3ô,5ô ïdiphosphate is observed, when 

compared to control cells. This may confirm enhanced cell activity and simultaneous 

maintenance of intercellular balance between metabolites, where some TCA cycle 

intermediates are formed in order to be precursors for the others. 

Another possibility for pyruvate to be processed is to enter the route of so called óanaerobic 

glycolysisô. Reactions during anaerobic glycolysis occur in the absence/partial absence of 

oxygen and are ongoing in bacteria. However, anaerobic glycolysis is also possible in 

mammalian cells under hypoxic conditions. In these conditions (hypoxia), pyruvate is 

converted to lactic acid (lactate) with a release of NAD
+
 derived from NADH (Gerriets & 

Rathmell 2012, Pearce & Pearce 2013, Donnelly & Finlay 2015, Wang et al. 1976, Lane et 

al. 2009). In this study, increased levels of lactic acid are detected in internal metabolome 

of cells producing EPO-Fc that would suggest that cells might undergo a process of 

anaerobic glycolysis. Similar interpretation of the data was made on antibody-producing 

CHO cell system, where the hypothesis established that higher lactate concentrations in the 

internal metabolome could be a result of an adaptation to lack of TCA cycle intermediates. 

As a consequence, glucose is redirected to alternative metabolic pathways (Sellick et al., 

2011). Enhanced rates of anaerobic glycolysis and therefore greater levels of lactic acid 

can also be caused by the activation of B lymphocytes that was described previously and 

was correlated to increased expression of the glucose transporters on the cell surface 

(Donnelly and Finlay, 2015). 

One more assumption with regard to high pyruvate as well as glycerol levels in the 

external metabolome of cells producing EPO-Fc protein can be made based on the 

correlation between cell growth phase and concentrations of glycolysis and TCA cycle 

metabolites. It was shown that the shift from exponential to stationary growth phase and 

full stationary growth phase in CHO cells were marked with exhaustion of pyruvate, 

glutamate and glycerol metabolites. Also, during both exponential and stationary phases, 

lactate production inside cells was also detected (Sellick et al. 2011, Taschwer et al. 2012). 

Therefore, enhanced levels of pyruvate and glycerol imply that CHO cells stay in 

exponential phase for at least three days of cell culture, actively producing EPO-Fc. 

During anaerobic glycolysis, the ratio of NAD
+
/NADH alters, where molecules of NAD

+
 

are regenerated (Wang et al. 1976, Lane et al. 2009). In this study, enhanced levels of 

NAD
+
 are present in internal metabolome of induced transfected CHO cells, which 

supports the hypothesis that cells might undergo a shift to anaerobic glycolysis. Not only 

can anaerobic glycolysis be caused by the cells adaptation to lack of TCA cycle 
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intermediates, but also it can be a result of maintaining a regeneration of NAD
+
 taking part 

in the intracellular reduction-oxidation balance between NADH/NAD
+
 (Sellick et al., 

2011). The balance between NADH and NAD
+
 is an important factor for cell function and 

plays an important role in many biological processes such as antioxydation and oxidative 

stress, calcium homeostasis, aging, carcinogenesis or energy metabolism and 

mitochondrial functions (Ying, 2008). Therefore, the relationship between NADH/NAD
+
 

has been largely investigated for bacteria as well as cancer cells (Koebmann et al. 2008, 

Briehl et al. 2014, Matthews et al. 2012, Cho et al. 2014, Hugenholtz et al. 2000). 

In cells producing EPO-Fc protein, decreased levels of glucose in medium can be also 

correlated to the increased metabolic activity of these cells, resulting in greater 

consumption of glucose present in the cell medium. The TCA cycle is weakly active when 

cells are in exponential growth phase with glucose present in growth medium. It is when 

cells become activated to be more effective, glucose from medium starts to be consumed 

greatly (Liebeke et al. 2011, Wang et al. 1976). Therefore, due to enhanced TCA cycle 

activity, the decreased concentrations of glucose in medium of induced cells can be seen. 

Similar trends of increased uptake of glucose in metabolically active cells have been 

shown multiple times in previous studies of CHO cells producing monoclonal antibody 

(Correa et al. 2016) as well as lymphocytes undergoing differentiation into different cell 

types (Donnelly & Finlay 2015). 

An increased abundance of galactose in cells producing EPO-Fc is also observed. Because 

galactose can be converted into glucose (Sunehag et al., 2002) that may therefore suggest, 

the production of this monosaccharide is enhanced in order to supply a cell with increased 

need for glucose. On the other hand, high galactose concentrations may be a result of 

ongoing post-translational modifications of EPO-Fc i.e. glycosylation (see Chapter 1). 

Glycosylation is an extremely important for protein structural integrity and its therapeutic 

efficacy process. This mechanism, in which a carbohydrate is attached to a target molecule 

i.e. lipid or protein (Jefferis 2005) has been widely investigated by researchers (Wacker et 

al. 2011, Gramer et al. 2011, Ye et al. 2011, Dent et al. 2016). Glycosylation has also been 

examined with regard to cell culture pH in CHO cells producing monoclonal antibody. It 

was shown that a pH downshift in the stationary phase of cell growth caused significant 

changes of galactose content in glycosylation profiles of produced antibody (Xie et al., 

2016). 
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6.5.4.2. Nucleotide response 

As seen in Figure 13, changes within nucleotide metabolism in tetracycline-induced cells 

are also observed. The decreased abundance of adenosine 3ô5ô ï diphosphate, ADP and 

dGDP within cells producing EPO-Fc is observed and can be correlated to the higher 

activity of these cells. Adenosine 3ô5ô ïdiphosphate is a nucleotide closely related to ADP 

(has phosphate group at 5ô position instead pyrophosphoric acid) (Klyszejko-Stefanowicz, 

2002). As previously stated, during glycolysis when glucose is converted into puryvate, the 

enzyme catalyzing this conversion transfers a phosphate group to ADP, resulting in a 

release of ATP. Consequently, decreased levels of ADP and adenosine 3ô5ô ïdiphosphate 

imply enhanced formation of ATP hence, greater glycolysis rates in induced cells. This 

hypothesis may also be confirmed by the increased levels of AMP detected in internal 

metabolome of induced transfected CHO cells. AMP can be a substrate for ADP in a 

reaction with phosphate group as well as it can be a precursor for ADP formation (in a 

reaction with ATP), required for glycolysis process (Klyszejko-Stefanowicz, 2002). 

Moreover, low abundance of dGDP also verifies enhanced metabolic state of induced cells. 

dGDP is a derivative of GDP (lack of hydroxyl group). During the TCA cycle, GDP in a 

reaction with phosphate group gives high energy GTP nucleoside that is further used in the 

synthesis of RNA and plays essential role in cell signalling (Klyszejko-Stefanowicz, 2002). 

6.5.4.3. Amino acid response 

The reconstructed biochemical map highlights that external and internal amino acid 

abundance is affected by EPO-Fc production in transfected CHO cells. In the medium of 

these cells, glycine and pyroglutamic acid concentrations are increased, whereas the same 

metabolites with low abundance in internal metabolome are detected. Additionally, cellular 

levels of aspartic acid and glutamine are also decreased. 

Glutamine can be converted to glutamic acid, which is further converted to pyroglutamic 

acid, an uncommon amino acid derivative found in cells (Klyszejko-Stefanowicz, 2002). 

Hence, low internal glutamine concentrations can be a result of a formation of 

pyroglutamic acid. Pyroglutamic acid however, is then pumped outside a cell, where 

higher abundance of this amino acid is detected in medium (and low in internal 

metabolome), when compare to non-induced cells. This suggests that too high internal 

concentration of pyroglutamic acid is not favourable for a cell and might cause ñmetabolic 

acidosisò that has been widely studied with regard to genetic disorders and metabolism 

changes after paracetamol exposures (Kumar & Bachhawat 2012, Liss et al. 2013, Hunter 
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et al. 2016). Moreover, glutamine has been found to act as an energy source that can be 

converted to pyruvate or lactate, particularly in cancer cells (Li et al. 2017, Zhang et al. 

2017). It suggests that the protein producing cells desire more intermediates for TCA cycle 

for their enhanced metabolism. On the other hand, it has been also acknowledged that 

transfected CHO cell culture has been grown in glutamine-enriched medium and so, the 

intake of the amino acids into cells might be complicating the observed metabolic 

response. 

Lower levels of aspartic acid are detected in the internal metabolome of induced cells when 

compare to control cell cultures. Aspartic acid is known to be a precursor for several amino 

acids such as methionine, lysine, threonine and isoleucine, and hence is involved in protein 

biosynthesis. Also, it can participate in the generation of glucose (in a process called 

gluconeogenesis) that is further used in glycolysis for energy production (Klyszejko-

Stefanowicz, 2002). Consequently, this confirms that induced cells are more metabolically 

active and require enhanced synthesis of bio-elements to maintain desired EPO-Fc 

production. Also, it is in line with increased up-take of glucose from cell medium in 

induced cell culture observed in this study. Similar results with decreased amino acid 

content in internal metabolome of CHO cells producing antibodies have been published 

(Sellick et al., 2011). Decreased levels of glycine are also detected in internal metabolome 

of induced cells that suggests enhanced protein and lipid sythesis. Glycine is a simple 

amino acid that acts as a precursor for a number of proteins and is involved in 

phospholipids production (Honda et al. 2016, Al Suleimani & Al Mahruqi 2017, 

Klyszejko-Stefanowicz 2002). Increased export of glycine outside cells found in this study 

is, however, not fully understood. 

6.5.4.4. Lipid response 

Despite a relatively high number of pathways recognised to be influenced by the inducer 

exposure and EPO-Fc production, the number of metabolites linked to each pathways is 

relatively low. This however, can be a result of matching only primary metabolites and not 

including secondary metabolites into the analysis of metabolic pathways. 

Primary and secondary metabolites are closely correlated to each other. Secondary 

metabolites are non-fundamental for the normal growth and development of the organism 

and require many genes to be expressed. These metabolites are created by pathways 

derived from primary metabolic routes and are often of poorly known function but can play 

a role, for instance, a signal compound that enhance survival of some cells within a given 

cell population (Roessner, 2006). 
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Here, some secondary metabolites such as ginsenoside Rs1 and ginsenoside Rs2 are 

identified (Table 3). Ginsenoides are believed to have antioxidant properties by increasing 

the levels of internal antioxidant enzymes i.e. glutathione (GSH) and its oxidized form 

(GSSG) that are required to prevent cellular damage that may occur during oxidative stress 

(Klyszejko-Stefanowicz, 2002). Oxidative stress, during which reactive oxygen species are 

produced, can influence the regulation of a cell growth and its function (Taschwer et al., 

2012). Decreased release of ginsenoides to growth medium of cells producing the protein 

is observed in this study. Lower abundance of these compounds in growth medium may 

suggest their increased intracellular consumption in order to raise the concentrations of 

GSH to limit cell destruction. This assumption is in line with another observation, where 

internal pyroglutamic acid levels are decreased in cells producing EPO-Fc. As mentioned 

previously, pyroglutamic acid is an uncommon amino acid that is produced from glutamic 

acid conversions (Klyszejko-Stefanowicz, 2002). Therefore, low intracellular 

concentration of pyroglutamic acid may suggest an increased consumption of glutamic 

acid that is known to be an important precursor for GSH synthesis (Taschwer et al., 2012). 

Another suggested mechanism of the activity of ginsenoides is the interaction of cell 

membranes thus, changes in their properties (Leung & Wong 2010, Lu et al. 2009). 

Decreased levels of ginsenoides are detected in footprint profiles of induced transfected 

CHO cells that can suggest lower secretion of these compounds outside the cells. 

Consequently, this may imply that the membrane of cells producing EPO-Fc changes and 

there may be an increased concentration of reactive oxygen species in cells exposed to the 

inducer activity. This finding would be in line with another observation, where lipid 

species in both footprint and fingerprint profiles are detected (Table 3, 5 and Figure 9). 

The majority of lipid species from different class are found in internal metabolome: 

triglycerides (TG), cardiolipins (CL), phosphatidylglycerolphosphate (PGP), 

phosphatidylserines (PS), phosphatidylglycerol (PG), phosphatidylethanoalamines (PE), 

diglyceride (DG) and cholesterol esters (CE) (Table 5). The abundance of some of these 

lipids is increased (e.g. triglycerides or cardiolipins) and the abundance of others is 

decreased (e.g. phosphatidylserines or phosphatidylethanoalamines) in cells producing 

EPO-Fc protein. Apart from hypothesis of increased levels of reactive oxygen species, the 

changes in lipid content of cells producing EPO-Fc may be correlated to the secretion of 

this protein into cell medium. 

In cells, proteins are transported outside the cell by an exocytosis process. Exocytosis is a 

type of an active transport, where a cell transports molecules outside a cell membrane by 

expelling them into the exterior. Exocytosis is a process that involves  fusion of a vesicle 
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containing transported protein with the cell membrane. The fusion of a vesicle with a cell 

membrane causes an increase of a cell membrane surface, by the surface of the fused 

vesicle (Roman-Fernandez & Bryant 2016, Bruns & Jahn 2002). Consequently, this can 

suggest that the vesicle-cell membrane interaction may cause changes and different 

distribution of lipids present in a membrane of cells producing EPO-Fc. It also implies that 

the size and morphology of these cells may be changed by increased surface of cells. 

A cell membrane consists of proteins and different types of lipids that create a lipid bilayer 

(Figure 4). Lipids and lipid-like precursors for lipid creation found in a cell membrane, 

belong to diverse classes such as phospholipids, glycolipids, sterols and glycerolipids, 

where the most abundant are phospholipids (Ali et al. 2017, Di Bartolomeo et al. 2017). 

The majority of lipids detected in the metabolome of cells producing EPO-Fc that differ 

from lipid content of non-induced cells are hence a part of  phospholipid groups: 

phosphatidylglycerolphosphate (PGP), phosphatidylserine (PS), phosphatydilglycerol 

(PG), phosphatydilethanolamine (PE) and cardiolipin (CL). Other classes of lipids are also 

found: glycolipids (ganglioside), sterols (cholesterol ester (CE), cholesterol) and 

glycerolipids (triglyceride (TG), digliceride (DG)). 

PS, PE, DG and CE lipids show decreased abundance while TG, CL, PGP, phosphatidic 

acid (PA), PG show increased abundance in internal metabolome of induced cells. 

The decrease of DG can be correlated to a production of TG, which increased levels are 

detected in cells producing EPO-Fc protein. DG acts as a substrate for addition of the third 

fatty acid to create TG. The function of TG is to provide the energy source and storage as 

well as lipid transport (Vasconcellos et al., 2016). Therefore, the increased levels of TG 

may be a result of higher demand of cells for lipid production and raised activity of cell 

metabolism. 

This is in line with other findings within this study, where lower levels of PS and PE are 

detected in induced cells, which may suggests that cells activate the synthesis of lipids. The 

synthesis of lipids can be due to increased or changed cell metabolism as well as due to 

ongoing exocytosis process, where lipids are used for vesicle creation in order to transport 

the protein outside a cell (Bhattacharya et al. 2016, Flis et al. 2015). 

Moreover, decreased levels of both cholesterol and CE in cells producing the protein are 

observed, when compare to non-induced cells. Cholesterol and cholesterol esters do not 

contribute to cell membranes directly but are an essential component of lipids creating 

bilayers and act as a precursor for hormones (Klyszejko-Stefanowicz, 2002). This may also 

confirms that a synthesis of lipids can be significantly increased in tetracycline-induced 

cells. 
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Another correlation between CL, PG and PGP lipids can be found, where their abundance 

in induced cells is increased. PGP and PG can be synthesised from cytidine diphosphate 

diacylglycerol (CDC-DG) as an intermediate that reacts, indirectly, with glycerol. PGP and 

PG are then used for the synthesis of CLs. In mammalian cells, cardiolipins are a crucial 

component of the inner mitochondrial membrane, where they maintain the optimal energy 

metabolism of a cell and function of this organelle. It is also known that CLs are large in 

number in metabolically active cells (Tatsuta & Langer 2017, Martensson et al. 2017). 

Hence, this may suggest that induced cells require more energy to maintain protein 

formulation therefore, the increased production of mitochondrial lipids is desired. 

Increased levels of mitochondrial lipids indirectly generated from CDC-DG may be a 

cause for lower abundance of CDC-DG in medium of induced cells, when compared to 

control cells. This dependency implies that a reduced extraction of CDC-DG into medium 

of induced cells results by the increased metabolic activity of cells hence, enhanced 

consumption of CDC-DG. Increased levels of glycerol and ganglioside GM1 (18:1/22:0) 

(glycolipid) are detected in external metabolome of tetracycline-induced transfected CHO 

cells. Lipids, apart from maintaining a membrane integrity and stability as well as acting as 

the energy source and storage, are crucial components in cell signalling (Vasconcellos et 

al., 2016). Cell-to-cell interactions are important for cellular responses, function, 

recognition and growth. Glycolipids are the main cell membrane components that maintain 

cellular signalling and are localised on the outer surface of a cell membrane. Thanks to a 

presence of a carbohydrate or glycerol attached to a lipid part, glycolipids serve as 

recognition sites for cell-to-cell communication (Shvets et al. 2015, Villas-Bôas S.G. et al. 

2007, Owen & Gaus 2013). Enhanced abundance of glycolipids in medium of induced 

cells can imply that cells release some parts of their membrane into their exterior, while 

transferring the protein outside a cell during an exocytosis process, which can also have 

cell-signalling function. However, such assumptions have to be investigated further to 

elucidate wider knowledge of the specific metabolism changes caused by EPO-Fc fusion 

protein production in CHO cells. A collection of additional metabolites that are changed 

under the protein production in tetracycline-induced CHO cells is also observed (Table 2-

5). These metabolites belong to a variety of other groups of metabolites for example 

cofactors (e.g. urothion) and are intermediates involved in metabolic pathways, cell 

signalling, cell aggregation and many others (http://www.hmdb.ca/). Nevertheless, their 

specific role and function within tetracycline-induced cells metabolism need to be further 

explored. 
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6.6. Conclusions and future work 

The application of a non-targeted metabolomics approach for the analysis of metabolite 

changes in tetracycline-induced CHO cells with EPO-Fc fusion protein secretion can be 

considered successful. The employment of GC-MS and MALDI-MS techniques has 

provided information about the response of cells to the protein production and changes in 

key metabolites within internal and external cell metabolomes. These techniques have also 

been complementary to each other, providing different types of information. Data have 

shown an extended effect of EPO-Fc production on cell metabolism. 

According to the multivariate analyses, a great number of metabolites was identified to be 

significantly influenced by the protein induction when compared to non-induced cells. 

Correlation of these significant metabolites and reconstruction of the metabolite map, 

classified metabolome changes into metabolic pathways influenced by the production of 

EPO-Fc. A differentiation between metabolites derived from internal and external 

metabolome was also seen. Thanks to the pathway map and the correlation analysis it was 

possible to observe individual trends of metabolites within metabolic routes under the 

protein production in CHO cells. Biological interpretation of a list of metabolites 

highlighted five main metabolic pathways the most influenced by EPO-Fc production: 

carbohydrate, lipid, amino acid, nucleotide metabolisms and metabolism of cofactors and 

vitamins. 

The findings indicate that changes observed in EPO-Fc producing cells are related to 

enhanced protein and lipid synthesis highlighting that these cells are in a state of increased 

metabolic activity with the protein exocytosis into growth medium. Results also suggest 

that some lipid changes can be correlated to mitochondrial membranes specifically. 

Moreover, the composition of lipid bilayer of induced cells seems to be different to non-

induced cells. Thus, it implies that the targeted investigation of the lipids would deliver 

further knowledge of the effect of the fusion protein production on cell metabolism. 

Results also suggest that, due to the increased metabolic activity, cells may adapt to the 

lack of crucial substrates for energy-producing pathways, but still support the protein 

production. Also, the process of EPO-Fc glycosylation remains active. 

With the above findings and insights into CHO metabolism under the fusion protein 

production, targeted metabolite profiling studies could be applied to further explore the 

influence of EPO-Fc on these cells. This would help with the detection of a larger number 

of TCA cycle intermediates as well as lipid species therefore, expanding and validating 

correlations between specific pathways. Also, the exact identification and quantification of 

these metabolites would validate the biochemical interpretations of this study. 
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In addition to metabolome changes discussed above, this study has shown a comparison of 

two techniques, giving complementary information of metabolism of induced CHO cells. 

Moreover, MALDI-MS experimental conditions for the detection of metabolites from 

external and internal metabolome have been verified. The MALDI -MS method used in this 

study was fast and reproducible, giving good quality spectra, with good mass resolution 

and rich in biological information. 
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CHAPTER 7: Metabolic imaging of CHO cells 

7.1. Introduction  

Mass spectrometry imaging (MSI) is a powerful tool that offers a unique perspective on 

biological systems, allowing for spatial visualisation and distribution of biochemical 

species within individual cells (e.g., Lanni et al. 2012, Vickerman 2011, Burrell, Earnshaw 

and Clench, 2007). 

The basic workflow of cell-based MSI experiment is shown in Figure 1 and requires that 

cells are deposited onto a sample support followed by washing steps in order to remove 

debris and, depending on the technique used, coated with a layer of matrix, which assists 

ionisation of analyte of interest (Figure 1 A) (Weaver and Hummon, 2013, Lanni et al. 

2012). 

 

 

Figure 1: Basic workflow of cell-based MSI experiment. Cells are deposited onto a 

sample support followed by washing steps (A), the ionisation source rasters across the 

sample in an X and Y coordinate manner providing with mass spectrum for each 

pixel (B), data analysis provides with an image of the cells illustrating the spatial 

distribution of m/z values recorded (C). 
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Once the target is introduced to the instrument, the ionisation source rasters across the 

sample in an X and Y coordinate manner, while a mass spectrometer records chemical 

information for each position i.e. pixel. As a result, each pixel is a mass spectrum from a 

specific coordinate position on the cells and contains all of the ionised species detected 

within a chosen mass range (Figure 1 B). Data acquisition is then followed by application 

of data analysis software that combines chemical information with an image of the cells, 

generating heat maps illustrating the spatial distribution of any m/z values recorded by the 

mass spectrometer (Figure 1 C) (Walch et al., 2008). 

A number of challenges have to be taken into consideration in MSI experiments and, 

specifically, MSI cell-based studies. Apart from the challenge of designing appropriate 

ionisation sources at micron and submicron scale, for this purpose, sensitivity becomes a 

major concern. Therefore, longer acquisition times or increasing volume sampled (e.g. 

deeper, as a voxel) can be applied in order to overcome this challenge (Lanni et al. 2012). 

Additionally, the sensitivity issue can also be related to the suppression effects by e.g. 

matrix in MALDI-MSI due to ionisation properties as well as the size of the matrix crystals 

(Zhu et al., 2011). 

Other considerable challenges in cell-based MSI experiments are the development of 

suitable sample preparation procedures and data analysis methods that are needed to 

reliably visualise the distributions of species at micron and submicron resolutions 

(Spengler, 2015). Appropriate sample preparation is crucial to maintain sample integrity 

and must preserve the native state morphology, biochemical composition and localisation 

of the analytes and be reproducible (Schaepe et al., 2015, Fletcher et al., 2011, McDonnell 

and Heeren, 2007). 

Unlike for profiling analyses, samples for MS imaging require some additional steps to be 

considered prior to the experiment, including e.g. washing and fixation procedures of the 

analyte (i.e. cells). Washing procedures are required in order to remove cell debris, salts or 

buffers that would impair the detection of the species of interest. During these washing 

protocols, considerable care must be taken in order to prevent delocalisation of the 

molecules within the sample (Sparvero et al., 2012). Washing protocols vary, depending 

on the target analyte. For example, for peptide imaging cold mixtures of aqueous alcohols 

are used that reduce the solubility and delocalisation of these molecules (Yang and 

Caprioli, 2011, Angel and Caprioli, 2014). On the other hand, for MSI analysis of drugs 

and other small molecules it is advised to minimise washing steps to avoid compounds 

being washed away (Cornett et al., 2008, Weaver and Hummon, 2013). 
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Additionally, fixation protocols are applied for the MSI analysis of cell cultures (Schaepe 

et al., 2015). The fixation of the sample is applied in order to preserve the biochemical and 

structural integrity of cells and tissues. Fixation prevents cell internal structures from 

destruction that may lead to delocalisation of biomolecules as well as changes in osmotic 

pressure, resulting in cell shrinkage or cell swelling causing autolysis process (Lanni et al. 

2012, Rabbani et al. 2011, Denbigh & Lockyer 2015). During autolysis, the cellôs internal 

enzymes initiate the digestion of biomolecules such as proteins, lipids and nucleotides, 

leading to the destruction of biochemical cell composition and integrity (Klyszejko-

Stefanowicz, 2002). 

A number of fixation protocols used in metabolomics for imaging of different classes of 

biomolecules have been developed. Several of different organic solvents such as methanol 

or ethanol have been applied in lipidomic studies. It has been shown that alcohols act as 

coagulant agents, decreasing the solubility of proteins, precipitating and accumulating 

them within the cells (Vekemans et al. 2004, Liu et al. 2007). Despite the broad usage of 

alcohols as fixatives, many studies have reported their effects on cell dehydration and 

restrictions with lipid solubility and removal (Vekemans et al. 2004, Liu et al. 2007, 

Didonato & Brasaemle 2003, Hanrieder et al. 2011). 

Another choice apart from alcohol fixation is aldehyde fixation (e.g. glutaraldehyde, 

paraformaldehyde or formalin), where proteins are cross-linked within the cells with no 

harm to protein structure and lipids can be fixed by the reactions of formalin with double 

bonds of unsaturated lipids (Schober et al. 2012, Anderson et al. 2013, Schaepe et al. 

2015, Lee et al. 2006, Nagata et al. 2014). Whilst, the above selection of fixation methods 

have been applied for MS imaging of targeted biomolecules, it is important to employ an 

appropriate fixation treatment suitable for non-targeted investigations which allows for a 

wide diversity of intracellular molecules to be analysed. The combination of above 

challenges effectively limits cell-based MS imaging to a set of the most abundant species, 

hence leaving much room for improvement of MSI experiments (Lanni et al. 2012). 

With recent development of MSI instruments e.g. improved spatial resolution in the 

SMALDI platform with 1.4 ɛm pixel size reported lately (Kompauer et al., 2017) and 

improved mass accuracy in OrbiSIMS (http://www.npl.co.uk/news/3d-nanosims-label-

free-molecular-imaging), single cell-based MS imaging has gained even more attention. 

Single-cell based analysis, providing molecular information from within individual cells, 

can give more understanding and new insights in processes involved in e.g. cellular 

evolution, communication or adaptation (Emara et al., 2017). Moreover, metabolic 
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investigations at the single-cell level can provide with new observations to phenotypic 

differences within one cell population (Heinemann and Zenobi, 2011). 

Cell-based level MSI analyses using MALDI and SIMS platforms have been reported in a 

number of studies, where e.g. a wide mass range of analytes was detected by MALDI such 

as large macromolecules at 100 ɛm spatial resolution (Llombart et al., 2016), proteins at 10 

ɛm spatial resolution (Yang and Caprioli, 2011), and lipids at 5 ɛm (Schober et al., 2012) 

and down to 1.4 ɛm spatial resolution (Kompauer, Heiles and Spengler, 2017). The SIMS 

platform has been applied in more limited mass ranges (i.e. up to ~600 Da) yet, the high 

spatial resolution within a range from ~8 ɛm to <1 ɛm, has given possibilities to image 

individual cells and sub-cellular compartments with three-dimensional visualisation (Kotze 

et al., 2013, Rabbani et al., 2011, Touboul et al., 2005). 

This chapter presents a metabolite MS imaging approach of CHO cells in order to 

investigate the cell response to EPO-Fc fusion protein expression. Characterisation of 

metabolites allows for the assessment of cellular activity of these cells and their metabolic 

state under protein production at cell population level as well as single cell and sub-cellular 

levels. 
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7.2. Sample preparation 

CHO cells in medium and with or without inducer were grown directly on microscopic 

glass slides and on 5 mm × 5 mm silicon wafers at the density of 0.07×10
6
 cells/mL and 

0.03 ×10
6
 cells/mL for MALDI-MS and SIMS imaging, respectively. Optimisation of cell 

density for MS imaging is further described in Supplementary Information, Figure 17. 

After incubation time (day 3), media were aspirated and cells were washed with PBS 

(twice), followed by fixation with 150 mM ammonium formate for 1 min (three times). 

Slides and wafers were then placed in a desiccator with silica gel until fully dry. Dry 

samples were kept in a desiccator until analysis. Determination of suitable fixation method 

for MS imaging is described further in Supplementary Information, Table 4, Figure 18, 

19 and 20. For MALDI-MSI experiments, matrix coating with 100 µL of 30 mg/mL DHB 

in 50% acetone with 0.1% TFA and 80 µL of 30 mg/mL para-nitroaniline (PNA) in 50% 

acetone for positive and negative ionisation modes respectively was applied. 

7.3. Instrumentation  

MALDI -MSI experiments were performed in collaboration with Professor 

Bernhard Spengler at the Justus Liebig University Giessen in Germany. The research was 

carried out using an APïSMALDI10 imaging source (Trans-MIT GmbH, Giessen, 

Germany) connected to a Thermo Q Exactive (San Jose, CA, USA) Fourier transform 

orbital trapping mass spectrometer equipped in 337 nm wavelength nitrogen pulsed UV 

laser and repetition rate of 60 Hz. The laser beam was focused to a spatial resolution of 5 

µm and energy of 0.06 µJ (for attenuator at 40°). The rastering step size was equal to the 

laser spot size. The sample was placed on the stage and moved by an X, Y dimensions to 

coordinate an area of interest. MS imaging data was acquired in continuous mode using 

Tune software (Thermo Scientific, San Jose, CA, USA) in the mass range of 250 to 1000 

Da and in the ñprofiling modeò, giving a mass resolution of 140 000 (FWHM) at m/z 200. 

The instrument was operated in positive and negative ionisation modes with +4 kV and -4 

kV on the sample plate respectively. Internal calibration was applied using matrix peaks as 

reference masses for both positive and negative ionisation modes: [5DHBï4H2O+NH4]
+
 at 

m/z 716.12461 for positive and [3PNA-5H]
-
 at m/z 409.090209 for negative ionisation 

mode. Mass accuracy of 2 ppm Root Mean Square Error (RMSE) was found. Laser, 

sample stage and mass spectrometer were synchronised and controlled by a 

microcontroller and in-house built software. More information on the instrument details 

can be found in the recent literature (Tsai et al. 2016, Khalil et al. 2015, Bhandari et al. 

2015). In this study there were 8 experiments in total (1 repeat × 1 slide × 2 samples 
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(positive ion mode) + 2 repeats × 1 slide ×2 samples (positive ion mode) + 1 repeat × 1 

slide × 2 samples (negative ion mode)). 

SIMS imaging experiments were conducted at Ionoptika Limited (Hampshire, UK) 

and University of Manchester, UK using a J105-3D chemical imager. Samples were 

sputtered with 25 keV Au3
+
 and 40 keV C60

+
 primary ion beams in positive ionisation 

mode and spatial resolution of ~0.5 µm and ~8 µm respectively. Experiments with 25 keV 

Au3
+
 source were performed using ólow quadô and óhigh quadô settings in order to record 

spectra with extra focus on low (for ólow quad) or high (for óhigh quadô) mass range. 

Detailed settings for each SIMS experiment are shown in Table 1, Chapter 3. There were 

8 experiments in total (1
st
 Si wafer × 2 repeats (ctrl sample) + 2

nd
 Si wafer × 1 repeat × 

(ctrl sample) + 1
st
 Si wafer × 2 repeats (induced sample) + 2

nd
 Si wafer × 3 repeats 

(induced sample). 

7.4. Data analysis 

MALDI -MSI data were saved in .raw files and converted to .imzML files. The data were 

then opened in free online MS imaging MSiReader ver. 0.09 software. Data were 

normalised to a cell derived ion at m/z 798.541 (Römpp et al., 2010, Goodwin et al., 2011) 

for positive ion mode and to matrix ion at m/z 409.090 for negative ion mode. Results were 

exported in .xlsx format and further processed with MATLAB ver. R2012a and free online 

MetaboAnalyst ver. 3.0. SIMS data was saved in .dat files and further processed with 

MATLAB ver. R2012a and J105 Image Analyser software. Averaged MS spectra were 

generated using sum normalisation and m/z 0.05 binning (for MATLAB). J105 Image 

Analyser (Ionoptika Limited, Hampshire, UK) was used for SIMS data processing. 

MetaboAnalyst 3.0 analysis was conducted using m/z 0.25 binning, KNN missing value 

estimation, SD data filtering, sum normalisation and Pareto scaling. Analysis of variance 

(ANOVA) and t-test analysis were performed. Metabolite peaks were chosen as significant 

with a p value threshold p<0.05. Box-and-Whisker plots, PCA and PLS-DA were 

generated based on t-test or ANOVA test. Metabolite identifications were assigned through 

inspecting and matching against The Human Metabolome Database (HMDB) 

(http://www.hmdb.ca/) or Surface Spectra Static SIMS library. Metabolite identification 

threshold of 5 ppm of mass error was used (for MALDI).  
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7.5. Results and discussion 

7.5.1. MSI of CHO cells under inducer exposure and EPO-Fc protein production 

7.5.1.1. Cell population-based study 

The analysis of MS images of CHO cell populations suggests that the exposure of cell 

culture to the EPO-Fc inducer triggers great changes in metabolic profiles of these cells 

Figure 2 and Figure 3. 

Figure 2 A illustrates the averaged mass spectra collected by AP-SMALDI in positive and 

negative ionisation modes from control and tetracycline-induced CHO cells in a range of 

m/z 250 to 1000. The spectra were collected from 10 different locations of cell populations 

within control and induced cells each and for both ionisation modes. 

The overall MALDI -MSI spectra show good alignment, but also highlight different mass 

information and different intensities between positive and negative ion modes. Spectra in 

positive ion mode are rich in information and metabolites are detected across the whole 

mass range. The abundance of species across the whole mass range is similar. A great 

number of peaks is noted for a mass range between m/z 700-900, suggesting a number of 

lipid and lipid-like species detected that are well known to appear within this mass range 

(Sellick et al., 2011, Hollywood et al., 2015, Dorries & Lalk, 2013). The high content of 

lipid species was expected as these compounds are remarkably abundant in cell membranes 

(Klyszejko-Stefanowicz, 2002). A number of cell MS imaging studies show a great content 

of fatty acids, lipids and their fragments in collected MALDI and SIMS spectra from 

different type of samples. This was shown in several investigations of healthy and cancer 

mammalian cell lines (Robinson et al. 2016, Schober et al. 2012) and tissues (Phan et al. 

2016, Vanbellingen et al. 2015, Tian et al. 2014). In this study, MALDI spectra from 

positive ion mode also present many peak areas that differ between control and induced 

cells across the whole mass range, for instance ~m/z 300, ~m/z 500 and m/z 920-1000, 

indicating specific changes in cell metabolome occurring under protein production.  

By contrast, spectra collected in negative ion mode provide less information, as the amount 

of metabolites detected is limited, when compare to positive ion mode. Relatively high ion 

intensities are seen within mass area of m/z 280-550 however, the most peaks are 

dominated by a matrix peak at m/z 273 (excluded from the spectrum in Figure 2 A). 

Nevertheless, the metabolite detection at the region around m/z > 300 might suggest of the 

presence of species such as nucleotides, appearing at m/z 322 (uridine 5ô-monophosphate), 

m/z ~426 (adenosine 5ô-diphosphate), m/z ~506 (adenosine triphosphate) and m/z ~522 

(guanosine triphosphate) in negative ion MALDI-MSI studies (Amantonico et al. 2010, 
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Steinhoff et al. 2014). Because of the higher content of phosphate and hydroxyl groups 

than amino groups within these compounds (Klyszejko-Stefanowicz, 2002), the detection 

of such metabolites in MSI negative ion mode experiments is also expected. Similarly, due 

to the presence of phosphate and hydroxyl groups in lipids (Klyszejko-Stefanowicz, 2002), 

these species represent a major content of negative ion mass spectra in a mass range > m/z 

700. This has been confirmed in a number of MALDI imaging studies of cells and tissues 

(Zhang & Yao 2012, Schober et al. 2012, Anderson et al. 2013). However, in this study 

low peak content in the lipid mass range is noticeable. 

The majority of regions within spectra from control and induced cells have similar 

metabolites detected but with different abundance, for example m/z 350-550, where higher 

intensities for induced cells are noted. However, some peak areas of spectra are unique, 

such as mass region of m/z 700-800, suggesting specific metabolome changes occurring in 

CHO cells under protein production. Additionally, for both ionisation modes, matrix peaks 

were also identified: m/z 273 [2DHB+H-2H2O]
+
, m/z 290 [2DHB+NH4-2H2O]

+
, m/z 409 

[3DHB+H-3H2O]
+
, m/z 444 [3DHB*-H2O]

+
, m/z 447 [3DHB+K-3H2O]

+
, m/z 580 

[4DHB*-2H2O]
+
, m/z 273 [2PNA-3H]

-
. 

Despite all the advantages of MSI techniques e.g. label-free, direct detection of m/z values 

over areas of interest, clear correlation m/z values to mapped regions (Jirasko et al., 2014), 

MALDI platforms introduce an additional challenge in terms of matrix application during 

sample preparation (Seeley and Caprioli, 2012). Matrix application is required in order to 

protect the sample and improve its ionisation (Schober et al. 2012). Specifically for 

MALDI -MS imaging experiments the additional complications such as uniform 

distribution of the matrix, its small crystal size, limited redistribution of analyte molecules 

and uniform ionisation enhancement need to be also recognised (Kiss & Hopfgartner 2016, 

Shanta et al. 2012, Schober et al. 2012). Hence, the right choice of matrix that would be 

suitable for specific cell or tissue sample plays a crucial role in MALDI imaging. Various 

sample preparation protocols for negative ion MALDI-MSI have been recently 

incorporated, including the application of 9-aminoacridine (9AA) in the study of sarcoma 

biomarker identification (Lou et al., 2016), alpha-cyano-4-hydroxycinnamic acid (CHCA) 

derivative (4-phenyl-alpha-cyanocinnamic acid amide, PhCCAA) in imaging liposomes in 

brain tissues (Fülöp et al., 2016) and para-nitroaniline (PNA) in the study of biomarker 

lipids for phagocytosis in brain sections (Nielsen et al., 2016). The stability of PNA in 

different vacuum conditions was also shown, demonstrating additional utility of this matrix 

in both positive and negative ion modes (Steven, Race and Bunch, 2013). Despite 

satisfying metabolite detection with the application of above matrices for imaging studies, 
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challenges regarding poor matrix solubility and hence, heterogeneously coated samples are 

still to be overcome (Miura et al., 2010). Other matrices such as DHB and 1,5- 

diaminonaphthalene (1,5-DAN) are also used but, despite their advantages e.g. uniform 

film creation or versatility, some disadvantages regarding sensitivity of lipids in negative 

ion mode have been reported (Spengler 2015, Boughton et al. 2016, Korte & Lee 2014, 

Korte et al. 2015). In this study, the application of PNA resulted in low spectral 

information with limited number of metabolites detected. A number of approaches could 

be introduced to improve this result e.g. the use of different matrix, the employment of co-

matrices or matrix additives. Co-matrices have been proposed to improve the quality of 

MALDI data by generating uniformly coated films, increasing detection sensitivity e.g. for 

phosphopeptides (Li -Hua Zhou et al. 2009, Shanta et al. 2011) and expanding the detection 

range regarding chemistry of analytes (Calvano et al., 2013). 

Recent studies have presented better co-crystallisation, low matrix interferences and high 

detection sensitivity of a broad range of small molecules such as amino acids, 

oligosaccharides and nucleosides with the application of carbon dots and 9AA as a binary 

matrix in profiling of urine in MALDI positive ion mode (Chen et al., 2016). Additionally, 

several research groups have applied matrix additives, for example DHB with nitrates 

(Griffiths and Bunch, 2012) or sodium and potassium acetate (AlMasoud et al., 2016) in 

lipid extracts analysis, where improved detection of these species was presented. Also, the 

application of DHB matrix with sodium acetate in brain tissue imaging in positive ion 

mode resulted in low (overall) mass spectra intensity but high intensity of phospholipids 

region (Gill et al., 2017). Nonetheless, there is no current literature available that would 

confirm these findings for negative ion mode MALDI imaging. 

The investigation of the influence of EPO-Fc fusion protein production on CHO cells was 

also performed with the use of the J105 3D Chemical Imager (further called SIMS) 

(Figure 3). The experiments included imaging the first 10 top ólayersô of control and 

tetracycline-induced CHO cells. A layer relates to a single 2D image plane corresponding 

to a specific ion dose. Stacking these image planes provides subsurface chemical 

information limited only by the residual damage caused by the primary ion beam. The 

analysis of the ratio of m/z 184 ion (lipid origin) and m/z 168 (silicon) (Touboul et al., 

2005) across all layers revealed that the m/z 184 content is different for the 1
st
 layer and 

similar within layers 2-10 (Supplementary Information, Figure 21). This suggested that 

the chemical information of the top (1
st
) layer (information mostly from intact cell 

membrane) might differ to the rest of the layers (layers from 2 to 10, information also from 
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cell interior) and therefore, further analysis of the data included two groups: the 1
st
 layer 

further called ótop layerô and layers from 2 to 10 further called ólower layersô. 

 

Figure 2: Averaged MALDI -MSI spectra from control (CTRL, blue) and induced cell 

areas (IND, red) for positive and negative ion modes; m/z 250-1000 for positive ion 

and m/z 280-1000 for negative ion, *-matrix peaks (A). (Inset) 2D and 3D PCA scores 

plots accounting for 46.1% and 51.0% of total variance (first three components) for 

positive and negative ionisation modes, respectively (B). PCA plots illustrate the 

variance between control (CTRL, red) and induced cell areas (IND, green) with 

highlighted 95% regions of confidence. 

 

Figure 3 A illustrates the averaged mass spectra collected by SIMS (40 keV C60
+
 ion 

source) in positive ion mode from control and tetracycline-induced CHO cells in a range of 

m/z 30 to 900. The spectra were collected from 2 different locations of cell populations 

within control and induced cells for each experiment, based on the presence of m/z 184 ion. 

The overall SIMS spectra are rich in information with metabolite detection from ~100 Da 

to 500 Da. The spectra of the top and lower layers data sets illustrate a number of ions 

detected with high abundance from m/z 100 to about m/z ~230. Ions detected in a mass 

range of m/z <100 and m/z ~230 are much less abundant. Also, almost no ions above m/z 
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350 are seen. Additionally, spectra from both top and lower layers data sets look alike 

suggesting similar chemical content across all 10 layers. 

 

 

Figure 3: Averaged SIMS+ imaging spectra from control (CTRL, blue, n=3) and 

induced cell areas (IND, red, n=5) for the 1
st
 layer (ótop layerô) and layers 2 to 10 

(ólower layersô), m/z 30-900 (A). 2D PCA scores plots accounting for 61.2% and 

85.2% of total variance (first two components) for the top and lower layers (B). PCA 

plots illustrate the variance between control (CTRL, red) and induced cell areas 

(IND, green) with highlighted 95% regions of confidence. 3D PLS-DA scores plots 

accounting for 65.6% and 90.4% of total variance (first three components) for the top 

and lower layers (C); 40 keV C60
+
 ion source. 


